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Bestimmung der Wasser-Energiedosis im klinischen Kohlenstoffstrahl mit Hilfe fluo-
reszierender Kernspurdetektoren, Ionisationskammern und Wasserkalorimetrie
Bis heute hat die Dosimetrie von Kohlenstoffionen mittels Ionisationskammern nicht die
gleiche Präzision erreicht wie von hoch-energetischen Photonen. Dies beruht maßgeblich auf
der dreifach größeren Messunsicherheit des kQ,Q0-Faktors der Ionisationskammern, welcher
aufrund fehlender experimenteller Daten auf Berechnungen basiert.
Die vorliegende Arbeit umfasst zwei Hauptziele hinsichtlich der Dosimetrie von Kohlen-
stoffstrahlung: Erstens, die Untersuchung des Potentials fluoreszierender Kernspurdetek-
toren für fluenz-basierte Dosimetrie und zweitens, die experimentelle Bestimmung des kQ,Q0-
Faktors.
Der direkte Vergleich von fluenz- und ionisations-basierter Dosimetrie hat einen signifikan-
ten Unterschied von 4.5 % gezeigt, welcher erneut die Frage nach der Genaugkeit berech-
neter kQ,Q0-Faktoren aufgeworfen hat.
Daher wurden Messungen der Wasser-Energiedosis mit Hilfe der Wasserkalorimetrie durchge-
führt, welche die direkte Kalibrierung von Ionisationskammern und damit die experimentelle
Bestimmung von kQ,Q0 ermöglichen. Zum ersten Mal konnte gezeigt werden, dass die ex-
perimentelle Bestimmung des kQ,Q0-Faktors für Kohlenstoffstrahlung mit einer Standard-
messunsicherheit von 0,8 % erreichbar ist. Dies bedeutet eine Verringerung der Unsicher-
heit im Vergleich zu berechneten Werten um den Faktor drei und ermöglicht daher eine
signifikante Reduktion der Gesamtunsicherheit bei der ionisations-basierten Dosimetrie kli-
nischer Kohlenstoffstrahlung.
Determination of absorbed dose to water in a clinical carbon ion beam by means of
fluorescent nuclear track detectors, ionization chambers, and water calorimetry
Until now, dosimetry of carbon ions with ionization chambers has not reached the same level
of accuracy as of high-energy photons. This is mainly caused by the threefold higher uncer-
tainty of the kQ,Q0-factor of ionization chambers, which is derived by calculations due to a
lack of experimental data.
The current thesis comprises two major aims with respect to the dosimetry of carbon ion
beams: first, the investigation of the potential of fluorescent nuclear track detectors for
fluence-based dosimetry and second, the experimental determination of the kQ,Q0-factor.
The direct comparison of fluence- and ionization-based measurements has shown a signif-
icant discrepancy of 4.5 %, which re-opened the discussion on the accuracy of calculated
kQ,Q0-factors.
Therefore, absorbed dose to water measurements by means of water calorimetry have been
performed allowing for the direct calibration of ionization chambers and thus for the exper-
imental determination of kQ,Q0 . For the first time it could be shown that the experimental
determination of kQ,Q0 for carbon ion beams is achievable with a standard measurement un-
certainty of 0.8 %. This corresponds to a threefold reduction of the uncertainty compared
to calculated values and therefore enables to significantly decrease the overall uncertainty
related to ionization-based dosimetry of clinical carbon ion beams.
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CHAPTER 1. INTRODUCTION
Chapter 1
Introduction
Although radiation therapy with carbon ions already started more than 20 years ago in 1994
at the Heavy Ion Medical Accelerator (HIMAC) in Chiba, Japan with,today, more than 15000
patients treated in one of the 10 facilities being in clinical operation ([PTCOG, 2016], [Jer-
mann, 2015]), the dosimetry of carbon ion beams has - up to now - by far not reached the
same level of accuracy as of conventional high-energy photon beams. This conflicts with the
main benefits of carbon ion radiotherapy being (I) the possibility of a high local dose depo-
sition in a well-defined depth (Bragg peak) as well as (II) the strong increase of the ion’s
linear energy transfer (LET) and thus of the ionization density yielding a better response per
deposited physical dose as expressed by the relative biological effectiveness (RBE) [Debus,
2009]. Consequently, radiation therapy with carbon ions can show substantial biological and
physical advantages over conventional radiation therapy with photons or electrons [Durante
and Loeffler, 2010]. In turn, this simultaneously asks for a very accurate dosimetry in order
to verify and assure the quality of the irradiation. While the standard measurement uncer-
tainty assigned to the dosimetry of high-energy photons by means of calibrated ionization
chambers is stated with 1 % in the International Code of Practice for the Dosimetry of Ex-
ternal Radiotherapy Beams TRS-398, the corresponding uncertainty related to the dosimetry
of carbon ions is about a factor of three higher [IAEA, 2000]. Although no precise rec-
ommendations are given, an appropriate limit for the combined standard uncertainty of the
dose delivered to the patient is assumed to be around 5 % in TRS-398, which, besides uncer-
tainties from the dose measurement itself, also includes uncertainty contributions from dose
calculation as well as dose delivery. Out of this, Karger et al. [2010] conclude that absorbed
dose measurements in clinical applications should be performed with an uncertainty well
below this overall requirement, i.e. in the order of 1 %, which - up to now - does not hold
true for the dosimetry of clinical carbon ion beams.
The large uncertainty associated to the reference dosimetry of carbon ion beams by means of
ionization chambers is mainly caused by the weak knowledge of the so-called kQ,Q0-factor.
This factor corrects for the different response of the ionization chamber between the actual
user beam quality Q (here: 12C) and the reference beam quality Q0 (here:
60Co) used for
the calibration of the chamber in terms of absorbed dose to water. Due to the lack of exper-
imental data for the kQ,Q0-factor, this factor is up to now determined by calculations based
on cavity theory or Monte-Carlo transport simulations. Hence, although methods for ion
beam dosimetry have been established with calibrated ionization chambers being the gold
standard, there is still a need for improvement of the dosimetric accuracy and for the devel-
1
CHAPTER 1. INTRODUCTION
opment of more efficient measurement techniques [Karger et al., 2010].
At this point one might argue that reducing the uncertainty of the physical quantity absorbed
dose with respect to carbon ion beams is a ’drop in the bucket’ considering the substantial
uncertainties of up to 20 % associated with the clinically relevant iso-effective dose1 [Karger
and Jäkel, 2007]. In spite of the importance of the iso-effective dose and the involved uncer-
tainty, accurate knowledge of the quantity absorbed dose is still required for several reasons
as discussed by Karger et al. [2010]: First of all, beam delivery in ion beam therapy is con-
trolled in terms of absorbed dose (or particle numbers) and thus relies on accurate dosimetry.
Second, quality assurance measurements such as the verification of dose delivery is per-
formed in terms of absorbed rather than iso-effective dose. Concluding Karger et al. [2010]
point out that beam characteristics are described by physical quantities under the general as-
sumption that a reproduction of the physical parameters of the irradiation will also reproduce
the response of biological systems. As a consequence, absorbed dose is indispensable as an
operative quantity in ion beam radiotherapy and its precise knowledge essential for safe ap-
plication as well as for reproducible clinical results.
The current thesis therefore comprises two major aims: first, the investigation of the po-
tential of Al2O3:C,Mg-based fluorescent nuclear track detectors (FNTDs) for fluence-based
dosimetry in carbon ion beams by a direct comparison of this relatively new technique with
ionization-based measurements of absorbed dose to water. And second, the experimental
determination of the kQ,Q0-factor for carbon ion beams with a standard measurement un-
certainty below 1 % by means of water calorimetry in order to verify ionization chamber
dosimetry and significantly decrease its uncertainty.
The motivation for the first aim results from previous studies showing that FNTDs [Ak-
selrod and Sykora, 2011] are promising candidates to extend fluence-based dosimetry and
ion beam characterization to clinical doses and therapeutic depth, since those detectors have
shown to cover the entire range of ion types and energies found in therapeutic ion beams
[Osinga et al., 2013]. Furthermore, recent developments indicate that knowledge of the pri-
mary particle fluence plus limited information on those of the most important fragment(s)
can be sufficient to characterize an ion beam [Lühr et al., 2012]. This confirms the promis-
ing approach of fluence-based dosimetry with energy discriminating detectors like FNTDs.
Potential applications of the FNTD technique are especially seen where employment of ion-
ization chambers is challenging, such as in laser-accelerated particles, dosimetry in magnetic
fields, or in-vivo dosimetry. The experimental set-up used for the direct comparison study of
fluence- and ionization-based dosimetry as well as the measurements performed in the clin-
ical carbon ion beam at the Heidelberg Ion-Beam Therapy Center (HIT) and corresponding
results are presented and discussed in chapter 5.
Without anticipating too much of the work presented in chapter 5, the results re-opened
the discussion on the accuracy of the clinically-used calculated kQ,Q0-factor for carbon ion
beams [Hartmann et al. [1997] and references therein] leading over to the second objective
of this study. In order to investigate the contested accuracy of kQ,Q0 in more detail, the fo-
1The iso-effective dose is defined as the dose of a photon treatment resulting in the same biological effect
using the same fractionation schedule and is given by the product of the (physical) absorbed dose and the RBE
[Karger et al., 2010].
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cus of the second and main part of this thesis is on absolute dose to water measurements in
the scanned carbon ion beam at HIT using the transportable PTB (Physikalisch-Technische
Bundesanstalt) water calorimeter [Krauss, 2006b]. The goal of these measurements is to
directly calibrate ionization chambers in units of absorbed dose to water and thus the exper-
imental verification of the currently used kQ,Q0-factor for ionization chambers for the first
time. Major challenges of this study are the determination of optimized irradiation condi-
tions for the application of the water calorimeter at HIT as the measurements are performed
under special irradiation conditions, namely (I) the active beam delivery technique using
intensity-controlled raster scanning and (II) the irradiation with a pulsed beam as discussed
in Sec. 6.2. Further, besides precise calorimetric and ionometric measurements presented in
Sec. 6.4 and Sec. 6.5, detailed investigations and monitoring of the irradiation field used for
the determination of kQ,Q0 (Sec. 6.3) are of major importance in order to allow for an ac-
curate determination of subsequent calorimetric and ionometric correction factors with low
standard measurement uncertainty. Finally, the experimentally determined kQ,Q0-factor for
carbon ion beams including a detailed investigation of uncertainties will be given in Sec. 6.6
and discussed in Sec. 6.7.
To finish, chapter 7 summarizes the results of both parts of this thesis, draws final conclu-
sions, and presents an outlook on possible future projects. In addition, the impact of the
experimentally determined kQ,Q0-factor by means of water calorimetry as well as the knowl-
edge gained from the corresponding detailed irradiation field characterization measurements
on the results obtained by the direct comparison of fluence- and ionization-based dosimetry
will be discussed.
The physical background and the definition of fundamental quantities with relevance to the
measurements conducted are briefly introduced in chapter 2. Chapter 3 summarizes the cur-
rent status of reference dosimetry with ionization chambers for ion beams according to the
International Code of Practice TRS-398 [IAEA, 2000] and the soon to be published German
dosimetry protocol DIN 6801-1 [DIN, 2016] with the main focus on the kQ,Q0-factor. Sim-
ilarities and differences of both protocols are highlighted and the individual components of
the calculated kQ,Q0-factor analyzed in detail including corresponding uncertainties. The ma-
terials and methods applied within this study are introduced in chapter 4 with emphasize on
the main detectors used being the water calorimeter, the ionization chamber, and the FNTD.
3
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Chapter 2
Background
This chapter briefly describes the interaction processes of clinical carbon ions when travers-
ing through matter focusing on those being of relevance for the understanding of the mea-
surements performed within this thesis. Further, frequently used terms are defined and cor-
responding equations given.
2.1 Stopping-power
The slowing-down process of carbon ions with clinically relevant energies (about 90 MeV/u
up to 430 MeV/u) is overwhelmingly dominated by inelastic collisions with the target elec-
trons [Schardt et al., 2010]. The mean energy-loss of charged particles per unit path length,
dE/dx, due to electronic interactions is referred to as electronic (or collision) stopping-
power, Sel , and can be well described by the Bethe-Bloch formula ([Bethe, 1930], [Bloch,
1933]). The relativistic version of the original Bethe-Bloch equation has been further modi-
fied by Fano [1963] including the shell correction term C/Z and the density effect correction
term δ/2, while higher order corrections are neglected in the following commonly-used
equation:
S =−dE
dx
≈ Sel(E) = e
4
4pimec2ε20
· z
2
β 2
·ρe
[
ln
(
2mec2β 2
I(1−β 2)
)
−β 2− δ
2
−C
Z
]
. (2.1)
Here, E is the kinetic energy of the projectile, e and me the charge and mass of an elec-
tron, c the speed of light, ε0 the vacuum permittivity, z and Z the charge of the projectile
and target medium respectively, β the velocity of the projectile divided by c, ρe the elec-
tron density per volume of the target medium, and I the mean excitation energy of the target
medium. The shell correction term corrects the assumption that the ion velocity is much
larger than the target electron velocity and thus becomes important at projectile velocities
comparable or smaller than the orbital electron velocities [Ziegler, 1999]. Further, at low
velocities (< 10 MeV/u), the mean charge state of the projectile decreases, which needs to
be considered by replacing the atomic charge number z in Eq. 2.1 by the empirically derived
effective charge ze f f [Barkas and Evans, 1963]. Contrary, the density effect term gains im-
portance at large projectile energies correcting for polarization effects in the target which
reduce the stopping-power. However, this effect is of minor importance for clinically used
energies [Ziegler, 1999].
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Fig. 2.1: Depth dose distribution of 330 MeV/u carbon ions in water comparing measured data
(black dots) to a model calculation (solid curves). The figure emphasizes the buildup of frag-
ments due to nuclear fragmentation (cf Sec. 2.7) and their increasing dose contribution to the
total deposited dose with depth. While the total deposited dose (black curve and dots) in the
Bragg peak region is still dominated by the dose deposited by primary carbon ions (red curve),
secondary (blue curve) and tertiary (green curve) fragments exhibit a longer range and thus cause
the characteristic dose tail behind the Bragg peak. Reprinted from Schardt [2007].
With respect to the projectile, Sel depends on the particle’s velocity and charge. Due to the
1
β 2 term, the energy-loss increases with decreasing velocity and thus energy resulting in the
characteristic depth dose distribution of carbon ion beams. As exemplary shown in Fig. 2.1,
the curve is defined by a flat plateau (entrance) region and a distinct dose peak (Bragg peak)
near the end of the particle’s trajectory. On the target side, the electronic energy-loss depends
on the electron density and the logarithm of the I-value. Within this thesis, Bragg’s additivity
rule
ln(I) =
∑ j w j · Z jA j · ln(I j)
∑ j w j · Z jA j
(2.2)
has been used to calculate the I-value for unlisted compounds by multiplying the individual
ratio of atomic number Z j and mass number A j of each element j with the mass weight
fraction w j [Bragg and Kleeman, 1905]. The I-values for the individual constituents were
thereby taken from ICRU [1993], Tab. 2.11.
The electronic stopping-power is equal to the unrestricted linear energy transfer (LET),
which is a surrogate for the ionization density of charged particles when traversing matter.
The restricted LET L∆, on the other hand, only considers released electrons with an kinetic
energy below a certain threshold value ∆.
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2.2 Particle range
By means of the stopping-power S, the total path length, RCSDA, of a particle traversing a
medium can be calculated using the continuous slowing down approximation (CSDA) by
integrating over the initial particle energy, Einitial , to zero:
RCSDA =−
∫ 0
Einitial
1
S(E)
dE =−
∫ 0
Einitial
(
dE
dx
)−1
dE . (2.3)
If straggling effects can be assumed to be small as it is the case for clinical carbon ion beams,
RCSDA is a good approximation of the mean particle range R [Sigmund, 2004].
In clinical dosimetry, the practical range, Rp, as well as the residual range, Rres, are com-
monly used to define the particle range being directly derived from the measured depth dose
distribution. In the case of carbon ion beams, Rp is defined as the depth where the relative
dose deposition behind the Bragg peak (100 %) amounts to 50 %. The residual range is then
given by the difference of Rp and the measurement depth z according to Rres = Rp− z for
z < Rp [DIN, 2016], which is for example needed in order to determine the radiation quality,
Q, of ion beams (cf Sec. 3.1).
2.3 Energy-loss and range straggling
While the energy-loss of a single charged particle traversing through matter results in a very
sharp Bragg peak, statistical fluctuations in the number of collisions and the energy trans-
ferred in each collision cause a broadening of the Bragg peak for an ion beam consisting
of many particles. This effect is referred to as energy-loss straggling with the probability
distribution for the energy-loss depending on the number of interactions and with that on the
absorber thickness [Leo, 1994]. These fluctuations can be described by means of the Vavilov
theory [Vavilov, 1957], which combines the different theories on the theoretical calculation
of the energy-loss probability distribution dedicated to different regions of applicability. A
detailed description of the underlying theories can be found in the stated references, while
only a brief overview will be given here. In the limit of many collisions, N, and thus thick
absorbers, the Vavilov distribution becomes Gaussian with the corresponding probability
distribution for the energy-loss given by
f (∆E) =
1√
2piσE
exp
(∆E−∆E)2
2σ2E
(2.4)
with
σE = 4pize f f Ze4N∆x
[
1− β 22
1−β 2
]
. (2.5)
In contrast to thick absorbers, the possibility of a large energy transfer in a single collision
can no longer be neglected with respect to thin absorbers, where only a small number of
collisions take place. Although these events are still rare, they lead to an asymmetric energy-
loss probability distribution - known as Landau distribution [Landau, 1944] - exhibiting a
long tail towards high energies. As a result, the most probable energy-loss resulting from
this distribution is smaller than the mean energy-loss [Leo, 1994].
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A direct consequence of energy-loss straggling is range straggling with the variance of range
straggling, σR, being directly related to the variance of energy-loss straggling, σE :
σ2R =
∫ Ei
0
(
dσE
dx
)(
dE
dx
)−3
dE . (2.6)
The ratio of σR and the mean particle range, R, can be described by
σR
R
=
1√
m
f
(
E
mc2
)
, (2.7)
with f being an absorber-dependent function and m the mass of the particle. Due to the strong
dependence on 1/
√
m, relative range straggling is for example decreased by a factor of 3.5 for
carbon ions in comparison to protons. Besides energy-loss straggling and multiple Coulomb
scattering, inhomogeneities in the density of the traversed media also contribute to range
straggling [Schardt et al., 2010]. This effect is for example clearly shown in the calorimetric
measurements performed within this thesis, where highly-inhomogeneous styrofoam used
for thermal isolation leads to an additional broadening of the resulting carbon ion Bragg
peak as shown in Fig. 6.14.
2.4 Water equivalent path length
The water equivalent path length (WEPL) is an important quantity in proton and ion beam
radiotherapy as it allows to convert particle ranges in human tissue to corresponding ranges
in water needed for analytical dose planning algorithms [Krämer et al., 2000]. WEPL is
thereby defined as the ratio of the mean particle range in a medium m relative to the range in
water w and can thus be approximated by means of the corresponding stopping-power ratio
neglecting shell and density corrections [Hünemohr, 2014]:
WEPL≈ ρe,m
ρe,w
· ln(2mec
2β 2)− ln(1−β 2)−β 2− ln(Im)
ln(2mec2β 2)− ln(1−β 2)−β 2− ln(Iw) . (2.8)
Experimentally, the WEPL-value of a material can be determined by means of a water range
telescope (cf PEAKFINDER, Sec. 4.4.3) as described in Jäkel et al. [2001]. First, the relative
depth dose distribution in water is measured without any absorber yielding a reference for
the relative position of the Bragg peak, rw. In a second step, a slap of the material to be
investigated of thickness dm is placed upstream of the water absorber and the Bragg curve
is measured again using the very same particle type and energy. By determining the cor-
responding position rm of the shifted Bragg peak, the WEPL-value of the added material
can be determined with an accuracy of 1 % [Jäkel et al., 2001] according to the following
equation:
WEPLm =
rw− rm
dm
. (2.9)
Another term often used in this context is the water equivalent thickness (WET) of a ma-
terial, which is defined as WETm =WEPLm ·dm.
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Fig. 2.2: Illustration of the
spatial differential quantity
Φ. According to its def-
inition given in Eq. 2.11,
the considered area dA⊥ is
perpendicular to the direc-
tion of each incident par-
ticle N. Image reprinted
from Osinga [2012].
dN
dA
2.5 Absorbed dose and fluence-based dose determination
A quantity of major importance in radiation therapy is absorbed dose, D, which is defined as
D =
dε¯
dm
, (2.10)
where dε¯ is the mean energy imparted by ionizing radiation to matter of mass dm [ICRU,
1998]. The corresponding unit is J per kg, which is often referred to as Gray (Gy). Many
different methods for the determination of absorbed dose to water, Dw, exist, with three of
them primarily used within this thesis: (I) Absolute dosimetry by means of water calorimetry
(cf Sec. 4.1), (II) reference dosimetry with calibrated ionization chambers (cf Sec. 3 and
Sec. 4.2) as well as (III) fluence-based dosimetry, with the main concept briefly described in
the following section.
Fluence-based dose determination
By means of the particle fluence, Φ, which is defined as
Φ=
dN
dA⊥
, (2.11)
with dN being the number of particles incident on a sphere of cross-sectional area dA⊥ as
illustrated in Fig. 2.2 [ICRU, 1998], the absorbed dose to a medium m, Dm,Q, deposited by
a beam of quality Q can be derived under the assumption of secondary electron equilibrium
from
Dm,Q = φ · Sm,Qρm . (2.12)
Here, Sm,Q/ρm is the mass stopping-power of the medium and ρm its density. With respect
to mixed particle fields (e.g. clinical carbon ion beams), dose contributions from the com-
plete energy spectrum of primary and secondary particles (cf Sec. 2.7) need to be considered
according to
Dm,Q =
1
ρm
·∑
T
∫
E
ΦE,T (E) ·Sm,Q(E,T )dE , (2.13)
with T indicating different particle species and E being the kinetic energy.
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target 
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t
Fig. 2.3: Illustration of the
abrasion-ablation model of
peripheral collisions at high
energies assuming a projectile
velocity vp and a stationary target
nucleus. Reproduction according
to Gunzert-Marx et al. [2008].
2.6 Lateral beam spread
In general, clinical carbon ion beams experience only a small lateral deflection when travers-
ing through matter, which is mainly caused by elastic Coulomb interactions with the target
nucleus while scattering due to electronic interactions can be neglected [Schardt et al., 2010].
For small scattering angles θ , the resulting angular distribution can be approximated by a
Gaussian function with the corresponding standard deviation, σθ , in units of rad given by
σθ =
14.1MeV
β pc
z
√
d
Lrad
[
1+
1
9
log10
(
d
Lrad
)]
, (2.14)
with d being the penetration depth, p the momentum of the projectile, and Lrad a tabulated
material-specific radiation length [Highland, 1975]. Without going into detail, two important
consequences result from this formula [Schardt et al., 2010]: (I) High-Z targets cause a larger
angular spread than low-Z targets of the same thickness and (II) the angular spread for heavy
charged particles is small (about 1 mrad for a thin target) but increases significantly towards
low energies. However, it is important to keep in mind that even small lateral beam spreads
can result in non-negligible range straggling in the case of inhomogeneous materials.
2.7 Fragmentation
Especially at large penetration depth, nuclear fragmentation processes have a significant im-
pact on radiotherapy with high energy carbon ion beams as they directly influence the particle
spectrum and with that the dose deposition. The fragmentation process can be described as
a two-step process by means of the abration-ablation model [Serber, 1947]. This is schemat-
ically shown in Fig. 2.3 using the example of a peripheral collision being the most frequent
nuclear reactions due to geometrical reasons. In the first step, the so-called ’abrasion’, nucle-
ons in the overlapping zone of the interacting projectile and target nucleus are abraded form-
ing the hot reaction zone referred to as ’fireball’. Meanwhile, the outer nucleons are only
slightly affected by the collision. Afterwards, the remaining target and projectile fragments
as well as the fireball de-excite in the second step (’ablation’) by evaporation of nucleons
and light clusters [Schardt et al., 2010]. As a consequence, nuclear fragmentation causes a
loss of primary particles (e.g. only 52 % of the primary carbon ions with a range of 16 cm in
water reach the Bragg peak [Schardt et al., 2010]) and a buildup of lower-Z fragments, which
increases with depth. As the projectile fragments continue their traversal through matter with
almost the same velocity and direction as the projectile nucleus, they exhibit longer ranges
than the primary ions as the particle range scales with 1/Z2. Thus, projectile fragments with
lower Z than the primary particle deposit their dose behind the Bragg peak producing the
9
CHAPTER 2. BACKGROUND
characteristic dose tail as exemplary shown in Fig. 2.1. Target fragments, on the other hand,
are emitted isotropically with much lower velocity, while particles ablated from the fireball
cover the range between projectile and target emission [Gunzert-Marx et al., 2008].
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Chapter 3
Current Status of Reference Dosimetry
with Ionization Chambers for Ion Beams
Following the formalism for the dosimetry of high energy photon and electron beams, the
International Code of Practice TRS-398 [IAEA, 2000] as well as the German dosimetry pro-
tocol DIN 6801-1 [DIN, 2016], which is supposed to be published in 2016, recommend the
determination of absorbed dose to water in ion beams using an air-filled ionization chamber
calibrated in terms of absorbed dose to water in a 60Co gamma ray reference beam. In this
context, the term ion beam refers to all ions with atomic numbers between two being helium
and 18 being argon having ranges of 2− 30cm in water with respect to TRS-398 and to
all ions with atomic numbers between two being helium and 10 being neon having practical
ranges of 1−30cm in water according to DIN-6801-1. In Germany, the primary standard for
absorbed dose to water with respect to 60Co radiation is the water calorimeter (cf Sec. 4.1),
which is operated by PTB in Braunschweig being the German Primary Standard Dosimetry
Laboratory. Briefly, the calibration procedure in the reference beam quality Q0 consists of
two steps: First, absorbed dose to water, Dw,Q0 , is measured in absolute terms by means of
water calorimetry at a reference depth, zre f , in water under reference conditions. In a sec-
ond step, the very same irradiation is repeated with the calorimetric detector replaced by the
ionization chamber to be calibrated, which is positioned with its reference point, Pre f , at the
same measurement depth zre f as schematically shown in Fig. 3.1 a using the example of a
cylindrical ionization chamber. Thus, the calibration factor, ND,w,Q0 , can be directly deter-
mined by dividing Dw,Q0 by the corresponding ionization chamber reading, MQ0 , corrected
for influence quantities:
ND,w,Q0 =
Dw,Q0(zre f )
MQ0(zre f )
. (3.1)
The reference conditions for calibration are described by a set of values of influence quan-
tities affecting the response of the dosimeter. Since many influence quantities, such as tem-
perature and air pressure for example, usually differ in clinical dosimetry from the reference
conditions used in the standards laboratory for calibration, a product of appropriate cor-
rection factors ki needs to be applied, which will be discussed in more detail in Sec. 4.2.2.
Further, the departure from the reference beam quality, Q0, to other beam qualities, Q, is
accounted for by an additional correction factor, the so called beam quality correction factor
kQ,Q0 . Hence, absorbed dose to water measured in a beam of quality Q is given by
Dw,Q = MQ ·ND,w,Q0 · kQ,Q0 , (3.2)
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assuming that the dosimeter reading, MQ, has been corrected to the reference values of in-
fluence quantities other than beam quality. In the following, the subscript Q0 will be omitted
when the reference beam quality is 60Co. In general, the beam quality correction factor,
kQ,Q0 , is defined as the ratio of calibration factors in terms of absorbed dose to water deter-
mined at the beam qualities Q and Q0. In the case of ion beams with Q0 being 60Co radiation,
the kQ-factor is defined as follows:
kQ =
ND,w,Q
ND,w
=
Dw,Q
MQ
Dw
M
. (3.3)
Ideally, the beam quality correction factor should be measured directly for each ionization
chamber in the user beam quality as recommended by both dosimetry protocols. However,
owing to the lack of a primary standard for absorbed dose to water for ion beams, all values
for kQ given in TRS-398 and DIN 6801-1 for ion beams are derived by calculations on the
basis of Bragg-Gray cavity theory or Monte Carlo particle transport simulations. Up to now,
the kQ-factor is the main source of uncertainties in the dosimetry of ion beams with ionization
chambers calibrated in 60Co radiation.
3.1 Application of calculated kQ-values according to TRS-
398 and DIN 6801-1
Under conditions where the Bragg-Gray cavity theory is valid, the kQ-factor for ion beams
may be calculated as follows:
kQ =
(sw,air)Q
(sw,air)Co
· (Wair)Q
(Wair)Co
· pQ
pCo
. (3.4)
Here, sw,air is the water-to-air stopping-power ratio (cf Sec. 2.1), Wair the mean energy ex-
pended in air per ion pair formed, and p the pertubation factors at the beam qualities Q and
60Co, which correct all departures from the ideal Bragg-Gray detector conditions.
For an accurate theoretical determination of the kQ-factor for ion beams, it is desirable to
know the energy spectra of the incident ion beam, of the projectile fragments and also of
the target fragmented nuclei. However, in the year 2000 when TRS-398 was published, only
very few experimental and theoretical data on the spectral distribution of ion beams were
available resulting in the simplified characterization of ion beams by means of the atomic
number, mass number, energy, width of the spread-out Bragg peak (SOBP) and the range of
the incident ion beams disregarding projectile and target fragments. Consequently, simpli-
fied values for the physical parameters required for ion dosimetry with ionization chambers
are given in TRS-398. In order to ensure international consistency, the German dosimetry
protocol DIN-6801-1 is based on TRS-398 comprising three main revisions: (I) The intro-
duction of reference conditions for the dosimetry of monoenergetic ion beams, (II) a more
sophisticated method for the determination of the saturation effect (cf Sec. 4.2.2.3) and (III)
the use of more recent data concerning the water-to-air stopping-power ratios. In order to
highlight the main sources of uncertainties contributing to the total uncertainty of the result-
ing kQ-factors currently used in clinical dosimetry, each component of kQ will be discussed
separately in what follows emphasizing similarities/differences of the two dosimetry proto-
cols.
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Fig. 3.1: Positioning of a thimble ionization chamber (top view) during calibration in (a) 60Co
radiation and during the experimental kQ-determination in (b) 12C radiation, as well as for refer-
ence dosimetry in ion beams according to DIN 6801-1 (c) and TRS-398 (d). Here, the difference
of both protocols concerning the determination of Dw,Q is emphasized. IC = ionization chamber,
WC = water calorimeter, Pe f f = effective measurement position of IC, Pre f = reference point of
IC, Pm = measurement position of WC, zre f = reference depth.
Water-to-air stopping-power ratio
60Co In TRS-398, (sw,air)Co = 1.133 is used, which was calculated by Andreo et al. [1986]
using the monoenergetic electron stopping-power data tabulated in ICRU [1984] with the
density effect correction due to Sternheimer et al. [1984]. The total uncertainty of 0.5 % is
separated into a contribution of 0.5 % associated with the uncertainties of the mean excitation
energies (I-values) and density effect corrections and a contribution of 0.1 % due to spectral
differences between 60Co-beams, which is neglected when assigning a stopping-power ratio
to a particular 60Co beam. DIN 6801-1, on the other hand, uses the restricted stopping-
power (s∆w,air)Co according to Spencer and Attix for both water and air taking into account
the spectral electron fluence at the measurement depth. This results in (s∆w,air)Co = 1.133
with a reduced uncertainty of 0.1 %.
Ion beams For an accurate theoretical determination of the water-to-air stopping-power
ratio for ion beams, (sw,air)Q should be obtained by averaging over the complete spectrum of
primary particles and fragments at the reference depth according to the following formula:
(sw,air)Q =
∑i
∫ ∞
0 ΦE,i · (Si(E)/ρ)w dE
∑i
∫ ∞
0 ΦE,i · (Si(E)/ρ)air dE
. (3.5)
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Here, (Si(E)/ρ)m is the mass stopping-power at energy E for particle i in medium m and ΦE
the particle fluence differential in energy.
Owing to the lack of spectral data at the time when TRS-398 was published, the stopping-
power ratios for ion beams are taken to be independent of the beam quality neglecting the
contribution of fragments. Thus, for all ion beams covered by TRS-398, a constant value
of (sw,air)Q = 1.130 is assumed with an estimated combined standard uncertainty of 2.0 %
adopted from Hartmann et al. [1999]. At that time, this value has shown to be the best
compromise of (sw,air)Q-values calculated using the computer codes developed by Salamon
[1980] for helium, carbon, neon and argon ions, by Hiraoka and Bichsel [1995] for carbon
ions, and by the ICRU report 49 [ICRU, 1993] for protons and helium, with all values lying
in the range from 1.12 to 1.14. In comparison, the determination of (sw,air)Q in DIN 6801-1
is based on the recent work of Lühr et al. [2011] who showed that the stopping-power ratio
for ion beams as a function of residual range (cf Sec. 2.2), Rres, can be assumed in good
agreement to be independent of the initial energy and atomic number of the primary ion
using the I-values stated in the ICRU report 73 [ICRU, 2005] and corresponding addendum.
The following equation approximates the results of Lühr et al. [2011] very well and is thus
used in DIN 6801-1 for the residual range-dependent determination of (sw,air)Q:
(sw,air)Q = 1.1203−3.998 ·10−5 cm−1 ·Rres + 3.942 ·10
−4 cm
Rres
for Rres ≥ 0.03cm . (3.6)
Exemplary, carbon ions with a residual range of 24.1 cm as used for the water calorimetric
measurements performed within this thesis (cf Ch. 6) amount to (sw,air)Q = 1.119. Compared
to the beam quality-independent (sw,air)Q-value of 1.130 used in TRS-398, the water-to-air
stopping-power ratio for carbon ions according to DIN 6801-1 is about 1 % lower. The
overall uncertainty of (sw,air)Q is thereby mainly influenced by the inconsistency of I-values
(cf [ICRU, 2005]) and estimated with 1.5 %.
W-factor
60Co In TRS-398, a value of Wair/e = 33.97J/C is assumed for dry air ([Niatel et al.,
1985], [BIPM, 1985], and [Boutillon and Perroche-Roux, 1987]) with e being the elementary
charge. The uncertainty is estimated with 0.2 % according to Niatel et al. [1985]. The same
value of Wair/e including the given uncertainty is adopted in DIN 6801-1.
Ion beams As discussed for the water-to-air stopping-power ratio for ion beams, also the
value for (Wair)Q should ideally be obtained by averaging over the complete particle spec-
trum with wi(E) being the differential value of W at energy E for particle i:(
w
e
)
Q
=
∑i
∫ ∞
0 ΦE,i · (Si(E)/ρ)air dE
∑i
∫ ∞
0
ΦE,i·(Si(E)/ρ)air
(wi(E)/e)air
dE
. (3.7)
However, at the time of TRS-398, only a few experimental investigations of (Wair)Q for high-
energy ion beams existed. Thus, a beam-quality dependent determination of
(w
e
)
Q under
consideration of the complete particle spectrum was not possible. Therefore, a constant value
of (Wair/e)Q = 34.50J/C±1.5%, which is the uncertainty-weighted median of (Wair/e)Q-
values for different ions existing at that time (cf Tab. 43 in [IAEA, 2000]), is adopted in
TRS-398 for all ion beams. As experimental data for (Wair)Q is still limited and only exists
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for a few ion types (e.g. [Rossomme et al., 2014], [Giesen and Beck, 2014], [Sakama et al.,
2009] and references therein), a beam-quality dependent determination of
(w
e
)
Q according
to the above formula is also not possible in the year 2016. Thus, in accordance to TRS-398,
a value of (Wair/e)Q = 34.50J/C ± 1.5% is assumed for dry air in DIN 6801-1 for all ions
and energies covered.
Pertubation factor
The chamber-specific pertubation factor consists of a product of four independent compo-
nents pi, which take the individual departures from the ideal Bragg-Gray detector conditions
into account:
p = pcav · pdis · pwall · pcel . (3.8)
The meaning of the components is described in detail in Sec. 1.6 of IAEA [2000], while only
the displacement correction factor, pdis, will be discussed here as it plays an important role
in understanding the difference between TRS-398 and DIN 6801-1. Briefly, pdis accounts
for the fact that a cylindrical chamber cavity with its center (reference point, Pre f ) positioned
at the reference depth, zre f , actually samples the electron fluence at a point which is closer to
the radiation source than zre f . This effect can either be accounted for by applying the corre-
sponding correction or by displacing the chamber by an amount ∆z, which compensates for
this effect. The later case is often referred to as the use of the effective point of measure-
ment, Pe f f . Depending on the beam quality, different regulations for the positioning of the
ionization chamber exist leading to a different handling of the displacement effect in order
to allow for an accurate determination of Dw.
60Co As explained in the beginning of this chapter, the reference point Pre f of an ioniza-
tion chamber is positioned at zre f during calibration in 60Co radiation. With respect to this
radiation quality, Pe f f is located ∆zCo = 0.5 · rcyl closer to the impinging beam, with rcyl
being the inner radius of the chamber (Fig. 3.1 a). Hence, the value for ND,w determined
under calibration conditions needs to be corrected for the displacement effect in order to be
applicable to measurements where Pe f f is located at zre f . While in TRS-398 the displace-
ment correction for 60Co is considered in pCo according to Eq. 3.8, DIN 6801-1 separately
addresses this effect by introducing a further correction factor kr, which can be derived from
the requirement that the dose determined at zre f needs to be independent of the displacement
correction method chosen:
M(zre f ) ·ND,w != M(zre f +∆zCo) ·ND,w · kr
with M(zre f +∆zCo)≈M(zre f ) · (1+δCo ·∆zCo) = M(zre f ) · (1+δCo ·0.5 · rcyl)
⇒ kr = 1
(1+δCo ·0.5 · rcyl) .
(3.9)
Here, δCo is the relative depth dose gradient of 60Co radiation at zre f given by −0.006mm−1
and M(zre f +∆zCo) is approximated by the first two terms of a Taylor expansion. Thus, care
has to be taken when comparing the pertubation factors given in TRS-398 and DIN 6801-1
and with that the corresponding kQ-factors. In order to convert the values for pT RSCo into p
DIN
Co ,
the following relation needs to be used:
pDINCo = p
T RS
Co · kr . (3.10)
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DIN 6801-1 draft TRS-398
Dw(z) ND,w ·M(z+0.75rcyl) · kr · kDINQ ND,w ·M(z+0.75rcyl) · kT RSQ
kQ
(sw,air)Q
(s∆w,air)Co
· (Wair)Q(Wair)Co ·
pQ
pCo
(sw,air)Q
(sw,air)Co
· (Wair)Q(Wair)Co ·
pQ
pCo
(sw,air)Q Eq. 3.6 (±1.5%) 1.130(±2.0%)
(sw,air)Co 1.133(±0.1%) 1.133(±0.5%)(
Wair
e
)
Q
34.50 JC (±1.5%) 34.50 JC (±1.5%)(
Wair
e
)
Co
33.97 JC (±0.2%) 33.97 JC (±0.2%)
pQ 1.0 (±0.1%) 1.0(±1.0%)
pCo pDINCo = p
T RS
Co · kr (±0.6%) Tab. 37 in TRS-398(±0.6%)
∆kQ
kQ
2.2% 2.8%
Table 3.1: Comparison of TRS-398 and DIN 6801-1 (draft) concerning the procedure of refer-
ence dosimetry for ion beams (2 ≥ Z ≤ 18 for TRS-398 and 2 ≥ Z ≤ 10 for DIN 6801-1) with
calibrated air-filled thimble ionization chambers. The values and relative measurement uncer-
tainties given are taken from IAEA [2000] and DIN [2016].
The chamber-specific pCo-values given in Tab. 37 of TRS-398 have an overall standard mea-
surement uncertainty of 0.6 %, which is dominated by the uncertainties of pwall (0.5 %) and
pdis (0.3 %). These values are adopted in DIN 6801-1 according to Eq. 3.10 supplemented
with values for additional chambers taken from Muir and Rogers [2010] assuming an overall
standard measurement uncertainty of 0.6 %.
Ion beams With respect to ion beams, both dosimetry protocols recommend the use of
Pe f f in order to account for the displacement effect. Therefore, Pre f has to be positioned
0.75 · rcyl deeper than zre f . By doing so, Pe f f of the chamber is positioned at zre f and thus
the measured value directly refers to the reference depth without the need for an additional
correction (Fig. 3.1 c, d). Due to the non-availability of information concerning the other
components of the overall pertubation correction factor, pQ is assumed to be identical to
unity in TRS-398 with an estimated uncertainty of 1.0 % according to the work of Hartmann
et al. [1999]. As experimental data on pertubation factors is still very limited at the time
of DIN 6801-1, the German dosimetry protocol also recommends pQ = 1.0 with a reduced
standard measurement uncertainty of 0.1 % assuming a negligible departure from the ideal
Bragg-Gray detector conditions due to the comparably low energies of secondary electrons
occurring in ion beam radiation.
Conclusion
As summarized in Tab. 3.1, the overall uncertainty associated with the calculated kQ-factor
of ion beams accounts to 2.8 % in the case of TRS-398 and 2.2 % in the case of DIN 6801-1,
respectively. The lower uncertainty of the kQ-factor stated in DIN 6801-1 is mainly caused
by the availability of more accurate water-to-air stopping-power ratios for ion beams as well
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as the reduced uncertainty in the determination of sw,air with respect to 60Co radiation by
using the restricted stopping-power values according to Spencer and Attix, although this
new calculation does not change the value itself. Further, a significantly reduced uncertainty
for pQ is assumed in DIN 6801-1. In both protocols, the uncertainty of the kQ-factor for
ion beams is dominated by those of the stopping-power ratio and W-value for the user beam
quality Q. As emphasized in Tab. 3.1, it is important to note that kDINQ and k
T RS
Q are only valid
in combination with the corresponding equation for the determination of Dw,Q given in DIN
6801-1 and TRS-398, respectively, as pQpCo is handled differently in both protocols resulting
in a systematic difference of kDINQ and k
T RS
Q .
3.2 Experimental kQ-values
According to Eq. 3.3, the kQ-factor for ion beams can be experimentally determined by a
direct calibration of an ionization chamber in terms of absorbed dose to water in the user
beam quality Q by means of a primary standard for the determination of Dw,Q. Both TRS-
398 and DIN 6801-1 recommend the use of experimentally determined kQ-factors instead
of the calculated kQ-factors given in the protocols, if the corresponding uncertainty is suf-
ficiently low. However, as a primary standard for the determination of Dw,Q does not exist
yet, experimental kQ-factors for ion beams are not available in the dosimetry protocols up
to now. In terms of clinically used proton beams, recent work using water calorimetry for
the experimental determination of kQ has been for example carried out by Medin [2010] and
Sarfehnia et al. [2010]. With respect to carbon ion beams, however, only a very limited num-
ber of work has been performed so far with the most recent work by Rossomme et al. [2014]
and Sakama et al. [2009], which both used graphite calorimetry for the absolute determina-
tion of Dw,Q, rather concentrating on the experimental determination of the (Wair)Q-factor.
Thus, one major aim of this thesis is the implementation of water calorimetry for the ab-
solute determination of Dw,Q in the clinical carbon ion beam at HIT in order to determine
ND,w,Q analogue to the calibration procedure described in the beginning of this chapter for
60Co radiation at PTB. Following this established procedure, ND,w,Q is given by
ND,w,Q =
Dw,Q(zre f )
MQ(zre f )
, (3.11)
with the corresponding ionometric and calorimetric measurements performed at zre f in water
as schematically shown in Fig. 3.1 b. Thus, the kQ-factor can be determined as the ratio of
ND,w,Q and the well-known calibration factor ND,w in terms of 60Co reference radiation.
However, it is important to note that this experimentally determined kQ-factor, which will be
referred to as kcalQ in the following, is not directly comparable with the kQ-factors stated in
TRS-398 and DIN 6801-1. As discussed before, both protocols recommend the use of Pe f f
by positioning the reference point of the chamber, Pre f , 0.75 · rcyl deeper than zre f . Thus,
in order to use kcalQ for the reference dosimetry of ion beams according to DIN 6801-1 and
TRS-398, kcalQ has to be transformed into k
DIN
Q and k
T RS
Q , respectively. As discussed before
for the derivation of kr (Eq. 3.9), Dw,Q determined at zre f needs to be independent of the
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protocol and with that positioning restriction used:
M(zre f ) · kcalQ != M(zre f +∆z12C) · kDINQ · kr
with M(zre f +∆z12C)≈M(zre f ) · (1+δ12C ·0.75 · rcyl)
⇒ kDINQ =
kcalQ
kr · (1+δ12C ·0.75 · rcyl)
.
(3.12)
Here, ∆z12C is the shift needed in order to account for the displacement effect in 12C radiation
and δ12C the relative depth dose gradient at zre f in the carbon ion field used for calibration.
Analogue, kT RSQ and k
cal
Q relate as follows:
M(zre f ) · kcalQ != M(zre f +∆z12C) · kT RSQ ⇒ kT RSQ =
kcalQ
1+δ12C ·0.75 · rcyl
. (3.13)
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Chapter 4
Materials and Methods
4.1 Water calorimeter
Water calorimetry is used in several standard laboratories worldwide as a primary standard
for absorbed dose determination in 60Co γ-radiation as well as for high-energy x-rays [Se-
untjens and Duane [2009] and references therein], since it allows to measure Dw in the most
fundamental way with low standard measurement uncertainty without the need for energy-
dependent corrections. The water calorimetric measurement of absorbed dose to water is
based on the measurement of the radiation-induced temperature rise, ∆T , which amounts
only to about 0.24 mK per deposited Gray. In the following section, the detector design and
principle of operation allowing to accurately measure such small temperature increases will
be explained. Afterwards, in Sec. 4.1.2, the determination of absorbed dose to water from
the measured radiation-induced temperature rise will be discussed in general emphasizing
influence quantities and their corrections, while distinctiveness as well as challenges due to
the irradiation with carbon ion beams will be discussed in detail in Chapter 6. Please note
that some of the correction factors described in Sec. 4.1.2 are not necessary for the calorimet-
ric determination of Dw, but to ensure comparable calorimetric and ionometric measurement
conditions for an accurate subsequent determination of kQ. As explained in Sec. 3.2, both
calorimetric and ionometric measurements for the determination of kQ are performed at the
same reference depth zre f . However, as the ionometric measurements are performed at room
temperature while the calorimetric measurements take place at 4 °C, the absolute measure-
ment depth slightly differs, which is accounted for by kd (Sec. 4.1.2.5). Further, as will
be described in the following section, the lateral position of the calorimetric measurements
slightly deviates from the central axis where the ionometric measurements take place, as the
thermistor probes in the calorimetric detector have a small lateral off-set due to the specific
detector design used. Thus, in order to ensure comparable lateral measurement positions, this
effect is corrected for by kl (Sec. 4.1.2.4). If not otherwise stated, the following descriptions
are based on [Krauss, 2006b], [Krauss, 2006a] and [Krauss et al., 2012].
4.1.1 Detector design and principle of operation
For the measurements performed within this thesis, the transportable water calorimeter de-
veloped by PTB has been used, which is shown in Fig. 4.1. As the water calorimeter is
operated at a water temperature of 4 °C to control heat convection (cf Sec. 4.1.2.2) and the
radiation-induced temperature increase to be measured is very small (0.24 mK per Gy), the
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cubic water phantom of 30 cm edge length has to be thermally insulated against the room
temperature. This is realized by actively cooled aluminum plates which are sandwiched be-
tween two 5 cm thick layers of styrofoam. Except for the radiation entrance window, where
the thickness of the styrofoam layer shielding the water phantom from room temperature is
increased to 20 cm, the whole water phantom is surrounded by this structure. All six alu-
minum plates contain a meander-like structure of cooling channels, which are connected to
an external cooling unit capable of stabilizing the temperature of the cooling plates to better
than ±0.01°C. In addition, the cooling liquid is by-passed to a stainless steel tube inside
the water phantom to accelerate the cooling procedure from room temperature to 4 °C. Still,
it takes about 7 h to cool down the permanently mixed water slightly below 4 °C and an-
other 12 h without active cooling of the steel tube inside the water phantom to reach thermal
equilibrium and to decrease the remaining temperature drifts by additionally turning off the
mechanical stirrer enabling conditions suitable for calorimetric measurements.
The measurement of the radiation-induced temperature increase takes place in a thin-walled
plane-parallel glass cylinder, which is fixed in a support structure of PMMA as shown in
Fig. 4.2 b. The glass cylinder is mounted inside the water phantom of the calorimeter with
the cylinder axis oriented parallel to the beam direction (Fig. 4.2 a). The cylinder is filled
with high-purity water (total organic component less than 4 ppb) saturated with hydrogen
in order to control the heat defect (cf Sec. 4.1.2.2), while the surrounding water in the water
phantom is simple distilled water. ∆T is separately measured inside the glass cylinder by two
styrofoam
glass 
(0.7mm)
202.5 mm
29.25
 mm
beam 
PMMA (3 mm)
= measurement position centrally 
   arranged in the glass cylinder
optional external 
monitor chamber
(25 mm)
air 
(70 mm)
40.1
 mm
air 
(7 mm)
a)
b)
water
Fig. 4.1: a) A picture of the transportable PTB water calorimeter having an almost cubic shape of
60 cm edge length is shown with the associated cooling unit on the left side. The water phantom
inside the housing is made of 1 cm thick poly(methyl methacrylate) (PMMA) walls, which are
reduced to 3 mm thickness at the radiation entrance window (about 12× 12 cm2 of size) shown
in the middle of the calorimeter housing (reprinted from [Krauss, 2006a]). The materials of the
calorimeter passed by the radiation are schematically illustrated in b). The distances given refer
to a nominal measuring depth of the thermistor probes of 50 mm with respect to the inner surface
of the PMMA entrance window. The external air-filled large-area ionization chamber has been
mounted in front of the water calorimeter to additionally monitor the beam stability during the
irradiations. Please note that the schematic drawing is not true to scale in the sake of better
illustration of thin materials.
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a) b) c)
bea
m
stirrer
glass
cylinder thermistor probes
Fig. 4.2: a) Top view inside the water calorimeter showing the position of the glass cylinder,
which is placed inside the water phantom such that the radiation beam passes the cylinder paral-
lel to its axis. Further, the magnetically coupled stirrer is depicted, which is used to accelerate
the achievement of thermal equilibrium inside the water phantom. The glass cylinder (outside
∅: 95 mm, outside length: 41.5 mm, thickness of front/rear wall: 0.7 mm) in the PMMA support
structure is shown upside down in b), with the two thermistor probes centrally arranged opposite
of each other. One of the two thermistor probes is enlarged depicted in c) showing the thermis-
tor (∅ 0.25 mm) fused in the tip of the glass pipette (∅ 0.5 mm) having a total length of about
110 mm. Figure b) and c) reprinted from [Krauss, 2006b].
thermistors, which consist of semiconductor material and therefore exhibit a temperature-
dependent resistance change according to the following equation:
Rth = Rth,0 · eB
(
1
T− 1T0
)
. (4.1)
Here, Rth is the thermistor resistance as a function of temperature, T , Rth,0 the resistance at
temperature T0, and B a material parameter of the thermistor. The thermistor sensitivity, S,
which is the relative resistance change with temperature, is thus given by
S =
1
Rth
∂Rth
∂T
=− B
T 2
. (4.2)
Via a careful calibration procedure performed at PTB, the thermistor-specific sensitivity can
be experimentally obtained with a relative standard uncertainty of 0.07 % [Krauss, 2006b].
This allows for an accurate determination of the radiation-induced temperature rise, ∆T ,
according to
∆T =
1
S
· ∆Rth
Rth
. (4.3)
by measuring ∆RthRth during a water calorimetric measurement. It is further known from cali-
bration that the electrical power, P, of the thermistors causes their temperature levels to be
raised by a factor of about dT/dP = 1.2 mK/µW with respect to the surrounding water tem-
perature. As the radiation-induced decrease in the thermistor resistance causes a decrease of
the thermistor´s electrical power, the temperature level of the thermistor decreases during the
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Fig. 4.3: Voltage divider circuit for the
determination of Rth operated with a
1.5 V battery.
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course of an calorimetric measurement which needs to be taken into account in order to ac-
curately determine ∆T (cf Sec. 4.1.2.6). The thermistors are fused in the conically shaped tip
of a glass pipette as shown in Fig. 4.2 c. The glass pipettes themselves are centrally arranged
inside the glass cylinder perpendicular to the cylinder axis, with the two thermistors facing
each other having a distance of about 7 mm (Fig. 4.2 b). The glass cylinder is positioned
inside the water phantom such that the measurement depth of the thermistors with respect to
the beam entrance window of the water phantom is nominally set to 50 mm as schematically
shown in Fig. 4.1 b.
The resistance of each thermistor is independently measured within a separate voltage di-
vider circuit as illustrated in Fig. 4.3. The thermistor, having a resistance of about 10 kΩ,
forms one part of the voltage divider and a calibrated precision pre-resistor of about 20 kΩ
the second part. By measuring the voltage drop across each part of the voltage divider with
two high-stability digital multimeters (Agilent 3588A) in time intervals of 0.1 s, Rth can be
determined according to the formula given in the figure. The time-dependent evolution of
Rth is then recorded with 1 Hz as average over 10 sampled values each. In addition, the
water temperature, T , within the calorimeter is determined with an calibrated PT-100 sensor
throughout the calorimetric measurements, as T is needed for the determination of S.
The measurement procedure as well as the analysis of the recorded thermistor signals will be
described in Sec. 6.4 with respect to the specific water calorimetric measurements performed
within this thesis.
4.1.2 Determination of absorbed dose to water and its influence quan-
tities
By measuring the radiation-induced temperature rise, ∆T , according to Eq. 4.3, the absorbed
dose to water at the position of the measuring thermistor is given by
Dw = ∆T · cp · kh · kc · kp · kl · kd · ke . (4.4)
Here, cp is the specific heat capacity of water and the k-factors denote several correction
factors, which will be discussed in detail in the following. For water at 4 °C, a cp-value of
4206.8 J kg−1 K−1 [Kohlrausch, 1996] is used with a relative standard measurement uncer-
tainty of 0.03 % [Krauss, 2006b].
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4.1.2.1 Heat defect kh
Radiation-induced exothermic or endothermic chemical reactions can directly influence the
energy balance in water and with that the measured quantity ∆T . In the case of an exothermic
reaction for example, the energy appearing as heat, Eh, will be larger than the absorbed
radiation energy, Ea, causing an overestimation of Dw if not corrected. This effect is called
heat defect and corrected for by applying the following corresponding correction factor:
kh =
Ea
Eh
. (4.5)
Thus, kh is greater 1.0 in the case of an endothermic reaction (Ea > Eh) and smaller 1.0 in
the case of an exothermic reaction (Ea < Eh).
Extensive experimental and theoretical investigations have been performed in the past lead-
ing to a proper understanding of the heat defect as well as its precise prediction for differ-
ent systems based on model calculations for the radiolysis (e.g. [Klassen and Ross, 1997],
[Klassen and Ross, 2002] and references therein). In the case of hydrogen-saturated water
as used within this thesis, it has been shown for 60Co γ-radiation that the assumption of a
zero heat defect after a small pre-irradiation dose is reasonable within a relative standard
uncertainty of 0.14 % [Krauss, 2006b]. The transfer to high-LET radiation such as clinical
carbon ion beams will be elaborated in Sec. 6.4.1.1.
4.1.2.2 Heat conduction effects kc
In order to ensure a correct measurement of ∆T , heat transport taking place during and after
a calorimetric measurement needs to be adequately corrected for. In principle, heat can be
transported by three different mechanisms, namely convection, radiation, and conduction.
Heat transport via radiation can be neglected, as water calorimetry is performed at 4 °C and
typical radiation-induced temperature rises during a measurement are only in the order of a
few mK (0.24 mK per Gy). Further, as water has its maximal density at 4 °C, the variation
of density due to the radiation-induced temperature increase is sufficiently small avoiding
convection effects. However, heat conduction effects arising during and after the irradia-
tion of the water calorimeter cannot be neglected, although they are already reduced to a
minimum by an elaborate construction of the calorimeter. These effects are due to the (I)
irradiation of the non-water materials of the calorimetric detector (glass cylinder and ther-
mistor probes) having lower specific heat capacities and mass-energy-absorption coefficients
compared to water, which thus results in higher temperature increases during irradiation, as
well as (II) temperature gradients in water, which are caused by the dose distribution (later-
ally and in depth) itself. Briefly, heat conduction corrections, kc, are based on the results of
finite-element heat conduction calculations precisely reproducing the real calorimetric mea-
surement conditions and are defined as the ratio of a calorimetric result without and with
influence of the heat conduction effects. The radiation-dependent heat generation rates nec-
essary for the finite-element models are typically derived from measured lateral and depth
dose distributions, which are then adequately fitted to generate mathematical expressions ap-
plicable within the finite-element calculation. Heat conduction effects due to the irradiation
of the non-water materials of the detector have been extensively studied in [Krauss, 2002]
and [Krauss and Roos, 1999], while additional heat conduction effects due to different lat-
eral field sizes and depth dose distributions have been studied in [Krauss, 2006a]. A detailed
comparison of experimental and simulated data performed by Krauss [2006b] has proven
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that the heat conduction effects in the PTB water calorimeter can be adequately predicted
by model calculations for time periods of more than 45 min, which is the time needed for a
typical series of successive irradiations.
4.1.2.3 Radiation field pertubation correction kp
Due to the presence of the calorimetric detector consisting of the glass cylinder and the
thermistor probes (Fig. 4.2 b), the radiation field is perturbed at the measurement position.
The corresponding correction factor can experimentally be determined by using a ’dummy’
detector having the same dimensions as the glass cylinder of the calorimetric detector but
with a small opening in the cylinder wall to place a thimble ionization chamber inside. kp
can then be determined as the ratio of the ionization chamber reading without and with the
glass cylinder present. As no difference in the ionization chamber reading has been found
in 60Co γ-radiation when addionally using short glass pipettes placed inside the dummy
detector simulating the thermistor probes [Krauss, 2006b], no glass pipettes have been used
within this thesis for the determination of kp.
4.1.2.4 Correction for lateral measurement position kl
This factor considers the non-uniformity of the lateral dose distribution which creates a dif-
ference between the dose deposited at the central axis of the radiation field where the iono-
metric measurements take place and the dose at the position of the thermistor probes. In
order to achieve comparable measurements conditions between the ionometric and calori-
metric dose determination necessary for the subsequent determination of kQ, the value of Dw
measured off-axis with each thermistor is individually corrected to the dose deposited at the
central axis. Therefore, the relative lateral dose distribution needs to be measured with high
accuracy and spatial resolution.
4.1.2.5 Correction for measurement position in depth kd
As the measurements with the water calorimeter are carried out at a water temperature of
4 °C while the ionometric measurements are performed for practical reasons at room tem-
perature, the same geometrical depth in water of nominally 50 mm used for both calorimet-
ric and ionometric measurements corresponds to slightly different water depth due to the
temperature-dependent density of water. In order to achieve comparability with the iono-
metric measurements and thus allow for an accurate subsequent determination of kQ, kd is
applied to the calorimetrically determined Dw considering the relative depth dose gradient in
water at the point of measurement as well as the difference in water density.
4.1.2.6 Correction for a change in the thermistor´s electrical power ke
As described in Sec. 4.1.1, the electrical power of the thermistors causes their temperature
levels to be above the surrounding water temperature. ke is a minor correction factor which
considers the influence of the change of the thermistor’s electrical power during irradiation
on the determination of the radiation-induced temperature rise ∆T .
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Fig. 4.4: In a) the basic principle of an ionization chamber is illustrated, while b) shows the
picture of a typical thimble ionization chamber (here: TM30013 by PTW (Freiburg, Germany),
reprinted and modified from [PTW, 2013a])
4.2 Ionization chamber
The main ionization chambers used within this thesis are the air-filled Farmer-type ioniza-
tion chambers TM30013 by PTW (Freiburg, Germany) and FC65-G by IBA (Schwarzen-
bruck, Germany). The detector design as well as a brief description of the general detection
principle of an ionization chamber will be given in Sec. 4.2.1. Afterwards, the ionometric
determination of absorbed dose to water and its uncertainties will be discussed limiting the
variety of correction factors to the ones used within this thesis.
4.2.1 Detector design and principle of operation
The basic principle of an ionization chamber is schematically illustrated in Fig. 4.4 a using
the example of an parallel-plate ionization chamber. Similar to a parallel-plate capacitor, an
electric field is applied to the detection volume of the ionization chamber. If an ion passes the
volume, ionization events take place generating positive and negative charge carriers. Due
to the applied electric field, the charge carriers are separated and move to the anode/cathode,
respectively. Thus, ionomoetric measurements are based on the measurement of radiation-
induced free charge carriers. If the W -factor for the measuring medium as well as its mass
are known, absorbed dose to water can in principle be determined in absolute terms using an
ionization chamber. However, in clinical practice it is more convenient to apply the ND,w-
based formalism as described in Chapter 3 by calibrating ionization chambers in terms of
absorbed dose to water against a primary standard.
The TM30013 and FC65-G ionization chambers used within this thesis are air-filled thimble
ionization chambers with a picture of the TM30013 exemplary shown in Fig. 4.4 b. The main
components and dimensions of the chambers are summarized in Tab. 4.1 with the 60Co cali-
bration factors and corresponding corrections given in Tab. 4.2. For the read-out of the ion-
ization chambers, two different electrometers have been used: the medical product UNIDOS
by PTW (Freiburg, Germany) and a high-precision electrometer system developed by PTB.
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Quantity FC65-G, IBA TM30013, PTW
Active medium air air
Active volume 0.65 cm3 0.60 cm3
(l: 23 mm, ∅: 6.2 mm) (l: 23 mm, ∅: 6.1 mm)
Thickness of outer electrode 0.45 mm graphite 0.335 mm PMMA,
0.09 mm graphite
Inner electrode ∅: 1.0 mm, Al ∅: 1.1 mm, Al
Reference point as distance
from chamber thimble
13 mm 13 mm
Table 4.1: Overview of the most important characteristics of the thimble ionization chambers
used within this thesis taken from the detector manuals [IBA, 2013] and [PTW, 2013a].
4.2.2 Determination of absorbed dose to water and its influence quan-
tities
As described in Chapter 3, the measurement conditions for the determination of absorbed
dose to water in clinical dosimetry usually differ from the reference conditions used in the
standards laboratory for calibration. Thus, in addition to the beam quality correction factor,
kQ, a product of appropriate correction factors ki has to be applied to the uncorrected read-
ing of the ionization chamber, M∗Q, in order to account for the effect of deviating influence
quantities. Thus, absorbed dose to water measured in a beam of quality Q is given by
Dw,Q = M∗Q ·ND,w · kQ ·∏
i
ki . (4.6)
In the following, the correction factors used for the ionometric measurements performed
within this thesis will be described according to the recommendations given in the dosimetry
protocols TRS-398 [IAEA, 2000] and DIN [2016].
4.2.2.1 Temperature and pressure correction kρ
Since the used ionization chambers are open to the ambient air, atmospheric variations effect
the mass of air in the chamber cavity. Thus, the following correction factor, kρ , has to be
applied in order to correct for the different air temperature T and pressure p in the cavity of
the ionization chamber with respect to the reference conditions T0 and p0:
kρ =
p0 ·T
p ·T0 . (4.7)
If the calibration factor of an ionization chamber refers to a relative humidity of 50 %, no fur-
ther correction has to be applied for measurements performed at a relative humidity between
20 % and 80 %.
4.2.2.2 Polarization effect kpol
The polarization effect describes the change in the dosimeter reading when changing the
polarity of the chamber voltage. The effect can be explained by a difference in the number
of charge carriers, which enter/exit (depending on the polarity) the measuring electrode from
26
CHAPTER 4. MATERIALS AND METHODS
Chamber ND,w kpol,Co ks,Co
FC65-G S/N 2978 4.8086e7 Gy/C± 0.25 % 1.001 1.001
TM30013 S/N 7659 5.3773e7 Gy/C± 0.25 % 0.999 1.001
TM30013 S/N 1714 5.383e7 Gy/C± 0.55 % < 0.2 % 1.000
Table 4.2: ND,w calibration factors and corresponding corrections for saturation and polarity for
60Co radiation. The FC65-G S/N 2978 and TM30013 S/N 7659 have been calibrated at PTB
under following reference conditions: Q0: 60Co, T0: 20 °C, p0: 1013.25 hPa, rel. humidity:
50 %, potential of chamber thimble: 0 V for FC65-G and +250 V for TM30013, potential of
central electrode: +250 V for FC65-G and 0 V for TM30013. While kpol,Co has been determined
experimentally at PTB, ks,Co is taken from [Derikum, 2003]. Both correction factors have not
been applied during calibration with the given standard uncertainties for the calibration factors
already considering possible uncertainty contributions of the saturation and polarity effect. The
TM30013 S/N 1714 has been calibrated at PTW under equal reference conditions as stated for
the calibration performed at PTB, with the only exception that a potential of +400 V has been
applied. Here, ND,w is corrected for the saturation effect but not for the polarity effect.
the surrounding material. The true reading of the dosimeter is taken to be the mean of the
absolute values measured at both polarities. Since a single polarizing potential and polarity
is commonly used in clinical dosimetry, this effect is accounted for by applying the so called
polarization correction factor kpol . As the polarity effect depends besides the polarizing
potential, polarity, and design of the ionization chamber also on the beam quality, kpol has
to be determined individually for each ionization chamber in the user beam quality Q and
accounted for by
kpol =
|M1|+ |M2|
2 · |M1| . (4.8)
Here, M1 is the dosimeter reading at the commonly used polarity and M2 the corresponding
value at opposite polarity.
If the ND,w calibration factor for 60Co radiation is influenced by the polarity effect under
reference conditions, a modified kpol has to be applied:
kpol =
kpol,Q
kpol,Co
. (4.9)
4.2.2.3 Saturation effect ks
The recombination of ions taking place within the cavity of an ionization chamber leads to
an incomplete collection of charge during an ionometric measurement and can thus result in
an incorrect determination of dose if uncorrected. In general, two types of recombination
processes are differentiated: (I) general (or volume) recombination due to the recombination
of ions formed by separate ionizing particle tracks and (II) initial recombination, which is
caused by the recombination of ions formed by a single ionizing particle track. While initial
recombination is independent of dose rate, general recombination shows a strong dependency
as it relies on the density of ionizing particle tracks. Depending on the type of irradiation
and the beam delivery technique (pulsed beam/pulsed-scanned beam/continuous beam), the
contribution of initial and general recombination to the total recombination effect varies,
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which results in different dependencies on the applied voltage and thus the requirement of
different methods for the determination of ks [IAEA, 2000]. In order to be independent of
the different recombination processes taking place in synchrotron-based carbon ion radiation,
the formalism described in DIN [2016] will be used within this thesis for the determination
of ks. Therefore, the voltage, U , applied to the ionization chamber has to be varied within
the maximal limits as given by the manufacturer with the dosimeter reading (for the same
applied dose) determined as a function of U . In order to generate a so-called Jaffé-diagram,
the reciprocal mean of the values determined at positive and negative voltage are plotted
with respect to 1/U . At least four data points are necessary in order to apply the following
linear-quadratic fit function and accurately determine the corresponding fit parameters a0,
a1, and a2:
Y = a0 +a1 · 1U +a2 ·
(
1
U2
)2
. (4.10)
ks is then given as the ratio of Y (UG), with UG being the user voltage, and Y at the position
1/U = 0:
ks,Q =
a0 +a1 · 1UG +a2 ·
(
1
U2G
)2
a0
= 1+
a1
a0
·
(
1
UG
)
+
a2
a0
·
(
1
UG
)2
. (4.11)
If the ND,w calibration factor for 60Co radiation is influenced by the saturation effect under
reference conditions, a modified ks has to be applied:
ks =
ks,Q
ks,Co
. (4.12)
4.2.2.4 Volume effect kV
As ionization chambers have a finite volume, the measured value is always an averaged value
over the sensitive volume of the ionization chamber. Thus, especially in regions with high
dose gradients, an exact measurement of absorbed dose to water would require an ideal,
point-like detector. In conventional radiation therapy, this so-called volume effect has drawn
more and more attention in the last years as modern beam delivery techniques like intensity
modulated radiation therapy (IMRT) and stereotactic radiosurgery use small irradiation fields
exhibiting steep dose gradients in order to achieve an optimal dose conformity to the target
volume. Thus, special codes of practice for the dosimetry of such small and non-standard
fields have been developed ([Alfonso et al., 2008], [DIN, 2014]) handling the finite size of
’real’ detectors by introducing an additional volume effect correction factor kV [Looe et al.,
2014]. As the signal of an ionization chamber is proportional to the integral of the dose
values for all points of the detection region weighted with the spatial dose response function,
K(x), of the individual chamber, extensive work is recently carried out to measure K(x)
for commonly used ionization chambers with respect to photon beams (e.g. [Ketelhut and
Kapsch, 2015], [Butler et al., 2015] and references therein).
However, this concept has not yet been transferred from the dosimetry of photon beams to
the dosimetry of ion beams, although especially irradiation fields delivered by scanned ion
beams show intrinsic inhomogeneities with partly significant dose gradients. As spatial dose
response functions of ionization chambers with respect to carbon ion beams do not exist yet,
simplified assumptions have been made within this thesis in order to account for the volume
28
CHAPTER 4. MATERIALS AND METHODS
a) c)b)
5 µm
 
-
delta e
12
C 
Fig. 4.5: a) FNTDs with dimensions (4× 6× 0.5)mm3 compared in size to a one cent coin.
b) FNTD mounted on the microscope stage in a glass bottom microwell dish for detector read-
out using DKFZ´s Zeiss LSM 710 ConfoCor 3. c) Exemplary image of an FNTD irradiated
perpendicular with 221 MeV/u carbon ions. Besides the tracks of two primary particles, the
trajectory of a generated delta electron is clearly visible. All images are reprinted from Osinga
[2012].
effect and refer the measured integral signal of the ionization chamber to a reference point
of the irradiated field, which will be explained in detail in Sec. 6.5.1.3.
4.3 Al2O3:C,Mg-based fluorescent nuclear track detector
4.3.1 Detector design and principle of operation
Al2O3:C,Mg-based fluorescent nuclear track detectors (FNTDs) (Fig. 4.5 a) developed by the
Crystal Growth Division of Landauer Inc., Stillwater/OK contain aggregate F2+2 (2Mg) color
centers exhibiting radiochromatic transformations under ionizing radiation. These trans-
formed F+2(2Mg) centers produce high yield intra-center fluorescence at 750± 50 nm when
stimulated at 620± 50 nm with a short lifetime of 75± 5 ns. As the transformed color cen-
ters are optically, thermally, and temporally stable, non-destructive optical imaging of en-
ergy deposition and hence charged particle tracks is enabled [Akselrod et al., 2003]. Thus,
by means of a confocal laser scanning microscope (Fig. 4.5 b), FNTDs allow the detection
and visualization of individual charged particle tracks (Fig. 4.5 c) through the volume of the
detector with sub-µm resolution and full three dimensional information. More detailed in-
formation on FNTD technology and its various applications can be found in Akselrod and
Sykora [2011] as well as references therein.
4.3.2 Detector readout
Within this thesis, the inverted confocal laser scanning microscope LSM 710 ConfoCor 3
(Zeiss, Oberkochen) equipped with a z-piezo stage was used for detector readout, which
has been provided by the light microscopy facility at DKFZ. A detailed description of the
microscope and the sample handling can be found in Osinga [2012] and Greilich et al.
[2013], while the individual microscope control parameters used for image acquisition with
respect to single particle detection are described in Osinga et al. [2013]. Briefly, a Helium-
Neon laser (633 nm, 5 mW) has been used for excitation with a main dichroic beam split-
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ter 488/561/633 nm applied to separate the fluorescence signal (750 nm) from the excita-
tion light. Additionally, a long-pass emission filter (> 655 nm) was used for detection. As
avalanche photodiodes (APDs) surpass photomultiplier tubes (PMTs) regarding their quan-
tum efficiency especially in the long wavelength range around 750 nm being typical for
FNTD fluorescence, an APD has been used in single photon counting mode to detect the
FNTD signal. In order to gain the best resolution, a 63× magnification objective lens with a
numerical aperture of 1.45 combined with low-autofluorescent Zeiss ImmersionTM 518F im-
mersion medium was used allowing for a lateral (axial) resolution of about 200 nm (800 nm).
In case of FNTDs irradiated perpendicular to their surface as used for fluence determina-
tion, the stochastic nature of energy deposition (cf Sec. 2.3) causes variations in the parti-
cle track fluorescence intensity in depth (referred to as z-direction) being most pronounced
for low-LET particles. In order to reduce the impact of this ’reduced intensity effect’ on
the FNTD´s particle detection efficiency, a series of images from the specimen at different
depth z (referred to as ’z-stack’) are acquired to generate a median intensity projection. As
demonstrated in Osinga et al. [2013], this procedure has found to sufficiently mitigate ad-
verse effects of reduced particle track intensities being beneficial in terms of single particle
detection.
4.3.3 Fluence assessment
In order to determine the particle fluence Φ (cf Sec. 2.5), the acquired FNTD images were
further processed using the open source Java program ImageJ [Rasband], [Abràmoff et al.,
2004]. The ’Mosaic’ background subtractor [Cardinale, 2010] and particle tracker [Sbalzarini
and Koumoutsakos, 2005] plug-ins have been used in order to subtract the background of the
FNTD microscope images and to automatically find the particle track positions needed for
fluence assessment. Further data processing was done in R (version 2.14.2) [R Development
Core Team, 2015]. Detailed information on the individual settings used for image post-
processing and particle tracking can be found in Osinga [2012] and Osinga et al. [2013].
With respect to a primary heavy ion beam (e.g. 12C), the definition ofΦ as spatial differential
quantity, Φ= dNdA⊥ , reduces to
Φ=
N
A⊥
, (4.13)
as scattering effects can be neglected in this specific case (cf Sec. 2.6). However, for ions
traversing the FNTD under a polar angle ϑ 6= 0° due to e.g. non-perpendicular irradiation
or misalignment of the FNTD under the microscope, the analyzed area A does not coincide
with the planar area A⊥. Thus, for an accurate determination of the particle fluence, this
effect needs to be accounted for by multiplying A with a correction factor, kA, according to
A⊥ = A · kA = cosϑ ·A , (4.14)
with ϑ derived from the three dimensional information on the particle trajectory obtained
within the FNTD by means of confocal laser scanning microscopy [Osinga et al., 2014b].
Since FNTDs have shown a track detection efficiency of≥ 99.83% [Osinga et al., 2013] and
uncertainties of A have been proven to be negligible, the standard measurement uncertainty
of the particle fluence is dominated by Poisson counting statistics:
∆Φ
Φ
=
1√
N
=
1√
Φ ·A⊥
. (4.15)
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Fig. 4.6: Two-dimensional ionization
chamber array STARCHECK by PTW
(Freiburg, Germany). Image reprinted
from [PTW, 2013b].
4.4 Detectors used for ion beam characterization
4.4.1 Ionization chamber array STARCHECK®
The two-dimensional ionization chamber array STARCHECK (T10043) with the detector in-
terface 4000 (T16039) and corresponding BEAMADJUST software (Version 1.5.1.0) by PTW
(Freiburg, Germany) was used within this thesis for the measurement of relative lateral dose
profiles. STARCHECK consists of 527 air-filled ionization chambers with a sensitive volume
of each 0.053 cm3 (dimensions: 8 mm×3 mm× 2.2 mm) covering an area of 27 cm× 27 cm.
The ionization chambers are arranged star-shaped allowing a maximal spatial resolution of
3 mm along the principal axes and diagonals as illustrated in Fig. 4.6. The detector array is
calibrated by the manufacturer in 60Co radiation correcting the response of each ionization
chamber relative to the response of the central chamber with an uncertainty of ±1% [PTW,
2013b]. All further data processing has been done by R (Version 2.15.2) [R Development
Core Team, 2015].
4.4.2 Multi-wire proportional chamber
The type of multi-wire proportional chamber (MWPC) used within this thesis has been de-
veloped by SIEMENS AG based on the original design from the ’Gesellschaft für Schw-
erionenforschung’ (GSI) in Darmstadt, Germany [Haberer et al., 1993], [Kraft and Weber
2011]. The following description is based on information from the manufacturer as well as
the publications by [Parodi et al., 2012] and [Ringbæk et al., 2015]. The chamber is designed
as a plane-parallel transmission ionization chamber with an array of electrodes realized by
tungsten wires. The signal wires (∅: 50 µm) are arranged in two levels rotated by 90 ° allow-
ing a spatial resolution in x and y direction as schematically shown in Fig. 4.7. As in other
ionization chamber designs, charge carriers, which are generated within the active volume of
the MWPC by the traversing ion beam, will drift to the surrounding electrodes resulting in
an electronic signal. As the density and spatial distribution of the generated charge carriers
represent the profile of the beam, the integrated charge distribution measured with the read-
out wires in x and y direction corresponds to an one-dimensional projection of the beam´s
particle density. Typically, the signal is sampled with a frequency of a few kHz. Although
adjacent wires have a distance of 1 mm, the spatial resolution of the detected signal is re-
duced by a factor of two, as two wires are always interconnected to one detection channel
in order to increase the read-out signal. As a result, the (I) position of the beam in x and
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Fig. 4.7: Simplified illustra-
tion of the multi-wire pro-
portional chamber designed by
SIEMENS AG, which covers
an detection area of more than
20× 20 cm2. The signal wires
are located on an 1 mm grid
with a positioning uncertainty
of max. ± 0.1 mm [personal
communication Dr. Stephan
Brons, medical physicist at
HIT]. For better illustration, the
high-voltage tungsten wires (∅:
20 µm, separation of 2 mm) ori-
ented at 45 ° with respect to the
signal wires are not included in
the graph. Reproduction ac-
cording to the detector manual
from SIEMENS AG.
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y direction is given by the charge-weighted mean of all detection channels having a signal
over a certain threshold value, and the (II) full width at half maximum (FWHM) of the pro-
jected beam is calculated using the charge-weighted standard deviation of the contributing
detection signals.
4.4.3 PEAKFINDER water column
The PEAKFINDER water column by PTW (Freiburg, Germany) allows to measure depth dose
curves in proton and heavy ion beams with a spatial resolution of 10 µm and was used within
this thesis for the experimental determination of material-specific WEPL-values according
to the procedure described in Sec. 2.4. As shown in Fig. 4.8, the PEAKFINDER consists of
one measuring detector and one reference detector separated by a water containing bellow
alterable in length. As a measuring detector a thin-window Bragg peak chamber (type 34080,
41 mm radius of sensitive volume) is used, which is placed free in air between the bellows,
while the reference chamber (type 34082, 29 mm radius of sensitive volume) is fixed at the
entrance side. The measuring detector can be positioned with an absolute accuracy of 100 µm
in increments as small as 10 µm synchronized with the spill structure of the synchrotron (set-
ting Spill Start/Stop within the included PTW PeakScan software). Within this thesis, both
chambers were operated at 400 V with the signals read out by a TANDEM XDR dual chan-
nel electrometer by PTW (Freiburg, Germany). The water-equivalent thicknesses (WET)
of the different PEAKFINDER elements contributing to the total WET of the PEAKFINDER
measurements are given in Tab. 4.3 [PTW, 2015].
4.4.4 Radiographic films
The radiographic KODAK EDR2 (Extended Dose Range) film (Carestream Health Inc.,
Rochester, NY, USA) has been used within this thesis to determine the focus size of sin-
gle carbon ion pencil beams by analyzing the corresponding relative dose profiles. As the
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Measuring detector. The thin-window Bragg peak chamber type 34080
is mounted free in air between the bellows.
Reference chamber
type 34082. The 
chamber is ﬁxed in
front of the fused
quartz window
which is located 
12 cm behind the
front surface.
Beam entrance
side
Proximal and distal bellow sealed by 2 mm thick fused quartz windows.
As the position of the measuring detector changes, the bellows are
compressed/depressed and water ﬂows from one bellow into the other.
Fig. 4.8: The picture shows the PEAKFINDER without cover explaining the function of the most
important parts. Image reproduced according to [PTW, 2015].
manufacturer states an applicability of the films within a dose range of 25 - 400 cGy with an
approximate saturation dose of 700 cGy, EDR2 films are routinely used for this application
within the quality assurance measurements performed at HIT. Following the HIT protocol,
the films have been chemically processed directly after irradiation using the developing ma-
chine CURIX60 of Agfa-Gevaert Group with the corresponding developer (G 153, A) and
fixer (G 354) components. Afterwards, the films were scanned using the Vidar Dosimetry
Pro Advantage (Red) scanner, which is a medical film digitizer developed by Vidar Sys-
tems Corporation (Herndon, VA, USA) in cooperation with International Specialty Products
for the use with EBT films. For scanning, the MEPHISTO mc2 film scan software by PTW
(Freiburg, Germany) has been used with a resolution of 71 dpi corresponding to a pixel size
of about 0.32 mm and a color depth of 16 bit. The geometric accuracy of the scanner is
specified as better than 1 % or 2 pixels (whichever is larger) by the manufacturer [VIDAR].
Further film processing and data analysis has been done by ImageJ ([Abràmoff et al., 2004],
[Rasband]) and R (Version 2.15.2) [R Development Core Team, 2015].
4.5 Beam delivery at the Heidelberg Ion-Beam Therapy Cen-
ter
The Heidelberg Ion-Beam Therapy Center (HIT) is a university-hospital-based dedicated
particle-therapy center being in clinical operation since November 2009 [Combs et al., 2010].
Based on the technical developments at GSI, the HIT facility fully relies on an active beam
delivery method, the so-called intensity-controlled rasterscan technique [Haberer et al., 1993].
This technique allows to precisely scan a focused particle beam by means of vertical and hor-
izontal magnets over the radiation volume. Therefore, the volume is divided into numerous
slices in depth, with each slice subdivided into a raster of voxel points. By actively adapting
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Element WET / mm
Air gap between PEAKFINDER surface and outer surface of
the reference chamber
0.12±0.01
Reference chamber 1.91±0.02
Both quartz windows sealing the first water containing bel-
low
11.06±0.05
Smallest possible water column between reference and
measuring chamber
3.63±0.02
Distance between outer surface of measuring chamber and
reference point
0.70±0.10
Total off-set 17.42±0.12
Table 4.3: Water-equivalent thicknesses (WET) of the different PEAKFINDER elements con-
tributing to the total WET of the measurements performed with the ’HIT Peakfinder’. The given
values are adopted from the measured WET routinely used at HIT [Dr. Peter Heeg, medical
physicist at HIT, personal communication].
the energy of the particle beam, one slice after the other is irradiated allowing an optimal
target coverage. A linac-synchrotron combination enables the delivery of a combination of
255 energies corresponding to ranges in water of 2 cm to 30 cm, 6 pencil beam foci, and 15
intensity values for each of the different ion species ranging from proton to oxygen. Con-
cerning the available foci widths, a gaussian distribution is assumed for both horizontal and
vertical beam profiles with FWHM values ranging from 4 - 20 mm in air with respect to the
isocenter. Intensities between 2e6 and 5e8 ions/s can be chosen for carbon ions, while the
available intensities are increased e.g. by a factor of 40 for protons in order to account for
their lower stopping-power and reduced RBE [Parodi et al., 2012]. Due to the synchrotron-
based beam delivery, the irradiation has a pulsed structure with beam-on times of about 5 s
and beam-off times, where new particles are accelerated to the requested energy, of about
4.5 s. Besides three treatment rooms (2 horizontal beamlines and 1 gantry), an additional
room equipped with the equivalent beam scanning technique is available, which is dedicated
to quality assurance (QA) and pre-clinical research and has therefore been used for all mea-
surements performed within this thesis. In the following, this room will be referred to as
’QA-room’.
In order to control the beam delivery, the beam application monitoring system (BAMS) de-
veloped by SIEMENS AG is used at HIT, which is based on the original design from GSI
[Haberer et al., 1993], [Kraft and Weber, 2011]. Fig. 4.9 shows a schematic drawing of the
BAMS located in the beam nozzle of each irradiation room. It basically consists of a re-
dundant system of 3 identical ionization chambers (ICs), which are framed by 2 multi-wire
proportional chambers (MWPCs) (Sec. 4.4.2) [Parodi et al., 2012]. The first MWPC passed
by the beam regulates the position of the beam in horizontal and vertical direction, while the
first IC regulates the number of particles delivered per irradiation spot. For quality assurance
purposes, the time-resolved measurements of the MWPCs as well as the ICs containing all
the irradiation-relevant information like position, irradiation duration, beam width in x and
y, and number of delivered particles per spot are recorded for each irradiation within the
so-called machine beam records.
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vacuum 
window
beam
optional 
ripple ﬁlterIC
MWPC
isocenter
Fig. 4.9: Schematic il-
lustration of the beam
delivery monitoring
system (BAMS) used
at HIT and the position
of the optional ripple
filter. Reproduction
according to Parodi
et al. [2012].
4.6 Monte Carlo particle transport simulations
For the performance of Monte Carlo (MC) particle transport simulations of carbon ion
beams, the MC code FLUKA [Böhlen et al., 2014; Ferrari et al., 2005] has been chosen being
used since 2006 for multiple applications in the preparation of the clinical operation of pro-
ton and carbon ion therapy at HIT [Parodi et al., 2012]. Within this thesis, MC simulations
were performed to (I) obtain laterally integrated depth dose distributions, to (II) estimate
the dose deposited by primary particles and fragments in actual irradiation conditions, and
to (III) determine the LET distribution of the particle spectrum at the actual measurement
position.
For all simulations, the recommended default settings for hadrontherapy, HADROTHE, were
used ensuring detailed transport of primary and secondary particles including accurate treat-
ment of multiple Coulomb scattering of charged particles. Except for some specific appli-
cations where changes are explicitly stated in the text, the HADROTHE default threshold of
100 keV kinetic energy for hadron transport (except for neutrons, which are explicitly trans-
ported down to a threshold of 1e-5 eV) was used. Below this threshold value, particles are
ranged to rest in one step with uniform energy deposition. Further, the particle transport
step size of charged hadrons is restricted by default to a corresponding 5 % loss of kinetic
energy, explicit δ -ray production is considered above a threshold of 100 keV, and transport
of electrons, positrons and photons is activated (cf defaults HADROTHE in FLUKA manual).
In addition to these defaults, full transport of light and heavy ions was activated with the
IONTRANS card and the evaporation of heavy fragments considered by using the ’new evap-
oration model’ within the PHYSICS card to accurately describe residual nuclei and fragment
production in ion beams. To build the executable FLUKA file, the DPMJET-III and RQMD
libraries were used.
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Chapter 5
Comparison of Ionization- and
Fluence-based Dosimetry
This chapter deals with the direct comparison of fluence-based dosimetry by means of FNTDs
and ionization-based dosimetry using a thimble ionization chamber performed in the clinical
carbon ion beam at HIT within the first part of this thesis. As this work has already been
published in Osinga et al. [2014b], the content of this chapter adheres closely to the named
publication.
5.1 Experimental set-up and irradiations
For the direct comparison of ionization- and fluence-based dosimetry, the Farmer-type ion-
ization chamber TM30013 S/N 1714 by PTW, Freiburg (specifications are given in Tab. 4.1
and Tab. 4.2) and Al2O3:C,Mg-based FNTDs (cf Sec. 4.3) of dimension 4 × 8 ×0.5 mm
3 were
used. All irradiation have been performed in the QA-room at HIT (cf Sec. 4.5) with 270.55
MeV/u carbon ions. In order to allow for optimal measurement conditions of the FNTD and
ensure a fair comparison of both methods, the following aspects have been considered in the
choice of irradiation parameters:
• Although it has been shown that the fluorescence amplitude of the particle tracks on
the FNTD is related to the LET of the particles enabling particle discrimination on
a wide range of LET [Sykora et al., 2008a], the performance of FNTDs for particle
spectroscopy in clinical applications with the read-out protocol used within this study
has still to be specified in more detail [Niklas et al., 2013]. Thus, all irradiations
have been performed in the entrance channel of the ion beam without ripple filter in
order to keep the percentage of fragments as well as the effect of energy straggling
on the initial monoenergetic carbon ion beam as small as possible (cf Sec. 2.7 and
Sec. 2.3). Further, scattering effects of the primary carbon ions are especially small in
the entrance channel (cf Sec. 2.6) enabling the determination of the particle fluence by
means of a simplified, non-differential equation as discussed in Sec. 4.3.3.
• In addition, an initial particle fluence of 3×106 cm-2 has been chosen lying within the
optimal working range of FNTDs [Osinga et al., 2013], [Osinga et al., 2014a]. At the
same time, the delivered dose corresponding to this particle fluence is still high enough
to enable accurate ionization-based dosimetry.
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12
C
RW-3 
adaption plate 
with inserted IC
Fig. 5.2: Experimental set-up
used for the direct compari-
son of fluence-based dosime-
try by means of FNTDs and
ionization-based dosimetry us-
ing the Farmer-type ionization
chamber TM30013. For the
measurements, the RW-3 adap-
tion plate containing the ion-
ization chamber/FNTD, respec-
tively, was positioned in the
isocenter in the QA-room at HIT.
• Because the detection area of the FNTD does not coincide with the sensitive volume of
the ionization chamber (IC) as schematically shown in Fig. 5.1, an irradiation field of
10 cm × 10 cm has been chosen to achieve a preferably homogenous dose distribution
in the center of the field where the measurements were performed.
For the measurements, the ionization chamber was placed in a 30 cm ×
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Fig. 5.1: Compari-
son in size of FNTD
and IC. Dimensions
are given in mm.
30 cm water-equivalent RW-3 adaption plate (PTW, Freiburg, Ger-
many) with 7 mm RW-3 in front and 13 mm RW-3 as backscatter
material as shown in Fig. 5.2. According to the manufacturers’ in-
structions, a fixed positive bias potential of + 400 V has been applied
to the chamber thimble with the background-corrected integral signal
of the ionization chamber reading measured by means of a UNIDOS
electrometer (PTW, Freiburg). The absorbed dose to water was de-
termined according to TRS-398 [IAEA, 2000] using the chamber-
specific kQ-factor of 1.032 as discussed in Sec. 3.1. Polarization and
saturation effects were assumed to be unity with the correction for
air temperature and pressure applied before the first measurement (cf
Sec. 4.2.2).
In order to ensure comparable measurement conditions, the same ex-
perimental set-up as used for the ionization chamber has been used
for the FNTD with the only exception of using 4.7 mm instead of
7.0 mm RW-3 in front of the detector taking into account the effec-
tive point of measurement of the cylindrical ionization chamber as
discussed in chapter 3 and schematically illustrated in Fig. 3.1.
In total, four measurements have been performed with FNTDs and
18 measurements with the ionization chamber.
5.2 FNTD read-out and fluence-based dose approximation
According to the procedure described in Sec. 4.3.2, all FNTDs were read-out starting 20 µm
below the detector surface acquiring a ’z-stack’ of five images separated by ∆z = 5 µm cover-
ing an area of 1.02 mm2. The information in depth was used for two purposes, namely (I) the
determination of the polar angle ϑ accounting for a possible non-perpendicular irradiation
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or misalignment of the FNTD under the microscope needed for the correct calculation of the
planar area A⊥ according to Eq. 4.14 and (II) the generation of a median intensity projection
in order to minimize the influence of the ’reduced intensity effect’ on the particle detection
efficiency as explained in Sec. 4.3.2. All tracked particles were discriminated concerning the
relative fluorescence amplitude of their tracks into primary carbon ions and secondary lighter
fragments in general as exemplary shown in the insert of Fig. 5.3. For all four FNTDs, ϑ of
the primary carbon ions was found to be very small (< 1°) resulting in an almost negligible
correction factor kA used for the determination of the primary carbon ion fluence, Φ12C,prim,
according to Eq. 4.13. As the measurements have been performed in the entrance channel
of the ion beam, the contribution of fragments to the total absorbed dose is assumed to be
negligible. Thus, only Φprim as determined by means of FNTDs has been considered for
the calculation of absorbed dose to water using the approach described in Sec. 2.5 by mul-
tiplying the primary particle fluence with the corresponding mass stopping-power of water
taken from ICRU [2005]. Therefore, the particle energy at the detector surface, Eprim, has
been calculated using the continuous slowing down approximation (CSDA) by the ’libam-
track’ library [Greilich et al., 2010] considering a nominal energy of 270.55 MeV/u and a
total WET of 7.71 mm. This WET consists of 2.89 mm comprising all traversed materi-
als between the high-energy beam line and the isocenter in the QA-room at HIT as well as
4.82 mm being the WET of 4.7 mm RW-3 using the corresponding WEPL of 1.025±0.011
[Jäkel et al., 2001] (cf Sec. 2.4).
5.3 MC simulation of the particle energy and spectrum
In order to verify the assumption of a monoenergetic primary carbon ion beam as well as the
negligence of fragments contributing to the overall absorbed dose to water at the actual mea-
surement position, MC transport simulations were performed [Dr. Steffen Greilich, DKFZ,
personal communication]. Therefore, the FLUKA code version 2011 vs.17 (cf Sec. 4.6) has
been used to estimate the dose deposited by primary carbon ions and fragments at the ac-
tual measurement position as well as to determine the particle fluence of both primary and
secondary particles as a function of energy. The absorbed dose to water deposited at the
measurement position of the FNTD was estimated using FLUKA’s USRBIN scorer in a water
volume of 1 cm×1 cm×0.003 cm behind 7.7 mm of water (cf previous section) using the MC
settings explained in Sec. 4.6. With respect to the particle spectrum (fluence versus energy),
FLUKA’s USRTRACK estimator with linear energy binning was used in combination with the
user routine FLUSCW allowing for particle discrimination. In order to calculate the absorbed
dose to water resulting from this particle spectrum, the corresponding particle LET was eval-
uated at the center of each energy bin using LET values in liquid water from ICRU [1993]
and ICRU [2005] by the ’libamtrack’ library [Greilich et al., 2010]. Further, additional sim-
ulations were done where the water surrounding the target volume was replaced by RW-3 of
corresponding thickness and the target volume by Al2O3, respectively, in order to investigate
any significant influence of the phantom and the detector material.
5.4 Irradiation field homogeneity
While no direct measurements were performed to investigate the lateral dose distribution
of the irradiation field used for the comparison of ionization- and fluence-based dosime-
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Quantity H / % He /% Li / % Be / % B / % C / %
Low E High E
Fluence 14.8 2.4 0.3 0.2 0.4 0.1 81.8
Dose 1.7 0.6 0.1 0.1 0.3 0.2 97.1
Table 5.1: MC transport simulation results on relative fluences and doses for a water volume at
7.7 mm WET for 270.55 MeV/u carbon ions.
try, cross sections of the irradiated FNTDs in horizontal (4.00 mm × 0.14 mm) and vertical
(0.14 mm × 8.00 mm) direction were acquired in order to approximate the spatial fluence
distribution. However, as the detection area of the FNTD and especially the analyzed cross-
sections do by far not cover the sensitive area of the ionization chamber (cf Fig. 5.1), ad-
ditional information on the irradiation field homogeneity were derived retrospectively from
the beam application monitoring system (BAMS). As explained in Sec. 4.5, all irradiation-
relevant information like pencil beam position, beam width in x and y, irradiation duration,
as well as number of delivered particles per spot are recorded for each irradiation within the
so-called machine beam records acquired by the time-resolved measurements of the multi-
wire proportional chambers (MWPCs) as well as ionization chambers (ICs) located in the
beam nozzle. Internally, the information of the machine beam records, which refer to the
measurement position within the beam nozzle, are transferred to the isocenter via a linear
relation and stored in the so-called physical beam records. Thus, by using the spatial irradia-
tion pattern of the physical beam records as well as the number of particles delivered to each
raster spot, the resulting two-dimensional dose distribution has been calculated by superim-
posing single carbon ion pencil beams. This data was analyzed for all performed irradiations
regarding deviations from the nominal particle fluence in order to estimate the homogeneity
of the entire irradiation field with respect to the isocentric measurement position.
5.5 Results
The mean dose value based on Φprim of 61.45 mGy±0.7 % as determined by means of
FNTDs (Fig. 5.3, blue line) was found to be 7.4 % lower than the ionization-based value of
66.35 mGy± 0.4 % (green line) assuming a monoenergetic carbon ion beam of Eprim(CSDA)
= 261.88 MeV/u corresponding to SCSDA = 13.64 keV/µm by a continuous slowing down ap-
proximation. The performed MC transport simulations summarized in Tab. 5.1 have shown
that this assumption is true for Φprim(Eprim)= 81.8 % of the detected carbon ions, while only
Φprim(E < Eprim)= 0.1 % exhibit a lower energy having a small contribution of 0.2 % to the
total deposited dose. However, even in the entrance channel of the carbon ion beam, the MC
transport simulation showed that the contribution of fragments to the total absorbed dose is
not, as assumed, negligible. According to the simulation, primary carbon ions account for
97.1 % of the total deposited dose, while protons (helium) with a relative fluence of 14.8 %
(2.4 %) contribute 1.7 % (0.6 %). The influence of heavier fragments has shown to be neg-
ligible. Thus, by taking the contribution of fragments into account as well as considering
the small energy distribution of the carbon ions by means of an effective stopping-power,
the discrepancy between fluence- and ionization-based dose determination reduces by 2.9 pp
(percentage points) leaving 4.5 % (Fig. 5.3, red line).
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Fig. 5.3: Result of the direct comparison between fluence-based dosimetry using FNTDs and
ionization-based dosimetry using the thimble ionization chamber TM30013 in the clinical car-
bon ion beam at HIT revealing a discrepancy of 4.52 %. Here, the contribution of fragments to
the total deposited dose as shown by MC transport simulations has been taken into account. The
insert shows a corresponding FNTD microscope image emphasizing the possibility to discrimi-
nate particle tracks from primary carbon ions and secondary particles in general due to their very
different fluorescence intensity. Modified reprinted from Osinga et al. [2014b].
Further, the simulations have shown that the influence of the RW-3 phantom on absorbed
dose to water as determined at the measurement position of the FNTD/IC is negligible. In
addition, the Al2O3 of the FNTD did not change the particle spectrum noticeably within the
20 µm in front of the readout depth and can thus not explain the discrepancy seen.
According to the procedure described in Sec. 5.4, forward calculations of the physical beam
records have shown that the uniformity of the irradiation fields was within±0.8% for all per-
formed irradiations as exemplary shown in Fig. 5.4. Although this information is based on a
retrospectively performed calculation and not on a ’real’ measurement of the relative lateral
dose distribution, it seems reasonable to assume from this result that dose inhomogeneities
do not explain the observed discrepancy. In addition, no significant measured fluence gradi-
ents were found over the length and width of the FNTDs.
5.6 Discussion
By means of MC particle transport simulations it has been shown that, even in the entrance
channel of a high-energy carbon ion beam, the contribution of fragments to the total absorbed
dose is not negligible. However, also when considering the complete particle spectrum de-
rived by the simulation in the fluence-based dose approximation by means of FNTDs, a
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discrepancy of 4.5 % between fluence- and ionization-based dose determination remains.
Considering the track detection efficiency of FNTD technology (≥ 99.83% [Osinga et al.,
2013]), which covers the entire LET spectrum used in ion beam radiotherapy, and the ideal
measurement conditions with respect to single particle detection, it seems unlikely that a sig-
nificant portion of tracks were not registered by the FNTD, as would be necessary to explain
the discrepancy. However, it is still puzzling that the relative secondary particle fluence of
approximately ΦH,He,Li = 3.3 % as detected by means of FNTDs shows a significant differ-
ence to the 17.5 % as predicted by the MC particle transport simulation. Using these values
for dose assessment, the discrepancy would amount to 7.0 % instead of 4.5 %. As detailed
information on the exact composition of the vacuum window and the beam monitoring sys-
tem employed in the beam nozzle at HIT were not available for experimenters at the time
of this comparison, a simplified model has been applied within the presented simulations by
considering an additional WET of 2.89 mm. This includes all traversed materials between
the high-energy beam line and the isocenter in the QA-room at HIT. Nowadays, so called
’phase-space files’ are provided by HIT containing the full particle spectrum of primary and
secondary particles of the nominal requested beam after the passage of the beam nozzle,
therefore serving as a much more realistic starting point for the MC simulation of user-
specific experimental set-ups [Tessonnier et al., 2016]. Thus, a direct comparison of both
models might provide information about the puzzling abundance of fragments seen in the
simulation. Another plausible explanation for the difference between simulated and detected
secondary particle fluence are type B (systematic) uncertainties related to the applied MC
code FLUKA, which have shown to be in the order of some tens of percent for differential
quantities like the particle yield with respect to LET and energy [Böhlen et al., 2014].
When assuming negligible uncertainties from the experimental design like e.g. inhomo-
geneities in the lateral dose distribution, instabilities of the beam delivery system, as well as
inaccuracies of the fluence determination by means of FNTDs, one might also question the
accuracy of the calculated kQ-factor for carbon ion beams currently used for clinical dosime-
try by means of calibrated ionization chambers (cf Sec. 3.1). This re-opens the discussion by
Hartmann et al. [1997] and others on the contested accuracy of the currently used constant
Wair-value of 34.50± 0.52 eV (1.5 %), which dominates the total standard measurement un-
certainty of the kQ-factor (2.8 % with respect to thimble ionization chambers) [IAEA, 2000].
The findings presented in this chapter would rather suggest a Wair-value of 32.10± 0.83 eV
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(2.6 %) with the given uncertainty including all conceivable sources of errors with respect to
fluence assessment by means of FNTDs as well as ionization-based dosimetry according to
TRS-398 (except for the uncertainties given for long-term stability of user dosimeter, estab-
lishment of reference conditions, dosimeter reading relative to beam monitor and beam qual-
ity correction). In order to investigate the contested accuracy of the currently used kQ-factor
for carbon ion beams in more detail, the second part of this thesis is devoted to absolute dose
to water measurements in the clinical carbon ion beam at HIT by means of water calorimetry.
This will allow to directly calibrate ionization chambers in units of absorbed dose to water
and thus to experimentally determine the kQ-factor for carbon ion beams.
As more conclusive results with respect to the findings of this chapter are expected from the
water calorimetric measurements, a final conclusion will be given in chapter 7. In retrospect,
besides the experimentally determined kQ-factor for carbon ion beams, also the knowledge
gained from the detailed investigation of the irradiation field used for water calorimetry is
of major relevance for the evaluation of the measurements performed during the comparison
of fluence-based and ionization-based dosimetry, which will be elaborated in detail in the
concluding chapter.
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Chapter 6
Experimental Determination of kQ by
means of Water Calorimetry
Three main calorimetric/ionometric beamtimes were performed within this thesis for the fi-
nal determination of kQ according to the calibration procedure described in Sec. 3.2. Each
beamtime consisted of two consecutive night shifts for the calorimetric measurements and
one additional night shift for the performance of corresponding ionometric measurements
for the direct calibration of the ionization chambers in the carbon ion beam and thus the ex-
perimental determination of kQ. All three beamtimes were performed within a time period
of 7 months.
In Sec. 6.1, the experimental set-up of the water calorimeter at HIT will be described fol-
lowed by Sec. 6.2 dealing with the selection of optimal irradiation parameters for the sub-
sequent calorimetric measurements and a detailed presentation of the radiation field specifi-
cations given in Sec. 6.3. The measurement procedure and data analysis of the calorimetric
measurements will be described in Sec. 6.4 including the determination of correction factors
and their uncertainties. Analogue, corresponding ionometric measurements will be described
in Sec. 6.5 with the resulting kQ-factors presented in Sec. 6.6 and discussed in Sec. 6.7.
6.1 Set-up of the transportable PTB water calorimeter
The transportable PTB water calorimeter (cf Sec. 4.1) has been installed in the QA-room (cf
Sec. 4.5) at HIT as shown in Fig. 6.1. Four earth anchors have been mounted to the floor of
the QA-room with corresponding counterparts installed at the moveable equipment car of
the water calorimeter ensuring reproducible measurement conditions. As a compromise, the
water calorimeter had to be positioned well behind the isocenter (655 cm between isocenter
and calorimeter surface) in order to enable other experimenters to perform irradiations in
the isocenter while leaving the water calorimeter at its fixed position. This corresponds to a
measurement position of the calorimetric detector at about 6.7 cm WET considering a nomi-
nal measurement depth of the thermistor probes of 50 mm with respect to the beam entrance
window (cf Fig. 4.1 b). As all pre-defined beam parameters like focus size, spot position,
etc. provided by HIT refer to the isocenter and are not valid at the measurement position
of the calorimeter due to the beam divergence, similar beam characterization measurements
had to be repeated for the measurement position of the calorimetric detector, which will be
described in Sec. 6.3.
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Fig. 6.1: Experimental set-up of the transportable PTB water calorimeter in the QA-room at HIT.
The electronic equipment for the calorimetric and ionometric measurements has been located
well outside the beam path in order to not influence the read-out systems. Please note that the
indicated Bragg curve is not true to scale.
6.2 Selection of optimal irradiation parameters
Since the measurements with the water calorimeter at HIT are
…26…26
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…
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Dy = 1.6 mm
2
.3
 m
m
1st scan
2nd scan
Fig. 6.2: Schematic illustra-
tion of the spatial irradiation
pattern. Line-wise horizontal
scanning has been chosen in
terms of beam delivery.
performed under special conditions, namely (I) the active beam
delivery technique using intensity-controlled raster scanning
and (II) the irradiation with a pulsed beam (cf Sec. 4.5), a num-
ber of aspects need to be considered when choosing irradiation
parameters to allow for optimal irradiation conditions of the
water calorimeter.
Firstly, the irradiation time needs to be as short as possible in
order to minimize heat conduction effects occurring during the
calorimetric measurements. At the same time, the delivered
dose needs to be well above 1 Gy in order to allow for an ad-
equately large thermistor signal. However, it is not construc-
tive to reduce the irradiation time by just limiting the field size.
As shown by Krauss [2006a], radiation fields with a geometric
width greater than 40 mm should be used to keep heat conduc-
tion effects small, which is necessary in order to achieve a low standard uncertainty in the
later calorimetric measurements. In addition, the dose distribution needs to be homogenous
and reproducible, as inhomogeneities of the lateral dose distribution have a strong effect for
example on the corrections for heat conduction, kc, the lateral measurement position, kl , as
well as the volume effect, kV . With the expertise from the medical physicists at HIT, an irra-
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Particle 12C
Nominal energy 428.77 MeV/u (E254)
Dw ≈ 1.5 Gy
Irradiation duration ≈ 90 s (cf Tab. 6.4)
Intensity 8e7 ions/s (I10)
Measurement position Entrance channel, WET: 6.7 cm (cf Sec. 6.1)
Focus size ≈ 5.5 mm FWHM (F1) (cf Tab. 6.2)
Spatial irradiation pattern see Fig. 6.2
Table 6.1: Overview of the irradiation parameters used for the determination of kQ. All irradia-
tions were performed without ripple filter.
diation plan has been generated allowing for an optimal trade-off between the aspects named
before. As schematically shown in Fig. 6.2, a spatial irradiation pattern consisting of 26× 26
spots deposited on a grid with 2.3 mm spacing in both x and y direction has been chosen in
combination with a carbon ion pencil beam of about 5.5 mm FWHM (F1). Please note that
already at this point the beam parameters and dimensions given refer to the measurement po-
sition of the water calorimeter and not to the isocenter, although the corresponding measure-
ments for the off-isocentric beam characterization will not be described until Sec. 6.3.2. By
irradiating the same raster pattern a second time but shifted by 12 · 2.3 mm in both x and y di-
rection, the effective distance between adjacent raster spots is reduced to 1.6 mm with a total
irradiation field size of about 5.8 cm× 5.8 cm. As shown in Fig. 6.2, the resulting raster pat-
tern is comparable to the close-packing of equal spheres commonly seen in crystal structures
allowing to achieve the highest average density. This spatial raster pattern in combination
with rescanning has been chosen as the resultant averaging effects are known to be beneficial
in terms of homogeneity and reproducibility. The focus size F1 has been selected, as the cor-
responding carbon ion pencil beam shows the best symmetry and can be well approximated
by a Gaussian distribution in both horizontal and vertical direction (cf Sec. 6.3.2.1). This
is an important aspect with respect to the realistic mathematical reproduction of the beam
parameters being essential input-values for the later performed heat conduction calculations.
Further, as the dose is deposited sequentially spot by spot, the small spot size leads to tem-
perature gradients which are orders of magnitude higher than in the case of photon fields.
Since these temperature gradients appear only during the limited time interval when a given
spot is not yet surrounded by other spots, an adequately high scanning speed compensates
this effect and therefore minimizes corresponding heat conduction effects. Therefore, the
highest clinically used (and therefore quality controlled) particle intensity of 8e7 ions per
second (I10) was chosen. As strong temperature gradients in the vicinity of the Bragg peak
inhibit the direct calorimetric determination of absorbed dose to water in that region [Krauss,
2006a], a measurement position in the flat entrance region of the Bragg curve has been cho-
sen for the determination of kQ. In order to allow for a large distance between calorimetric
measurement position and Bragg peak, the second highest energy of 428.77 MeV/u (E254)
available at HIT has been selected.
6.3 Radiation field specifications
In order to investigate the radiation field used for the determination of kQ in detail, an experi-
mental set-up was designed to mimic the real measurement conditions of the water calorime-
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Fig. 6.3: The figure shows the developed water-equivalent slab phantom mimicking the water
calorimeter. In (a) the phantom is directly compared in size with the ’real’ water calorimeter,
while (b) schematically illustrates the exact composition of the phantom with all dimensions
given as geometrical material thicknesses.
ter by means of a water-equivalent slab phantom. In the following, the phantom design and its
benefits regarding the radiation field characterization will be explained. Afterwards, the in-
dividual measurements performed to specify and monitor the radiation field over the course
of the successively performed three calorimetric/ionometric beamtimes will be presented,
which are of major importance for the later accurate determination of corresponding calori-
metric and ionometric correction factors. In excess of the precise knowledge of the lateral
and depth dose distribution needed for the determination of a series of correction factors (kl ,
kV , kd , kc), it is essential to precisely determine the spatial irradiation pattern, i.e. the position
of each irradiated raster spot, the exact size and shape of the carbon ion pencil beam used,
as well as the temporal irradiation structure, as these experimental information are required
to precisely reproduce the real calorimetric measurement condition within the finite-element
heat conduction calculations for the determination of kc. Based upon these results, the deter-
mination of the correction factors will be described in Sec. 6.4.1 and Sec. 6.5.1. Further, MC
simulations of the particle spectrum at the measurement position of the water calorimeter
will be presented to additionally characterize the radiation field.
6.3.1 Development of a water-equivalent slab phantom
The following requirements were taken into account for the development of the phantom
mimicking the measurement conditions of the water calorimeter:
• The material composition of the phantom had to be as close as possible to the materials
used within the water calorimeter in order to ensure measurement conditions equal to
the conditions used for the determination of kQ. Only by doing so, the radiation field
specifications determined using the phantom can be used to accurately determine the
subsequent calorimetric and ionometric correction factors.
• While offering a high flexibility to be used for the variety of measurements necessary
for field characterization, the set-up had to be easy to handle.
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Fig. 6.4: Experimental set-up for the determination of the focus size of the carbon ion pencil
beam used for the determination of kQ. Further, a processed EDR2 film showing the relative
dose distribution of a single pencil beam is shown, which can be well approximated by a 2D
Gaussian distribution.
• In order to enable the combination of the phantom with all kinds of detectors (e.g.
STARCHECK, PEAKFINDER, etc.), the design of the phantom had to ensure ’dry’ con-
ditions at the effective measurement position of the water calorimeter.
In order to fulfill these requirements, the phantom has been designed as a water-equivalent
slab phantom consisting of the very same materials as the water calorimeter (cf Sec. 4.1.1)
with the only exception of replacing liquid water by solid water (RW-3, WEPL = 1.025±0.011
[Jäkel et al., 2001]) of corresponding WET ensuring ’dry’ measurement conditions (Fig. 6.3).
Further, the total WET of RW-3 has been subdivided in RW-3 slabs of different thickness in
order to ensure a high flexibility in the set-up as schematically shown in Fig. 6.3 b. Thus,
when combining the phantom with a detector having a certain WET until its effective mea-
surement position, this additional off-set can be accounted for by appropriately reducing the
total thickness of the RW-3 plates. As a result, it can be ensured that measurements with all
kind of detectors refer to the effective measurement position of the water calorimeter. Ad-
ditionally, the phantom allows to adapt the external monitor chamber, which has been used
during the calorimetric and ionometric measurements as an additional monitoring system.
6.3.2 Measurements for field characterization
6.3.2.1 Focus size
In order to determine the focus size of the carbon ion pencil beam at the measurement posi-
tion of the calorimeter, radiographic EDR2 films (cf Sec. 4.4.4) have been irradiated directly
behind the water-equivalent slab phantom with mounted external monitor chamber at the ge-
ometric measurement position of the calorimetric detector (Fig. 6.4). The same energy and
focus size of the carbon ion pencil beam as used for the determination of kQ have been used
(cf Tab. 6.1). Per film, five spots with 1.5e8 particles each have been irradiated using the
linear working area of the film to full capacity. After the irradiation, the films have been
directly developed and scanned as described in Sec. 4.4.4. In order to determine the focus
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Beamtime ρ FWHMx1 FWHMx2 FWHMy1 FWHMy2
BT1 (08/2014) −0.055±0.002 4.38±0.03 7.42±0.13 4.20±0.02 7.13±0.14
BT2 (12/2014) −0.053±0.001 4.30±0.05 7.08±0.18 4.14±0.04 6.82±0.17
BT3 (02/2015) −0.056±0.001 4.49±0.05 7.92±0.18 4.32±0.03 7.69±0.14
mean −0.055±0.001 4.39±0.06 7.47±0.24 4.22±0.05 7.21±0.25
Table 6.2: Overview of the mean focus sizes in mm determined before each calorimetric beam-
time as well as the overall mean value. In addition, the correlation coefficient ρ is specified. The
errors given are the corresponding standard errors.
size, the following function consisting of a superposition of two 2D Gaussian distributions
has been fitted to the measured relative dose distribution of the pencil beam centered at (0,0)
after subtraction of the film´s intrinsic background signal:
f (x,y) =
A1
2piσx1σy1
√
1−ρ2 · exp
{
− 1
2(1−ρ2) ·
[
x2
σ2x1
+
y2
σ2y1
− 2ρxy
σx1σy1
]}
+
A2
2piσx2σy2
√
1−ρ2 · exp
{
− 1
2(1−ρ2) ·
[
x2
σ2x2
+
y2
σ2y2
− 2ρxy
σx2σy2
]}
+B .
(6.1)
Here, A is the amplitude, σx and σy are the spreads of the beam in x and y direction, B
an off-set value taking into account any residual background signal, and ρ the correlation
coefficient considering a possible asymmetry of the pencil beam. The corresponding FWHM
of the pencil beam is then given by σ · 2.3548. As exemplary shown in Fig. 6.4, the pencil
beam can be well described by the given distribution. The focus size has been determined
before each of the three calorimetric/ionometric beamtimes with the characteristic values per
beamtime summarized in Tab. 6.2. The data shows that the focus size of the carbon ion pencil
beam has been very stable over the course of measurements having a negligible asymmetry.
6.3.2.2 Spatial irradiation pattern
The experimental set-up for the investigation of the spatial irradiation pattern at the measure-
ment position of the calorimetric detector is shown in Fig. 6.5. In addition to the two multi-
wire proportional chambers (MWPCs) of the beam application monitor system (BAMS) po-
sitioned in the beam nozzle, an identical MWPC for external use has been positioned behind
the water-equivalent slab phantom with its effective measurement position placed at the ge-
ometrical measurement depth of the calorimetric detector. Since the WET of the distance
between MWPC surface and its effective measurement position is negligible, the total thick-
ness of the water-equivalent slab phantom has not been modified for this experiment. As
explained in Sec. 4.4.2, the MWPC allows for a time-resolved measurement of the pencil
beam position and with that the localization of each irradiated raster spot. By using the exter-
nal MWPC at the measurement position of the calorimetric detector, each spot position can
be determined under ’real’ calorimetric measurement conditions. Meanwhile, the MWPCs
of the BAMS measure the same information with respect to their measurement position in
the beam nozzle. As described in Sec. 4.5, this information is recorded for each irradiation
within the so-called maschine beam records. Thus, by radiating the very same irradiation
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Fig. 6.5: Experimental set-up for the investigation of the spatial irradiation pattern.
plan as used for the determination of kQ, the position of each irradiated spot is measured
by MWPC1, MWPC2, and the external MWPC. As schematically illustrated in Fig. 6.5, the
information of the position-regulating MWPC1 as well as the external MWPC have been
used to determine a mathematical relation between both measuring positions. The following
linear relations for the x and y position measured by MWPC1 (xMWPC1 and yMWPC1, respec-
tively) and external MWPC (xcal and ycal , respectively) have shown to sufficiently describe
the divergence of the ion beam, with a being the y-intercept and b the slope of the line:
xcal = ax +bx · xMWPC1, ycal = ay +by · yMWPC1 . (6.2)
Before each calorimetric beamtime, this experiment has been performed five times enabling
the determination of a reliable relation between MWPC1 and external MWPC. This linear
function has then been used to transfer the machine beam records of MWPC1 recorded for
each ’real’ calorimetric measurement to the position of the calorimetric detector. In Tab. 6.3,
the parameters of the linear relations determined before each of the three main beamtimes
are summarized showing unchanged values for the slopes in both x and y direction. The
off-set values ax and ay vary within ± 0.3 mm, which is most likely due to uncertainties in
the positioning of the external MWPC. Both residual standard errors in x and y are below
0.1 mm.
Beamtime ax bx res. std. error x ay by res. std. error y
BT1 (08/2014) 1.16 1.39 0.08 0.60 1.34 0.06
BT2 (12/2014) 0.71 1.39 0.08 0.43 1.34 0.07
BT3 (02/2015) 0.81 1.39 0.09 0.08 1.34 0.08
mean± 1.04± 1.39± 0.08± 0.37± 1.34± 0.07±
s.e. 0.28 0.00 0.00 0.15 0.00 0.01
Table 6.3: Fit parameters determined for the linear relation between MWPC1 and external
MWPC located at the measurement position of the calorimetric detector. The errors given are the
corresponding standard errors. Values for ax, ay, and the res. std. errors are specified in mm.
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Beamtime Time per spot / s Spill pause / s # of spills Irradiation time / s
BT1 (08/2014) 0.032±0.003 4.72±0.16 1×13 spills 13 spills: 104.5
17×12 spills 12 spills: 95.7±1.2
9×11 spills 11 spills: 90.4±0.4
26×10 spills 10 spills: 85.8±0.4
BT2 (12/2014) 0.032±0.001 4.71±0.07 45×14 spills 14 spills: 104.6±0.3
2×13 spills 13 spills: 99.8±0.2
30×12 spills 12 spills: 95.4±0.7
BT3 (08/2014) 0.032±0.001 4.73±0.10 78×12 spills 12 spills: 95.5±0.6
Table 6.4: Temporal structure of the calorimetric irradiations extracted from the machine beam
records of MWPC1 not considering the much longer irradiations due to system interlock induced
additional beam-off times. The uncertainties given refer to the standard deviations.
6.3.2.3 Temporal structure of the irradiation
As explained in Sec. 4.5, the position of each irradiated raster spot is recorded by the MWPC
of the BAMS together with the corresponding time stamp (cf Fig. 6.5) and can thus be used
to reconstruct the temporal structure of the entire irradiation, e.g. the total irradiation time,
the irradiation time per spot position, as well as the spill cycle. The machine beam records
of the MWPC1 have been analyzed for each calorimetric measurement performed within
this thesis. Although the very same irradiation plan has been used for all measurements,
the total irradiation time varies as shown in Tab. 6.4. This effect is mainly caused by a
different filling condition of the synchrotron from day to day resulting in the need for more
or less spill numbers in order to irradiate the total volume. On the other hand, the time
per spot as well as the duration of a spill pause is nearly constant over the time of all three
calorimetric/ionometric beamtimes. During some irradiations, system interlocks temporary
interrupted the running irradiation. This occurred 7 times during the first beamtime and two
times during both second and third beamtime resulting in a much longer mean irradiation
time of about 114 s due to the system interlock induced additional beam-off time of about
20 s.
6.3.2.4 Lateral dose distribution
Precise knowledge of the relative lateral dose distribution at the calorimetric/ionometric mea-
surement position is essential as it is required for the determination of multiple calorimetric
(kc, kl) and ionometric correction factors (kV ). Thus, for the subsequent determination of
these correction factors with high accuracy, a detector is needed to measure relative lateral
dose distributions with high spatial resolution while offering a low measurement uncertainty.
Comparing the different types of detectors available with respect to this specific ion-beam
application, the ionization chamber array STARCHECK (cf Sec. 4.4.1) was found to offer the
best trade-off between spatial resolution, reproducibility of the measurements, as well as
accuracy. Before STARCHECK has been applied for the detailed characterization of the irra-
diation field used for the determination of kQ, the detector array has been investigated in the
well-defined 60Co irradiation field at PTB with the main measurements and results described
in the following.
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Fig. 6.6: a) Experimental set-up of the measurements performed in the 60Co irradiation field
at PTB for the investigation and calibration of STARCHECK. b) Exemplary result of the re-
peated measurements for a selection of ionization chambers located on the main horizontal axis
of STARCHECK showing a very good reproducibility.
Investigation of STARCHECK at PTB
The primary reason for performing measurements with STARCHECK in the 60Co irradiation
field at PTB was to investigate the possibility to further decrease the array´s calibration un-
certainty of ±1% [PTW, 2013b], as the uncertainty of the array and thus of the measured
lateral dose distribution has a strong impact on the overall uncertainty of kQ. In this con-
text, the term ’calibration’ is used as synonym for the determination of the relative response
of each ionization chamber with respect to the central chamber, which is given as the ratio
of the individual ionization chamber reading and the expected measurement value within a
60Co reference field. Additionally, the reproducibility of measurements, which is stated by
the manufacturer as≤ 0.5 %, has been further investigated. All measurements were confined
to those ionization chambers of the array which were actually used for the later characteriza-
tion of the carbon ion field at HIT. Fig. 6.6 a shows the experimental set-up of the measure-
ments performed with STARCHECK at PTB using a source-to-surface distance of 95 cm, a
measuring depth of 50 mm in water realized by PMMA-plates of adequate thickness placed
in front of the array, sufficient thickness of PMMA as backscatter material, and a field size of
10 cm× 10 cm. The irradiation duration was chosen to 100 s corresponding to an absorbed
dose to water of about 1.5 Gy similar to the experimental conditions used for the determi-
nation of kQ in the carbon ion field at HIT. All measurements were corrected for changes in
temperature and pressure.
The reproducibility of measurements performed with STARCHECK has been investigated by
frequently repeating the very same irradiation over one week with the corresponding data for
a selection of ionization chambers exemplary shown in Fig. 6.6 b. As a main result it could
be shown that the relative standard deviation of the repeated measurements is well below
0.1 % for all considered ionization chambers.
For the calibration of STARCHECK, only an area of ± 20 mm around the central beam of
the well-characterized 10 cm× 10 cm 60Co irradiation field has been used in order to keep
the dose gradient small (only about 1.5 % relative dose difference between central beam and
± 20 mm) and thus increase the robustness of the calibration procedure against small mis-
alignments of the ionization chamber array. In order to cover a larger area of the detector
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Fig. 6.7: Final calibration factors, i.e. relative responses with respect to the central chamber,
as determined in the 60Co irradiation field at PTB for all ionization chambers positioned on the
main horizontal axis of STARCHECK being relevant for the measurements performed within this
thesis. As a main result it could be shown that a calibration uncertainty of ± 0.3 % is achievable
via an extensive calibration procedure.
array than ± 20 mm around the central axis, STARCHECK has been repositioned with respect
to the central beam multiple times keeping an overlap of at least 10 mm between adjacent
measurement positions. Thus, ionization chambers located within this overlapping area were
calibrated twice, which has been used as an internal quality check of the results. The result-
ing calibration factors, i.e. relative responses, for the ionization chambers located on the
main horizontal axis of the detector array are exemplary shown in Fig. 6.7. Different colors
indicate different lateral positions of STARCHECK enabling the calibration of all ionization
chambers located on the horizontal axis of the array being relevant for the measurements
performed within this thesis. The final calibration factor per ionization chamber is taken to
be the mean value of calibration factors independently determined at different positions with
respect to the 60Co irradiation field, which have shown to agree very well as shown in the
graph. The relative standard uncertainty of the final calibration factors is estimated to 0.3 %
comprising the uncertainty of the lateral dose distribution of the 60Co radiation field at PTB
as well as possible misalignments of STARCHECK both in depth and lateral direction. Thus,
due to this extensive calibration procedure, a reduction of the calibration uncertainty for the
ionization chambers used within this thesis from ± 1 % as determined by the manufacturer
to ± 0.3 % could be achieved, which has a significant impact on the later determination of
ionometric and calorimetric correction factors.
Measurements performed in the carbon ion irradiation field at HIT
Before each of the three main calorimetric/ionometric beamtimes, the lateral dose distribu-
tion has been measured by means of STARCHECK behind the water-equivalent slab phantom.
Therefore, the effective measurement position of the detector array (8.5 mm below the detec-
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Fig. 6.8: The figure shows the mean relative lateral dose distributions measured with
STARCHECK (corrected for its relative response) before each of the three main ionomet-
ric/calorimetric beamtimes. The standard uncertainties illustrated by the error bars comprise
the calibration uncertainty of 0.3 % as well as the corresponding individual relative standard er-
ror of the mean, which was found to be on average below 0.3 % for all repetitive measurements.
Over the course of beamtimes, the measured distributions in both horizontal and vertical direc-
tion agree well within their uncertainties demonstrating reproducible measurement conditions
over time. The standard uncertainty of the resulting mean relative dose distributions (red curves)
considers the measurement uncertainties of the beamtime-specific lateral dose profiles as well as
the standard deviation from beamtime to beamtime of 0.28 %. In addition to the measured pro-
files, corresponding relative lateral dose distributions were calculated on the basis of the machine
beam records of MWPC1/IC1 as well as the measured focus size of the carbon ion pencil beam.
In comparison to the measured data, the calculated profiles show almost homogenous lateral dose
distributions.
tor surface, ρ = 0.995 g/cm3 [PTW, 2013b]) has been positioned at the measurement depth of
the calorimetric detector. In order to account for this additional detector-specific WET, the
amount of RW-3 slabs behind the glass plate of the phantom has been adequately reduced.
The same irradiation plan as for the determination of kQ has been applied (cf Tab. 6.1). By us-
ing multiple lateral measurement positions of STARCHECK with respect to the central beam,
the spatial resolution of the resulting lateral dose distributions could be increased. Fig. 6.8
shows the measured lateral dose profiles normalized to the central beam within the inner
40 mm×40 mm area of the irradiated carbon ion field. The data shown has been corrected
for the relative response of the STARCHECK chambers as determined at PTB (cf Fig. 6.7).
The standard deviation for each triple of measured values per ionization chamber has been
calculated resulting in an average value over all chambers of 0.28 %. This value can be con-
sidered as a measure of reproducibility demonstrating stable lateral dose distributions over
the course of beamtimes. Thus, a mean relative lateral dose distribution has been calculated
for both horizontal and vertical direction, which will be used for the later determination of
corresponding calorimetric and ionometric correction factors.
Already within this central area of the irradiation field, the measured relative dose profiles
deviate within ± 1.5 % showing a maximal difference of 3 % between the central beam and
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Fig. 6.9: Experimental set-up used in the QA-
room at HIT to test the hypothesis of an spatial
dependency of the number of irradiated parti-
cles caused by a dysfunction of IC1. As 3D
scanning system, the MP3-P in combination
with a TANDEMXDR electrometer and corre-
sponding MEPHISTO mc2 software package fa-
cilitating data acquisition and evaluation has
been used (all from PTW, Germany). For prac-
tical reasons, the scanning system was mounted
to a water phantom, although the measurements
were performed free in air with the Bragg Peak
chamber positioned at the isocenter.
x [-20mm, +20mm]
y [+20mm, -20mm]
Bragg Peak Chamber 
TM 34070-2,5,
PTW
MP3-P, 
PTW
z = isocenter
the marginal regions. These large deviations are not expected from the spatial irradiation pat-
tern as derived from the measurements with the position-regulating MWPC1 nor the number
of particles delivered to each raster spot as determined by the particle-number regulating IC1,
which are recorded for each irradiation within the machine beam records (cf Sec. 4.5). As
explained in Sec. 6.3.2.2, the information from the MWPC1 can be used to calculate the cor-
responding spot positions with respect to the measurement depth of the calorimetric detector.
By using the spatial irradiation pattern as well as the number of particles delivered to each
raster spot, the resulting 2-dimensional dose distribution has been calculated by superimpos-
ing single carbon ion pencil beams of measured focus size (cf Sec. 6.3.2.1). As shown in
Fig. 6.8, the derived dose profiles in both horizontal and vertical direction indicate an almost
homogenous irradiation field for all three beamtimes and thus show no agreement with the
experimental data. From the previous detailed investigation of STARCHECK, a dysfunction of
the ionization chamber array causing the disagreement between experimental and calculated
data can be excluded. Thus, the calculated lateral dose profiles are assumed to be incorrect
and the measured relative dose distributions are taken to be the ’true’ profiles.
Explaining the discrepancy between measured and calculated dose profiles
Although the ’true’ relative lateral dose distributions are taken to be the measured profiles,
it is important to further investigate the reason for the discrepancy seen, as the information
about the spatial irradiation pattern as derived from the measurements with the position-
regulating MWPC1 and the relative particle number per raster spot as determined by the
particle-number regulating IC1 are essential input data for the later performed heat conduc-
tion calculations. Thus, two possible explanations seeming the most likely are hypothesized
and tested in the following.
1st hypothesis: Spatial variation of the number of delivered particles One possible ex-
planation for the discrepancy seen between calculated and measured lateral dose distributions
could be a spatial dependency of the number of particles irradiated per spot position. With
respect to the measured lateral dose distribution in both horizontal and vertical direction, this
would mean that significantly more particles were delivered to the central part of the field
than to the sides. The reason for this effect could be a spatially dependent dysfunction of
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Fig. 6.10: Mean horizontal and vertical profiles with corresponding standard errors as measured
with the Bragg Peak chamber and the redundant IC2 of the BAMS to verify the first hypothesis.
the particle-number regulating IC1 of the BAMS. In order to test this hypothesis, a plane-
parallel Bragg Peak ionization chamber has been chosen as its large diameter (∅: 81.6 mm)
allows for the measurement of the complete carbon ion pencil beam including scattered par-
ticles. The chamber has been fixed to a 3D scanning system allowing to precisely vary the
lateral position of the isocentric positioned chamber in increments of 100 µm (Fig. 6.9). The
irradiation plan was generated in such a way that 41 raster spots were positioned on the hor-
izontal axis between ± 20 mm separated by 1 mm and analog for the vertical axis. Per spot
position, 8e7 particles were irradiated within the duration of one spill using the same energy
and focus size as for the determination of kQ (cf Tab. 6.1). In order to automate the mea-
surement procedure, the 3D scanning system has been synchronized with the spill structure
of the synchrotron such that the movement from one pre-defined position to the next (equal
positions as in the irradiation plan were used to track each raster spot) was performed during
the spill pause. Thus, by measuring the delivered particle number/dose spot by spot on the
1 mm grid with the isocentric Bragg Peak chamber, the performance of the particle-number
regulating IC1 could be verified. Both horizontal and vertical profiles were measured four
times with the mean profiles shown in Fig. 6.10. As shown in the figure, the relative standard
deviation of the particle numbers measured with the Bragg Peak chamber in both horizontal
and vertical direction account to only± 0.3 % with the shape of the profiles showing no simi-
larity to the measured lateral dose distributions shown in Fig. 6.8. In addition to the recorded
signal of the IC1, which, as particle-number regulating system, shows a relative standard
deviation of 0.001 % concerning the number of delivered particles, the signal of the redun-
dant IC2 has been additionally analyzed and plotted supplementary to the data of the Bragg
Peak chamber. Although the relative standard deviation of the signal from the IC2 is slightly
higher, both horizontal and vertical profiles agree very well with the corresponding profiles
measured with the Bragg Peak chamber thus confirming the validity of the performed exper-
iment. Consequently it can be concluded that the measured lateral dose distributions using
STARCHECK are not caused by a spatial variation of the delivered particle number due to a
dysfunction of the particle number-regulating IC1. Thus, this first hypothesis could not be
corroborated.
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Fig. 6.11: Comparison of the measured mean lateral dose distributions in horizontal and verti-
cal direction with the corresponding calculated profiles on the basis of the unmodified/modified
machine beam records of MWPC1/IC1. The figure demonstrates that a variation of single raster
spot positions within± 0.06 mm due to a possible misplacement of corresponding MWPC1 wires
very well approximates the measured profiles.
2nd hypothesis: Defective raster spot positions Another plausible explanation for the dis-
agreement seen are uncertainties of the raster spot positions as regulated by the MWPC1. If
single wires of the MWPC1 are not located at their nominal position but within the given un-
certainty of ± 0.1 mm (cf Sec. 4.4.2), ion beams delivered to this specific position will have
a systematic shift due to the misplaced MWPC1 wires, while the machine beam records of
MWPC1 would record the coordinates of the nominal raster spot position. This systematic
and therefore permanent effect would also explain the good reproducibility of the lateral dose
distributions measured with STARCHECK over the course of beamtimes. It could be shown
by repetitive simulations, that by manually varying the position of single raster spots as
recorded by the MWPC1 within ± 0.06 mm assuming an systematic shift of the correspond-
ing MWPC1 wires, the measured relative lateral dose distributions in both horizontal and
vertical direction can be well approximated by the calculated profiles as shown in Fig. 6.11.
Although this hypothesis has not been verified experimentally as the clear separation of this
effect from others is challenging, the results from the theoretical verification seem convinc-
ing to corroborate this second hypothesis. Thus, these slightly modified raster spot positions
have been used for the later simulation of kc.
6.3.2.5 Depth dose distribution
The depth dose distribution (ddd) was measured behind the water-equivalent slab phantom
mimicking the water calorimeter using PEAKFINDER (cf Sec. 4.4.3) with the experimental
set-up shown in Fig. 6.12. Since the PEAKFINDER fails to detect the first 17.4 mm of the
Bragg curve in water due to the detector system itself (cf Tab. 4.3), the adjustable 19.6 mm
RW-3 slabs (corresponding to 20.1 mm WET) behind the glass plate of the phantom have
been removed. In this way, the Bragg curve at the measurement position of the water
calorimeter at about 20 mm of water behind the glass plate can still be detected. Due to
the removal of the RW-3 plates, an air gap of 19.6 mm remained between the glass plate
and the surface of the PEAKFINDER. Because of spatial constrains, the phantom and the
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Fig. 6.12: Experimental set-up for the measurement of the ddd behind the water-equivalent slab
phantom mimicking the water calorimeter using PEAKFINDER. As illustrated in a), the adjustable
19.6 mm RW-3 slabs behind the glass plate of the phantom have been removed to account for the
17.4 mm off-set of the PEAKFINDER. Thus, an 19.6 mm air gap between PEAKFINDER and
phantom results. Please note that the schematic drawing is not true to scale in the sake of better
illustration of thin materials.
PEAKFINDER could not be set-up at the off-isocentric measurement position of the water
calorimeter. Instead, the surface of the PEAKFINDER was positioned at the isocenter of the
QA-room at HIT with the phantom placed directly in front. The irradiation was performed
using the same settings as for the calorimetric measurements (cf Tab. 6.1), with the only ex-
ception of a continuous, isocentric pencil beam instead of a scanned field. The step-size of
the measurement was varied between 1 mm around the measurement position of the water
calorimeter, 10 mm in the residual flat entrance region, 2 mm in the raising area of the Bragg
Peak being step-wise decreased to 0.1 mm directly around the Bragg Peak and 5 mm in the
tail region. This allows for an optimal resolution of the Bragg curve in reasonable mea-
surement time. The geometrical difference between the off-isocentric position of the water
calorimeter and isocentric performed PEAKFINDER measurements has been accounted for
by adding an appropriate water-equivalent shift to the measured ddd. Fig. 6.13 shows the
normalized PEAKFINDER signal plotted against the geometrical depth in the water calorime-
ter starting from its PMMA entrance window. In this geometry, the nominal calorimetric
measurement position is located at a depth of 50 mm with the Bragg Peak measured at about
290 mm. The residual range, Rres, needed to specify the beam quality for the calculation of
(sw,air)Q and thus kQ according to DIN 6801-1 (cf Sec. 3.1) amounts to 241 mm. The zoomed
insert emphasizes the flat depth dose distribution around the calorimetric measurement posi-
tion having a very small relative dose gradient of -0.023 %/mm.
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Fig. 6.13: Depth dose distribution measured behind the water-equivalent slab phantom using
PEAKFINDER. The zoomed insert emphasizes the flat ddd around the calorimetric measurement
position at 50 mm depth showing a very small relative dose gradient of -0.023 %/mm.
Additional PEAKFINDER measurements have been performed free in air (reference curve),
behind 271.45 mm styrofoam, and behind the external monitor chamber to investigate the
influence of these materials on the measured Bragg curve and determine their WET as de-
scribed in Sec. 2.4. As shown in Fig. 6.14, styrofoam leads to a widening of the Bragg peak
with respect to the reference Bragg peak measured free in air. This effect is caused by the
primary and secondary particles experiencing range straggling when passing the inhomo-
geneous styrofoam (cf Sec. 2.3). In comparison, the monitor chamber does not change the
shape of the Bragg peak and can thus be assumed as a composition of homogenous materials.
Further, the experimentally determined WET of the materials as well as the corresponding
WEPL are summarized in the figure being important parameters for the later performed MC
simulation of the calorimetric experiment.
6.3.2.6 Reproducibility of the irradiation
In order to monitor the long-term reproducibility of the beam delivery system, frequent mea-
surements were performed with a Farmer-type ionization chamber (TM30013 S/N 1714,
PTW). Therefore, the ionization chamber has been positioned in an RW-3 phantom located
in the isocenter of the QA-room at HIT (Fig. 6.15, insert). The very same irradiation plan as
used for the determination of kQ has been applied (cf Tab. 4.3). As shown in Fig. 6.15, more
than 140 measurements were performed over a period of 7 months covering the course of all
three ionometric/calorimetric beamtimes as indicated in the graph. The data shows that the
beam delivery system at HIT in combination with the irradiation plan used allows for very
reproducible measurement conditions with a relative standard deviation of only ±0.3%.
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Fig. 6.14: Bragg peaks measured with PEAKFINDER free in air (reference curve), behind
271.45 mm styrofoam, and behind the external monitor chamber used during the calorimetric
and ionometric measurements. The measured curves are shifted with respect to the Bragg peak
position of the reference curve in order to emphasize similarities/differences concerning the peak
width. The table on the right summarizes the results of the PEAKFINDER measurements, namely
the WET of the material and the corresponding WEPL. The uncertainties given are the relative
standard errors of the repeated measurements.
6.3.3 MC simulation of the particle spectrum
Prior to the MC simulation of the particle spectrum at the measurement position of the water
calorimeter, the ddd measured with PEAKFINDER behind the phantom mimicking the water
calorimeter (cf Sec. 6.3.2.5) has been used as reference data to assess the optimal configura-
tion of the MC simulation best reproducing the measured Bragg curve. In the following, the
MC simulation of the PEAKFINDER experiment will be described in detail being the basis for
the final MC simulation of the particle spectrum under real calorimetric measurement con-
ditions. All simulations described in the following were performed with the FLUKA code
version 2011.2c.0.
6.3.3.1 MC simulation of the PEAKFINDER experiment
Geometry The phantom mimicking the water calorimeter was simulated in FLUKA by
using rectangular material slabs of 10cm×10cm and corresponding thickness as depicted in
Fig. 6.12 a. Tab. 6.5 summarizes the implementation of the different materials in the FLUKA
simulation including the constituents of the monitor chamber. Except for air, PMMA and
water, where the parameters currently used at HIT were adopted [personal communication
Thomas Tennosier, PhD student at HIT], FLUKA’s pre-defined materials were used when
available, for which the Sternheimer density effect parameters and ionization potentials (I-
values) can be found in Sternheimer et al. [1984]. The ratio of polystyrene and air constitut-
59
CHAPTER 6. EXPERIMENTAL DETERMINATION OF KQ
 T
im
e
 o
f irra
d
ia
tio
n
 (3
0
 J
u
ly
 2
0
1
4
 - 2
5
 F
e
b
. 2
0
1
5
)
s
d
 =
 0
.1
8
 %
, n
 =
 1
9
s
d
 =
 0
.2
5
 %
, n
 =
 2
0
s
d
 =
 0
.1
7
 %
, n
 =
 3
4
s
d
 =
 0
.2
7
 %
, n
 =
 1
4
 F
a
rm
e
r T
M
3
0
0
1
3
 S
/N
 1
7
1
4
 M
e
a
n
 ±
 s
td
. d
e
v
ia
tio
n
s
t
1
 B
T
: io
n
o
m
e
tr
y
0
7
/3
0
 - 0
8
/0
1
s
t
1
 B
T
: c
a
lo
r
im
e
tr
y
0
8
/0
9
 - 0
9
/1
1
n
d
2
 B
T
: b
o
th
1
2
/0
2
 - 1
2
/0
5
r
d
3
 B
T
: b
o
th
0
2
/1
3
 - 0
2
/1
6
-1
.5
-1
.0
-0
.5
0
.0
0
.5
1
.0
1
.5
 Rel. deviation from mean dose / %
std. deviation
F
a
r
m
e
r
c
h
a
m
b
e
r
1
2C
Fig.6.15:
L
ong-term
reproducibility
ofthe
beam
delivery
system
atthe
Q
A
-room
atH
IT
m
onitored
overthe
course
ofthe
calorim
etric
and
ionom
etric
m
easurem
ents
perform
ed
forthe
determ
ination
ofk
Q .T
he
insertshow
s
the
experim
entalset-up
used.
60
CHAPTER 6. EXPERIMENTAL DETERMINATION OF KQ
E
le
m
en
t
Im
pl
em
en
ta
tio
n
in
FL
U
K
A
C
om
m
en
t
M
on
ito
rc
ha
m
be
r
-0
.1
m
m
gr
ap
hi
te
0.
1
m
m
90
6
gr
ap
hi
t(
ca
rb
on
)
Pr
e-
de
fin
ed
in
FL
U
K
A
-0
.2
m
m
pa
ra
ch
ut
e
si
lk
0.
2
m
m
N
yl
on
du
po
nt
el
va
m
id
e
80
62
m
Pr
e-
de
fin
ed
in
FL
U
K
A
-0
.0
05
m
m
al
um
in
um
0.
00
5
m
m
al
um
in
um
Pr
e-
de
fin
ed
in
FL
U
K
A
-2
m
m
PM
M
A
2
m
m
PM
M
A
H
IT
ρ
=
1.
19
g cm
3
,I
=
74
.0
eV
,C¯
=
3.
32
9,
X 0
=
0.
18
24
,X
1
=
2.
66
81
,a
=
0.
11
43
3,
m
=
3.
38
36
-2
2.
69
5
m
m
ai
r
22
.6
95
m
m
ai
rH
IT
ρ
=
0.
00
12
g cm
3
,I
=
85
.7
eV
,C¯
=
10
.5
96
1,
X 0
=
1.
74
18
,X
1
=
4.
27
59
,a
=
0.
10
91
4,
m
=
3.
39
94
70
m
m
ai
r
70
m
m
ai
rH
IT
al
re
ad
y
de
fin
ed
ab
ov
e
20
2.
5
m
m
St
yr
of
oa
m
-6
.1
54
m
m
22
6-
Po
ly
st
yr
en
e
Pr
e-
de
fin
ed
in
FL
U
K
A
,ρ
=
1.
06
g cm
3
-1
96
.3
46
m
m
ai
rH
IT
al
re
ad
y
de
fin
ed
ab
ov
e
7
m
m
ai
r
7
m
m
ai
rH
IT
al
re
ad
y
de
fin
ed
ab
ov
e
3
m
m
PM
M
A
3
m
m
PM
M
A
H
IT
al
re
ad
y
de
fin
ed
ab
ov
e
28
.5
m
m
R
W
-3
29
.2
5
m
m
w
at
er
H
IT
C
al
cu
la
te
d
by
m
ea
ns
of
W
E
PL
R
W
-3
=
1.
02
5
±
0.
01
1(
±1
.0
7
%
)
[J
äk
el
et
al
.,
20
01
],
W
at
er
H
IT
:
ρ
=
0.
99
8
g cm
3
,I
=
76
.8
eV
,C¯
=
3.
50
17
,X
0
=
0.
24
,X
1
=
2.
80
04
,a
=
0.
09
11
6,
m
=
3.
47
73
0.
7
m
m
B
O
R
O
FL
O
A
T
®
33
gl
as
s
0.
7
m
m
B
O
R
O
FL
O
A
T
gl
as
s
Se
lf
-d
efi
ne
d
by
its
ch
em
ic
al
co
m
po
si
tio
n
(1
3
%
B
2O
3,
4
%
N
a 2
O
/K
2O
,
2
%
A
l 2
O
3,
81
%
Si
O
2)
an
d
de
ns
ity
(ρ
=
2.
2
g cm
3
)
as
st
at
ed
by
S
C
H
O
T
T
.
T
he
co
rr
es
po
nd
in
g
I-
va
lu
e
of
13
5.
8
eV
w
as
ca
lc
ul
at
ed
ac
co
rd
in
g
to
B
ra
gg
’s
ad
di
tiv
ity
ru
le
fo
rc
om
po
un
ds
gi
ve
n
in
E
q.
2.
2.
19
.6
m
m
ai
r
19
.6
m
m
ai
rH
IT
al
re
ad
y
de
fin
ed
ab
ov
e
P
E
A
K
FI
N
D
E
R
30
0
m
m
w
at
er
H
IT
17
.4
m
m
P
E
A
K
FI
N
D
E
R
-o
ff
-s
et
is
al
re
ad
y
co
ns
id
er
ed
in
th
e
ex
pe
ri
m
en
ta
ld
at
a.
T
hu
s,
th
e
si
m
ul
at
ed
P
E
A
K
FI
N
D
E
R
is
ap
-
pr
ox
im
at
ed
as
a
w
at
er
ph
an
to
m
st
ar
tin
g
at
th
e
is
oc
en
te
r.
Ta
bl
e
6.
5:
O
ve
rv
ie
w
of
th
e
im
pl
em
en
ta
tio
n
of
th
e
di
ff
er
en
tm
at
er
ia
ls
in
th
e
FL
U
K
A
si
m
ul
at
io
n.
61
CHAPTER 6. EXPERIMENTAL DETERMINATION OF KQ
100
80
60
40
20
N
o
rm
a
li
z
e
d
 s
ig
n
a
l 
/ 
%
300250200150100500
Depth in water from isocenter / mm
 Experimental data (Peakﬁnder)
 Fluka simulation
36
35
34
33
32
100806040200
A
C
A
B
C
B
100
80
60
40
20
264260256252
18
16
14
12
10
8
310300290280270
Fig. 6.16: Comparison of experimental and MC simulated ddd behind the modified water-
equivalent slap phantom. The statistical uncertainties associated with the MC simulated values
are typically well below 0.5 % and are omitted in the graph for clearness.
ing styrofoam was estimated according to
x ·ρpoly +(1− x) ·ρair = ρstyr ⇒ x = 0.0297 , (6.3)
with the density of styrofoam measured to ρstyr = 32.65 kgm3 and the densities of polystyrene
and air given in Tab. 6.5. Thus, the styrofoam used within this thesis consists of approx-
imately 97 % air and 3 % polystyren. Using this composition, the experimentally deter-
mined WEPL of styrofoam as given in Fig. 6.14 is in good agreement with the MC simulated
WEPL. In order to account for the energy straggling caused by the inhomogenous nature of
styrofoam as shown in Fig. 6.14 while using the simplest approach of a homogenous geom-
etry within FLUKA, an artificial energy spread has been added to all primary and secondary
particles in the MC simulation before passing the phantom. The PEAKFINDER was mim-
icked as a water phantom of 10 cm× 10 cm× 30 cm positioned at the isocenter (z = 0). The
PEAKFINDER off-set is not considered in the MC simulation, since it is already taken into
account in the experimental data. In order to include the vacuum window and the beam
monitor system (BAMS) of the beam nozzle at HIT, the appropriate phase-space (PS) file
without ripple filter provided by HIT has been used [Tessonnier et al., 2016]. This file con-
tains the full particle spectrum of primary and secondary particles of the nominal requested
beam after the passage of the beam nozzle (i.e. origin of PS at z = −112.6 cm before the
isocenter) and thus serves as a starting point for the MC simulation of user-specific experi-
mental set-ups. For the simulation of the PEAKFINDER experiment, a 12C pencil beam with
a diameter of 3.4 mm FWHM with respect to the isocenter (F1) and a nominal energy of
428.77 MeV/u (E254) impinged from air on the phantom and the PEAKFINDER along the
positive z direction as illustrated in Fig. 6.12.
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Laterally integrated ddd The laterally integrated ddd was estimated by scoring the energy
deposition (DOSE) within the water phantom mimicking the PEAKFINDER (z = 0 cm to z =
30 cm) using FLUKA’s USRBIN scorer. In order to best reproduce the measured Bragg curve
shown in Fig. 6.16, a spatial resolution of the simulated ddd in z-direction of 0.1 mm was
chosen. Therefore, the charged hadron transport step size in all materials had to be decreased
by a factor of 10 to a corresponding 0.5 % loss of kinetic energy via the FLUKAFIX card, while
all other parameters were set as described in Sec. 4.6. Input values of the energy spread and
material composition of styrofoam were regarded as the sensitive parameters to be adjustd on
the basis of the experimental data in an iterative trial-and-error approach. Further, for a fair
comparison with the experimental data, the finite acceptance of the PEAKFINDER had to be
included in the MC modeling. As shown in Parodi et al. [2012], a sufficient approach is the
restriction of the radial scoring using USRBIN to the 4.08 cm active radius of the measuring
thin-window Bragg peak chamber. In total, 500000 primary particles have been simulated
resulting in statistical uncertainties generally below 0.5 %.
Comparison of simulated and measured data It has been shown that an energy distri-
bution of 0.2 % FWHM and styrofoam composed of 6.154 mm polystyrene (3.04 %) and
196.346 mm air (96.96 %) yields the best agreement with the experimental data as shown in
Fig. 6.16. The deviation between experimental and simulated data is in the order of 0.2 pp
(percentage points) in the entrance channel, maximal 2.0 pp (=ˆ3% of the experimental data)
in the raising shoulder of the Bragg peak and about 0.4 pp in the tail region. The underesti-
mation of dose in the raising shoulder of the Bragg peak while showing good agreement with
the experimental ddd in the falling part indicates that energy/range straggling taking place
in styrofoam is not - as assumed - Gaussian distributed (cf Sec. 2.3). Most likely, the distri-
bution of air bubbles with different radii causing the inhomogeneous nature of styrofoam is
not normally distributed resulting in a higher percentage of particles having lower energies
than higher energies after passing styrofoam. Thus, more particles deposit their dose in the
raising shoulder of the Bragg peak then in the falling part explaining the differences seen
in Fig. 6.16. Since the calorimetric measurements are performed in the entrance channel of
the ion beam with a very small gradient of the ddd, the impact of the differences seen in the
raising area of the Bragg peak can be assumed to be minor.
6.3.3.2 MC simulation of the particle spectrum and dose deposition at the measure-
ment position of the water calorimeter
Geometry The ’real’ set-up of the water calorimetric measurements performed at the ex-
perimental beam-line at HIT has been implemented in FLUKA using the knowledge gained
from the PEAKFINDER experiment, namely an energy spread of 0.2 % FWHM, the exact
composition of styrofoam as well as the implementation of all other materials as given in
Tab. 6.5. In comparison to the phantom, the water calorimeter embodies a water phantom
filled with liquid water (implemented in FLUKA as waterHIT) in which the glass cylinder is
located. The thermistor probes are centrally arranged in the glass cylinder at about 50 mm
depth of water (49.3 mm water + 0.7 mm glass) as schematically shown in Fig. 4.1 b. Fur-
ther, both front and rear wall of the glass cylinder have been taken into account with the exact
dimensions given in Fig. 4.1 b. Further, the distance between the water calorimeter surface
and the isocenter of 655 cm (Fig. 6.1) has been explicitly considered in the MC simulation.
Except for the thermistor probes, which have not been included in the MC simulation, all
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other constituents of the water calorimeter and the monitor chamber have been accurately
taken into account as discussed in Sec. 6.3.3.1 having a slab size of 30 cm× 30 cm. In order
to simulate the particle spectrum and dose deposition of primary particles and fragments at
the measurement position of the water calorimeter, following additions to the settings used
in the MC simulation of the PEAKFINDER experiment were made: (I) The δ -ray produc-
tion by muons and charged hadrons has been deactivated, which means that their energy
transfer is assumed to take place as continuous energy loss and (II) the transport cutoff in
terms of kinetic energy has been reduced via FLUKA’s PART-THRES card by a factor of 10
to 10 keV for all charged hadrons allowing more accurate particle transport. In total, 300000
primary particles were simulated allowing a good compromise between computational speed
and statistics.
Scoring The absorbed dose deposited at the measurement position of the thermistor probes
was estimated using USRBIN in a water region of 1 mm thickness (approximately the sensi-
tive area of the thermistor probes) and a cross-section of 30 cm× 30 cm. In addition to the
scored dose deposited by all particles, Dall , FLUKA’s AUXSCORE card has been used in order
to filter the dose deposited by particles with atomic number Z=1 to Z=6 regardless of their
mass number M. The particle spectrum was estimated using FLUKA’s USRYIELD detector
allowing to score a double-differential particle yield around an extended target. Here, US-
RYIELD has been applied to a cross-section of 30 cm× 30 cm water at the measuring depth
of the thermistor probes to score the particle yield d
2N
dLET dE with respect to LET and energy
E. The LET was scored linearly from 0 -100 keV/µm in bins of 0.1 keV/µm width, while the
kinetic energy was scored in one interval from 0 - 10 GeV including all particles expected in
the simulation. Again, FLUKA’s AUXSCORE card has been applied to filter the particle yield
by atomic number Z.
Results Fig. 6.17 summarizes the final results of the MC simulation. The plot shows the
number of particles, N, per primary simulated particle, N0, over the LET in keV/µm dif-
ferentiating the particles by atomic number Z. In addition, the median LET is highlighted.
As expected, carbon ions (Z = 6) show the most narrow peak at the highest median LET of
11.3 keV/µm corresponding to a kinetic energy of about 368 MeV/u. This value is in agree-
ment with the expected energy loss of the primary carbon ions (E = 428.77 MeV/u) pass-
ing the corresponding WET from the synchrotron to the measurement position of the water
calorimeter. The lightest particles with Z=1 show the broadest peak at the lowest median
LET of 0.4 keV/µm, while all other particles with Z = 2 to 5 are located in between. The
yield of the different particles with respect to the total number of particles scored as well as
their contribution to the total deposited dose (Dall) is given in the inserted table. Protons,
deuterons and tritons (Z = 1) dominate the particle spectrum with a fraction of 48 %, while
carbon ions only contribute with 39 % to the total number of particles scored at the mea-
surement position of the water calorimeter. However, due to the difference in LET, the total
dose is mainly deposited by carbon ions (85 %), while the dose contribution of particles with
Z=1 is only 8 %. Helium ions (Z = 2) make 10 % of the total number of particles, while their
contribution to the deposited dose is only 3 %. Lithium (Z = 3), Beryllium (Z = 4), and Boron
(Z = 5) are rare in the spectrum (less than 2 % each) and deposit all together about 4 % of the
total dose. Particles with higher Z have not been explicitly considered in the simulation, since
the sum over the doses from Z = 1 to 6 agrees within 99.8 % with the total deposited dose
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Fig. 6.17: The figure summarizes the results of the MC simulation at the measurement position of
the water calorimeter showing (I) the yield of the different particles with respect to LET (median
LET highlighted), (II) the percentage of the different particles with respect to the total number
of particles scored, as well as their (III) percental contribution to the total deposited dose. The
errors given for the dose estimation are directly taken from the MC simulation and thus only
consider statistical uncertainties.
scored independent of particle type. Thus, target fragments like oxygen and other heavier
fragments only contribute with 0.2 % to the total deposited dose and are therefore neglected
in the particle spectrum shown. The statistical uncertainties concerning the MC-based dose
calculation are between 0.1 % for carbon ions and 1.4 % for Beryllium. However, these un-
certainties do not include so-called type B uncertainties, which are assumed to be in the order
of a few percent concerning the calculation of dose as shown in Parodi et al. [2012], but have
shown to increase up to some tens of percent for differential quantities like the particle yield
with respect to LET and energy as stated in Böhlen et al. [2014].
6.4 Calorimetric measurements
For each of the three beamtimes, between 60 and 80 calorimetric experiments were per-
formed within 2 successive night shifts for the determination of Dw resulting in a total num-
ber of 219 calorimetric measurements. Within these irradiations, two different hydrogen-
saturated calorimetric detectors were used (cf Tab. 6.6), which were routinely employed in
the primary standard water calorimeter at PTB in 60Co radiation in order to prove the re-
sponse of the detectors. The nominal measurement depth of the thermistors was set to 50 mm
with respect to the beam entrance window of the water phantom as shown in Fig. 4.1. As the
distance of the glass cylinder with respect to the beam entrance window can slightly change
with time due to a bowing of the PMMA window caused by the water pressure, the spacing
has been frequently checked directly before and after each calorimetric beamtime. The mean
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Fig. 6.18: a) Typical calorimeter signal for 10 consecutive irradiations. The insert shows the en-
larged temperature-dependent resistance change for one irradiation with the corresponding linear
fits to the pre- and post-irradiation drift curves for the determination of ∆R. The step shown in
the signal is due to the irradiation pattern consisting of two shifted rescans (cf Fig. 6.2). The re-
sulting ∆R/R values needed for the determination of Dw are shown in b) for all 80 measurements
performed with the thermistor probe E23 during the course of the third calorimetric beamtime
performed in Feb. 2015.
value has then been taken as real measurement position of the water calorimetric detector,
although for all three calorimetric beamtimes, this effect has shown to be almost negligible.
Additonally, during all calorimetric and ionometric measurements, the irradiation was mon-
itored by means of a large-area transmission ionization chamber mounted directly in front
of the radiation entrance window of the calorimeter (cf Fig. 4.1 b), which was corrected for
a change in the air density throughout the measurements. This data has been used as an
additional quality check of the irradiation stability.
For the specific irradiation conditions used within this thesis (cf Tab. 6.1), ten consecutive
irradiations with a break of about 3 min in between could be performed within one run before
the water calorimeter had to be reconditioned in order to remove radiation-induced temper-
ature gradients in the water. Therefore, the water has been stirred for five minutes followed
by a waiting time of about 50 min until residual temperature drifts were small enough allow-
ing for further accurate calorimetric measurements. Figure 6.18 a shows a typical thermistor
signal for a series of ten irradiations with the radiation-induced resistance change for one
measurement enlarged depicted in the insert. Time intervals of 110 s each were used to
perform linear fits to the signal of the pre- and post-irradiation drift curves in order to ex-
trapolate the corresponding signals to the mid-run position. As the thermistor probe and the
surrounding water exhibit different specific heat capacities and mass-energy-absorption co-
efficients, a small temperature difference between the thermistor probe and the surrounding
water occurs just at the beginning of an irradiation and remains almost constant until the
end of the irradiation. Afterwards, the temperature decreases approximately exponentially
with time [Krauss, 2006b], which is accounted for in the linear fit of the post-irradiation drift
curve by using an off-set of 10 s. The resulting difference between the extrapolated pre- and
post-irradiation drift curves at mid-run position is then used to calculate ∆R/R (Fig. 6.18 b)
needed for the determination of ∆T . Dw has been obtained separately for each thermistor ac-
cording to Eq. 4.4 using the correction factors given in the following section with the mean
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value of both Dw-values taken as the final result of a calorimetric beamtime. For the deter-
mination of the thermistor sensitivity S according to Eq. 4.2, the thermistor-specific B-values
as given in Tab. 6.6 were used together with the water temperature, T , recorded throughout
the calorimetric measurements.
6.4.1 Determination of correction factors and their uncertainties
According to Eq. 4.4, several correction factors are required for the calorimetric determina-
tion of Dw and the subsequent calculation of kQ. The values of the correction factors were
partly obtained by experiments, by calculations, or by both. In the following, each correction
factor will be addressed separately including a detailed investigation of uncertainties.
6.4.1.1 Heat defect kh
In the case of hydrogen-saturated water, it has been shown for 60Co γ-radiation that the
assumption of a zero heat defect after a small pre-irradiation dose is reasonable within a
relative standard measurement uncertainty of 0.14 % [Krauss, 2006b]. Sassowsky and Pe-
droni [2005] performed model calculations of the radiolysis of water for proton radiation up
to an LET of 25 keV/µm showing that the finding of a zero heat defect for the H2-system
is independent of LET, which confirmed the results obtained by Palmans et al. [1996]. It
is assumed that this result is also valid for heavier ions within the investigated LET-region.
Consequently, for the determination of Dw,Q by means of water calorimetry in the scanned
carbon ion beam at HIT having an maximum LET of about 11.3 keV/µm (cf Fig. 6.17), the
correction factor for the heat defect, kh, is taken to be 1.00± 0.14 %. However, before a
detector was used at HIT, its response was proven in 60Co γ-radiation at PTB to be stable
and to coincide with the expected response of a zero heat defect at least within 0.1 %. This
margin is considered as a possible further contribution to the uncertainty of the heat defect.
6.4.1.2 Heat conduction correction kc
In order to account for the heat conduction effects occuring during and after a calorimetric
measurement as discussed in Sec. 4.1.2.2, the real calorimetric measurement conditions need
to be reproduced as precise as possible within finite-element calculations. Within this thesis,
the heat conducution effects were modeled using COMSOL Multiphysics version 4.3a by
Dr. Achim Krauss from PTB. For static irradiation fields, the method is well established
with a detailed description given in Krauss [2006b], while the model applied for the transfer
to scanned ion beams is a recent development and has thus not yet been published. Prelimi-
nary studies concerning the general application of heat conduction calculations with respect
to scanned ion beams can be found in [Krauss, 2006a] and [Sassowsky and Pedroni, 2005],
while a very similar approach for the calculation of heat conduction effects in scanned ion
beams as used here has been simultaneously developed within a Master´s project performed
at the Dutch metrology institute VSL [Zavgorodnyaya, 2015]. Briefly, in comparison to
static irradiation fields, it is not feasible for scanned ion beams to model the entire irradia-
tion field by computing every single irradiated raster spot as computational time and memory
requirements would be unacceptably high. Thus, instead of modeling all 1352 raster spots
used for the calorimetric measurements, only a single pencil beam was applied to the center
of the water calorimeter and modeled within COMSOL Multiphysics recording the time-
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and space-dependent evolution of the resulting temperature drifts during and after the irra-
diation within a sufficiently fine grid. This information was then used to superimpose the
temperature drifts of the very same modeled pencil beam according to the spatial irradia-
ton pattern and time structure used in the calorimetric measurement to simulate the total
temperature rise with respect to the measurement position of the thermistor probe. In Zav-
gorodnyaya [2015] it has been shown that this kind of convolution model is suitable for both
homogenous and inhomogenous irradiation fields realizing a fast and flexible method easily
applicable to different scanning patterns. kc is then determined from such calculations by
analysing the calculated excess temperature, which is the ratio of the calculated temperature
with and without heat conduction being taken into account, with the same linear fit method
and within the same time intervals as applied for the experimental calorimetric data.
Within the finite-element calculations, which were performed using a rotational symmetric 2-
dimensional geometry model of the water phantom including the flat glass walls of the detec-
tor cylinder, the mathematical expression given in Eq. 6.1 has been used to describe the heat
generating dose distribution of the carbon ion pencil beam. In order to use a 2-dimensional
rotational symmetry for the calculations, a mean symmetric 2-dimensional Gauss distribu-
tion has been assumed on the basis of the measured FWHM as given in Tab. 6.2. The spatial
irradiation pattern has been extracted from the modified machine beam records of MWPC1
as explained in Sec. 6.3.2.2 and Sec. 6.3.2.4, which has shown to reproduce the measured
lateral dose distribution very well (cf Fig. 6.10). The radiation-dependent heat generation
rates in depth were taken from the measured ddd (cf Sec. 6.3.2.5), which was adequately
fitted to generate a mathematical expression applicable within the calculation. Further, the
time structure of the irradiation has been taken from Tab. 6.4 using a mean irradiation du-
ration of 95 s for the complete scan and 32 ms for a single spot. Using these experimental
input values, the resulting heat conduction correction factor, kc, amounts to 1.0177± 0.50%
with the given uncertainty comprising the following components: (I) Variations of the lateral
dose distribution and time structure occurring from irradiation to irradiation as well as in
between beamtimes are accounted for by performing calculus of variations using the mea-
sured fluctuation range. This component contributes to the total uncertainty with ± 0.3 %.
(II) Uncertainties of the applied convolution model especially with respect to complex raster
pattern and the influence of the detector wall on close-by positioned raster spots are estimated
with ± 0.3 %. (III) Usually, the exact time evolution of the series of consecutive irradiations
is considered in the heat transport calculations, as the superposition of the heat conduction
effects of the previous irradiation with those of the actual irradiation leads to an individual
pattern of the experimental results as a function of the number of irradiation [Krauss, 2006b].
This is, however, not realistic for the irradiation situation in scanned ion beams due to im-
practicable computation times. For the measurements performed within this thesis having a
break of 3 min between two consecutive calorimetric measurements, a simplified compari-
son using the example of a static irradiation of 95 s duration with the lateral dose distribution
taken from Fig. 6.8 has shown maximal differences between the irradiation specific kc´s of
0.2 % for a series of 10 measurements. Thus, this uncertainty is considered in the overall
uncertainty of the irradiation independent heat conduction correction factor. (IV) The un-
certainty of the geometrical water calorimeter model as well as the thermal parameters used
within the finite-element calculations is estimated with ± 0.1 %.
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6.4.1.3 Radiation field pertubation correction kp
According to the procedure described in Sec. 4.1.2.3, kp has been determined experimen-
tally by using a ’dummy detector’ in combination with the thimble ionization chamber
TM30013 S/N 7659, which has been corrected for changes in the air density of the sensi-
tive volume during the course of measurements. The chamber has been operated at 400 V
and read-out using the UNIDOS electrometer by PTW (Freiburg, Germany). The measure-
ments were performed at room temperature with the very same irradiation parameters and
measurement position as used for the determination of Dw (cf Tab. 6.1). By turns, measure-
ments have been performed with the ionization chamber placed inside the water phantom of
the calorimeter with and without the surrounding glass cylinder. The distance of the ioniza-
tion chamber with respect to the beam entrance window has been frequently checked during
the course of measurements. In total, 16 (11) measurements were performed without (with)
’dummy detector’ with the corresponding mean values given in the figure. As the relative
standard deviations seen for both measurements with and without ’dummy detector’ are in
good agreement with the standard deviation of measurements seen during beam monitoring
(cf Fig. 6.15), one can assume reliable and reproducible measurement conditions. Thus, kp
was determined as the ratio of the ionization chamber reading without and with the glass
cylinder present to 1.0021± 0.0007. In addition, the radiation field pertubation factor has
been verified via a FLUKA simulation comparing the dose deposition with and without
presents of the glass cylinder at the measurement position of the thermistor probes. The
simulated kp-value amounts to 1.0014± 0.0010 and thus confirms the experimental result.
In addition to the given relative standard error of the mean (0.07 %), which includes the ef-
fects from small positioning variations of the ionization chamber during the course of mea-
surements, a remaining systematic difference between real calorimetric and ’dummy detec-
tor’ (e.g. absence of thermistor probes) is accounted for by an assumed uncertainty contri-
bution of 0.2 % resulting in kp = 1.0021 with an overall standard uncertainty of ± 0.21 %.
6.4.1.4 Correction for lateral measurement position kl
As explained in Sec. 4.1.2.4, the value of Dw measured off-axis with each thermistor needs
to be individually corrected to the dose deposited at the central axis in order to achieve com-
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Thermistor B-value Horizontal position kl ∆kl/kl
E4 3199.93 K +2.0 mm 1.0071 ± 0.44 %
E7 3103.10 K +2.7 mm 1.0077 ± 0.36 %
E22 3224.30 K -4.6 mm 1.0140 ± 0.33 %
E23 3140.94 K -3.2 mm 1.0121 ± 0.34 %
Table 6.6: Overview of the thermistor-specific kl-factors used for the determination of Dw. The
position of the thermistor probes inside the calorimetric detector, which are precisely known
within less than± 0.1 mm, are given in beam´s eye view (BEV) with respect to the central beam.
Additionally, the thermistor-specific B-values needed for the calculation of ∆T are given. The
thermistors E7 and E22 were used during the first and second beamtime, while another calori-
metric detector comprising the thermistors E4 and E23 was applied during the third beamtime.
parable conditions between the ionometric and calorimetric measurements. Two methods for
the determination of the thermistor specific kl-factors were applied here. The first method
is based on the mean relative lateral dose distribution measured with STARCHECK with the
corresponding horizontal profile shown in Fig. 6.8. As the lateral dose distribution is normal-
ized to the central beam, kl is given by the reciprocal of the interpolated relative dose at the
individual thermistor position. The second approach is based on the calculated relative dose
distribution using the adapted raster spot positions of MWPC1 as shown in Fig. 6.11 by also
interpolating the corresponding data to the individual thermistor position. The differences
seen between both methods are well below 0.2 % with the true thermistor-specific kl-values
taken to be the mean of both approaches as given in Tab. 6.6. The corresponding relative un-
certainties result from the uncertainties of the mean lateral dose distribution measured with
STARCHECK (cf caption of Fig. 6.8), while contributions from positioning uncertainties will
be addressed separately in Sec. 6.6.
6.4.1.5 Correction for measurement position in depth kd
As explained in Sec. 4.1.2.5, the water calorimetric measurements performed at 4 °C need
to be comparable to the ionometric measurements carried out at 18 °C in order to accurately
determine the corresponding kQ-factor. Although the nominal measurement position was set
to 50 mm, small deviations were seen in the frequently verified calorimetric and ionometric
measurement positions. In addition to this effect, also the difference in density between
water of 4 °C and 18 °C amounting to 1.00168 [Lemmon et al., 2005] needs to be accounted
for as it influences the effective measurement depth. Considering the very small depth dose
gradient of 0.023 %/mm at the nominal measurement position (cf Fig. 6.13), the differences
between the calorimetric and ionometric measurement positions were found to be generally
very small with the resulting beamtime- and ionization chamber- specific kd-values being in
the order of 0.999. Considering the uncertainties in the density of water [Wagner and Pruß,
2002] as well as the very small depth dose gradient, the relative standard uncertainty of the
depth dose distribution correction factor kd = 0.999 is estimated to be less than ± 0.01%.
6.4.1.6 Correction for a change in the thermistor´s electrical power ke
As the change in the thermistor´s electrical power during the course of a calorimetric mea-
surement directly influences the temperature level of the thermistor and with that the mea-
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Fig. 6.20: a) Experimental set-up for the calibration of the ionization chamber in terms of ab-
sorbed dose to water within the water phantom of the calorimeter. b) Typical ionometric mea-
surement series consisting of 40 irradiations performed with the TM30013 S/N 7659 during the
third beam time in Feb. 2015.
surement of the radiation-induced temperature rise ∆T , the corresponding correction fac-
tor ke needs to be applied in order to accurately determine Dw. As known from calibra-
tion (cf Sec. 4.1.1), the temperature level of the thermistors is raised by a factor of about
dT/dP = 1.2 mK/µW with respect to the surrounding water temperature. Considering this
as well as the specific calorimetric measurement conditions and the voltage divider circuit
used for the determination of Rth (cf Fig. 4.3), ke accounts to 1.0004 with a relative standard
uncertainty of ± 0.01 % considering possible variations in the thermal coupling of dT/dP.
6.5 Ionometric measurements
Except for the first beamtime, where the ionometric and calorimetric measurements were
delayed in time by about one week due to logistical reasons, the calibration of the Farmer-
type ionization chambers FC65-G S/N 2978 and TM30013 S/N 7659 (cf Sec. 4.2) in terms
of absorbed dose to water was performed directly after the calorimetric measurements had
been finished and the water temperature in the phantom had been increased to 18 °C. In order
to ensure comparable measurement conditions, the reference point of the ionization chamber
was positioned at the same depth of water in the phantom of the calorimeter as the ther-
mistor during the calorimetric measurements (Fig. 6.20 a and Fig. 3.1 b) and the very same
irradiation parameters were used. According to the manufacturers’ instructions, a fixed pos-
itive bias potential of + 300 V has been applied to the central electrode of the FC65-G and
+ 400 V to the chamber thimble of the TM30013. By using the ionometric measuring system
developed by PTB, the ionization chamber charge as well as the water temperature inside
the calorimeter phantom and the ambient air pressure have been recorded with a sample
rate of 1 Hz allowing to continuously correct the ionization chamber reading for the influ-
ence of air temperature and pressure according to Eq. 4.7. The corresponding reference data
used for calibration in 60Co radiation are summarized in Tab. 4.2. Here, analogue to the
analysis of the calorimetric measurement data (cf Sec. 6.4), the integral radiation-induced
charged measured by the ionization chamber has been determined by extrapolating the lin-
ear fits of the pre- and post-irradiation drift curves to the mid-run position. In comparison,
the background-corrected integral signal of the ionization chamber reading has been auto-
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matically determined when the UNIDOS electrometer by PTW has been applied. In total,
90 (100) measurements have been performed with the TM30013 (FC65-G) over the course
of all three ionometric beamtimes with a typical series of measurements exemplary shown in
Fig. 6.20 b. The relative standard deviation of the measurement given in the figure is typical
for all ionometric measurements performed within this thesis. Further, it is in good agree-
ment with the relative standard deviation of measurements seen within the investigation of
the long-term reproducibility of the irradiation conditions discussed in Sec. 6.3.2.6. As the
final result of each ionometric beamtime, the radiation-induced charge measured with each
ionization chamber has been corrected for the influence quantities given in the following
section.
6.5.1 Determination of correction factors and their uncertainties
As described in Sec. 4.2.2, several correction factors are required for the ionometric mea-
surements, which are separately addressed in the following.
6.5.1.1 Saturation correction ks
According to the procedure described in Sec. 4.2.2.3, the saturation effect has been deter-
mined experimentally for both ionization chambers with the measured data and resulting
Jaffé-diagrams shown in Fig. 6.21. The measurement conditions, i.e. irradiation parameters
and measurement position, were not changed with respect to the ionometric measurements
described in the previous section. By applying linear-quadratic fits to the data shown in
the Jaffé-diagrams, the saturation correction factor, ks,12C, has been determined to 1.0022±
0.22% for the FC65-G chamber (UG = 300 V) and 1.0023±0.22% for the TM30013 cham-
ber (UG = 400 V) by means of Eq. 4.11. In addition to the uncertainty of the fit parameters,
the total relative uncertainties given for ks include an uncertainty contribution of the method
itself, which is assumed to be in the order of ± 0.20 %. This value results from calculus of
variation where the number of data points in the Jaffé-diagram have been slightly varied and
its impact on the resulting ks-value studied.
As the ND,w calibration factors for 60Co radiation for both ionization chambers are not cor-
rected for the saturation effect under reference conditions, a modified correction factor ac-
cording to Eq. 4.12 needs to be applied in order to adequately correct for the effect of incom-
plete saturation in the user beam quality 12C. Using the ks,60Co-values given in Tab. 4.2 with
the corresponding measurement uncertainties already included in the uncertainty of ND,w,
the final ks-factors for the FC65-G and TM30013 chambers amount to 1.0012±0.22% and
1.0013±0.22%, respectively.
6.5.1.2 Polarity correction kpol
As the measurements for the determination of ks have been performed at both polarities for
each applied voltage, the polarity correction factor can be deduced from the data shown
in Fig. 6.21 according to the procedure described in Sec. 4.2.2.2. Thus, kpol,12C has been
determined to 1.0012± 0.07% for the FC65-G chamber and 0.9993± 0.07% with respect
to the TM30013 chamber. The total relative uncertainties given include the standard error of
the performed measurements as well as a very small uncertainty contribution of the method
itself estimated by 0.05 %, as, except for the polarity, nothing has been changed with respect
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Fig. 6.21: Measured data and resulting Jaffé-diagrams for the determination of the saturation
correction factor in the user beam quality 12C with the error bars referring to the standard errors
of the repeated measurements with respect to U.
to the experimental set-up during the determination of kpol .
Analogue to the saturation effect, the calibration factors for 60Co radiation for both ionization
chambers are not corrected for the polarity effect under reference conditions. Thus, the
final kpol-values determined according to Eq. 4.9 amount to 1.0002± 0.07% and 1.0003±
0.07% for the FC65-G and TM30013 chambers, respectively. Again, the uncertainty of the
kpol,60Co-values in Tab. 4.2 are already considered in ND,w and are therefore not included in
the measurement uncertainties of kpol given here.
6.5.1.3 Volume correction kV
As described in Sec. 4.2.2.4, neither a standardized procedure for the determination of kV
with respect to carbon ion beams exists yet nor have corresponding spatial dose response
functions of ionization chambers been determined for 12C radiation. Therefore, a simpli-
fied approach has been used by numerically integrating the lateral dose distribution over
the cross-sectional area of the ionization chamber perpendicular to the beam axis without
considering the real cylindrical form of the Farmer-type ionization chambers. The volume
correction factor has then been calculated as the ratio of the relative dose value at the posi-
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Fig. 6.22: Considering the
dimensions (given in mm) and
the measurement positions of the
individual ionization chambers
within STARCHECK, the sensitive
volume of the Farmer chambers
(indicated by blue color) used
for the determination of kQ can
be ’covered’ with STARCHECK
chambers (indicated by gray
color). Here, two possibilities
(A.1 and A.2) using different
STARCHECK chambers (the IDs
of the chambers are given in
the figure) are shown, which
cover the sensitive volume of
the Farmer chambers the best,
although small uncovered areas
as well as exceeding parts are
unavoidable.
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tion of the reference point of the chamber (located at the central axis) and the result of the
’integration’, which is strictly seen not a real mathematical integration but more an adding
up of relative dose values. Analog to the procedure described for the determination of the
calorimetric correction factor kl in Sec. 6.4.1.4, two methods were applied for the determina-
tion of kV . The first method is based on the mean relative lateral dose distribution measured
with STARCHECK with the corresponding vertical profile shown in Fig. 6.8. As explained in
Sec. 6.3.2.4, the ionization chamber array has been repositioned multiple times during these
measurements in order to increase the spatial resolution of the lateral dose profiles. Thus,
considering the dimensions and the measurement positions of the individual ionization cham-
bers within STARCHECK, the sensitive volume of the Farmer chambers can be ’covered’ in
two different ways (A.1 and A.2) as illustrated in Fig. 6.22. kV has then been approximated
by averaging the signal of corresponding STARCHECK chambers with the results of A.1 and
A.2 agreeing within 0.02 %,.
The second approach is based on the calculated 2-dimensional dose distribution using the
adapted raster spot positions derived from the measurements with the position regulating
MWPC1 as shown in Fig. 6.11. In this case, the numerical integration was performed over
the full cross-sectional area of the farmer chambers. The relative difference between both
methods used for the approximation of kV amounts to 0.4 % with the true value taken to
be the mean of both approaches. Thus, the final kV -value is given by 1.0129 ± 0.26%
considering an uncertainty contribution from the mean lateral dose distribution measured
with STARCHECK of 0.17 % (cf caption of Fig. 6.8) and the simplified method for the de-
termination of kV itself (0.20 %), while contributions from positioning uncertainties will be
addressed separately in the following section.
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6.6 Determination of kQ and its uncertainties
The beam quality correction factor kQ has been determined according to Eq. 3.3 with ND,w
for both ionization chambers taken from Tab. 4.2. ND,w,Q has been calculated as the ratio of
absorbed dose to water as determined by means of water calorimetry (cf Sec. 6.4) and the
corresponding radiation-induced charge measured during the direct calibration of ionization
chambers (cf Sec. 6.5) in the clinical carbon ion beam. The combined standard measurement
uncertainty of the kQ-factors is evaluated in accordance with the recommendations of the
Guide to the Expression of Uncertainty in Measurement [Joint Committee for Guides in
Metrology (JCGM/WG 1), 2008] and is composed of the uncertainty contributions from
the calorimetrically determined Dw,Q, the ionometric measurement of MQ, as well as the
uncertainty of the calibration factor ND,w. As the uncertainties for the specific heat capacity
of water, for the heat defect (without the contribution of possible response variations of
different detectors), and for a part of the uncertainty contributions to the calibration of the
temperature probes are common in the case of both ND,w and ND,w,Q, they will be omitted
in the calculation of the overall standard measurement uncertainty of kQ as discussed in
detail in Krauss and Kapsch [2007]. Tab. 6.7 summarizes the complete uncertainty budget
for the experimentally determined kQ-factors with the uncertainty contributions stated in
brackets indicating omitted uncertainty contributions. With respect to ND,w, the standard
measurement uncertainty of 0.25 % as stated in the calibration certificate therefore reduces
to 0.20 % when omitting the named uncertainty contributions. As the uncertainties for the
ionometric measurements performed with both ionization chambers are very similar and
mean values have been used were necessary, the uncertainty budget is valid for the kQ-factors
determined with both ionization chambers. In addition to the uncertainties of the calorimetric
and ionometric correction factors discussed before, the following additional contributions
need to be considered:
Radiation-induced temperature rise, ∆T According to Eq. 4.3, ∆T results from the
measured relative resistance change ∆R/R and the thermistor sensitivity S. The statistical
uncertainty of a calorimetric measurement is given by 0.14 %, which is a typical standard
error of a mean ∆R/R value obtained during a calorimetric experiment in the scanned
carbon ion beam at HIT. This uncertainty is caused by the signal-to-noise ratio of the
measurement system as well as by variations of the dose deposition occurring from irra-
diation to irradiation. In addition, calibration uncertainties of the voltage-divider system
used for the measurement of R as well as uncertainties caused by the data analysis method
are estimated with 0.05 % resulting in an overall uncertainty of ∆R/R of 0.15 %. Further,
the total uncertainty of S is given by 0.07 % resulting from two sources: (I) 0.06 % are
caused by the secondary standard thermometer including the corresponding reading de-
vice used for the calibration of the thermistor probes in terms of resistance change with
temperature and (II) 0.03 % result from the calibration procedure itself [Krauss and Kap-
sch, 2007]. As the first source is common for all calibrations of the different thermistor
probes used for the determination of both ND,w and ND,w,Q, only the second contribution
of 0.03 % has to be considered in the overall standard measurement uncertainty of kQ.
Positioning of the thermistor probes While the positioning uncertainty in depth is
already included in the uncertainty of kd (cf Sec. 6.4.1.5), residual uncertainties with
respect to the lateral thermistor position will be separately addressed here. Although
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Quantity Rel. standard uncertainty / %
Calorimetric measurements
Radiation-induced temperature rise, ∆T
Rel. resistance chance, ∆R/R 0.15
Thermistor calibration, S [0.06] 0.03
Specific heat capacity, cp [0.03]
Positioning of the thermistor probes 0.14
Heat conduction effects, kc 0.50
Heat defect, kh [0.14] 0.10a
Lateral measurement position, kl 0.36b
Radiation field pertubation correction, kp 0.21
Change in thermistor´s electrical power, ke 0.01
Measurement position in depth, kd 0.01
Ionometric measurements
Dosimeter reading 0.09
Polarity effect, kpol 0.07
Ion recombination, ks 0.22
Volume effect, kV 0.26
Positioning of the ionization chamber 0.10
Calibration factor ND,w [0.15] 0.20c
Stability of ND,w 0.05
Long-term reproducibility of the irradiation 0.30
Combined standard measurement uncertainty of kQ 0.82
Table 6.7: Combined standard measurement uncertainty budget for the calorimetric determina-
tion of kQ in the scanned carbon ion beam at HIT with detailed radiation field specifications given
in Sec. 6.3. Values stated in brackets indicate uncertainty contributions which are common for
both ND,w and ND,w,Q and are therefore omitted in the overall standard measurement uncertainty
of kQ (see also text on page 75). a A residual uncertainty contribution of 0.10 % remains for
the calorimetric determination of Dw,Q considering possible response variations of the different
calorimetric detectors measured with 60Co-radiation (cf Sec. 6.4.1.1 and text on page 75). b Mean
uncertainty of the thermistor specific kl-values stated in Tab. 6.6. c The standard measurement un-
certainty of the calibration factor contains the uncertainty of the pertubation and saturation effect
of the ionization chamber at 60Co radiation. Therefore, these contributions are not considered in
the stated uncertainties of ks and kpol .
the position of the thermistor probes inside the calorimetric detector is precisely known
within an uncertainty of less than± 0.1 mm, lateral positioning uncertainties of the water
calorimeter due to the finite line width of the adjusting laser system can cause deviat-
ing measurement positions of the thermistor probes. In order to estimate this uncer-
tainty contribution, the lateral measurement position of the thermistor probes is assumed
to vary within ±1 mm. Considering the mean lateral dose distribution measured with
STARCHECK (Fig. 6.8), the standard measurement uncertainty of this effect can be esti-
mated with 0.14 %.
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Dosimeter reading The statistical uncertainty of an ionometric measurement is given
by 0.05 %, which is a typical standard error of a mean radiation-induced charge value
obtained during an ionometric experiment in the scanned carbon ion beam at HIT inde-
pendent of the ionization chamber used. This uncertainty is caused by the signal-to-noise
ratio of the read-out system as well as by variations of the dose deposition occurring from
irradiation to irradiation. Further, an uncertainty contribution of 0.07 % is considered tak-
ing into account uncertainties due to the electrometer calibration, the leakage current, the
measurement of the air pressure and the temperature in the chamber cavity, the humid-
ity, as well as the incomplete stabilization of the ionization current. Thus, the overall
uncertainty concerning the dosimeter reading amounts to 0.09 %.
Positioning of the ionization chamber Considering the very small depth dose gradi-
ent at the measurement position of the ionization chamber as well as almost negligible
positioning variations of the ionization chamber in depth measured before and after a cal-
ibration, the positioning uncertainty in depth can be neglected. Analogue to the lateral
positioning uncertainty of the thermistor probes, the measurement position of the ioniza-
tion chamber is assumed to vary within ±1 mm in both horizontal and vertical direction.
Considering the mean lateral dose distribution measured with STARCHECK (Fig. 6.8) as
well as the averaging effect of the ionization chamber due to its finite volume, the mean
standard uncertainty of this effect can be estimated with 0.10 %.
Long-term reproducibility of the irradiation Usually, a calorimetric/ionometric beam-
time for the determination of kQ consisted of three consecutive night shifts with the
calorimetric measurements performed during the first two nights and the correspond-
ing ionometric measurements carried out during the third night. Thus, variations in the
dose deposition due to the beam delivery system occurring between the calorimetric and
ionometric measurements directly influence the resulting kQ-factor. In order to investi-
gate this effect, the long-term reproducibility of the irradiation has been monitored over
a period of 7 months covering the course of all three ionometric/calorimetric beamtimes
as shown in Fig. 6.15 revealing maximal variations in the order of 0.5 %. As these major
variations did not occur between calorimetric and inometric measurements belonging to
the same beamtime, it is more realistic to estimate the uncertainty of this effect by the
relative standard deviation of all measurements given by 0.3%.
The resulting kQ-factors determined for each ionization chamber per calorimetric/ionometric
beamtime are shown in Fig. 6.23 agreeing well within the given uncertainties. The final kQ-
factor per ionization chamber is taken to be the mean value of the three experimentally
determined values with an overall standard measurement uncertainty of 0.8 %. As the dis-
placement effect is accounted for differently in TRS-398 and DIN 6801-1 (cf Sec. 3.2), it
is important to note that this experimentally determined kQ-factor, which will be referred to
as kcalQ in the following, is not directly comparable with the kQ-factors stated in the dosime-
try protocols. Thus, in order to compare the experimentally determined kQ-factors with the
corresponding literature values, kcalQ has to be transformed into k
DIN
Q (Eq. 3.12) and k
T RS
Q
(Eq. 3.13), respectively, using the experimentally determined value of δ12C =−0.023%/mm
(cf Sec. 6.3.2.5) for the relative depth dose gradient at zre f in the carbon ion field used for
calibration. The resulting kQ-values are summarized in Tab. 6.8 and will be discussed with
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Fig. 6.23: Experimentally determined kcalQ -factors for carbon ion beams. Please note that the
mean kcalQ -values given in the figure need to be transformed into k
DIN
Q (Eq. 3.12) and k
T RS
Q
(Eq. 3.13), respectively, in order to be used for the reference dosimetry of ion beams accord-
ing to DIN 6801-1 and TRS-398.
respect to the literature values in the following section.
6.7 Discussion
As a main result it was demonstrated for the first time that the experimental determination
of the kQ-factor for scanned clinical carbon ion beams by means of water calorimetry is
achievable with a relative standard measurement uncertainty of 0.8 %. This corresponds to a
threefold reduction of the uncertainty compared to calculated values and therefore enables to
significantly decrease the overall uncertainty related to ionization-based dosimetry of clinical
carbon ion beams. Besides precise calorimetric and ionometric measurements, this uncer-
tainty could only be reached by a thorough choice of irradiation parameters as elaborated
in Sec. 6.2. Moreover, a detailed characterization and monitoring of the irradiation field
over the course of the successively performed three calorimetric/ionometric beamtimes (cf
Sec. 6.3.2) has shown to be essential for the accurate determination of corresponding correc-
tion factors with low uncertainty (Sec. 6.4.1 and Sec. 6.5.1). In order to ensure that the field
characterization measurements reflect the real experimental set-up used for the determina-
tion of kQ at the best, a water-equivalent slab phantom has been developed mimicking the
water calorimeter as discussed in Sec. 6.3.1. This ensures that the variety of measurements
performed with all kind of detectors refer to the effective measurement position of the water
calorimeter.
In excess of the precise knowledge of the lateral and depth dose distribution needed for the
determination of kl , kV , kd , and kc, accurate determination of the spatial irradiation pattern,
i.e. the position of each irradiated raster spot, the exact size and shape of the carbon ion
pencil beam, and the temporal irradiation structure, were essential experimental parame-
ters in order to accurately reproduce the real calorimetric measurement condition within the
finite-element heat conduction calculations for the determination of kc.
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Thereby, one major challenge was to find a detector enabling precise measurements of the
lateral dose distribution with high spatial resolution and reproducibility while at the same
time offering a low measurement uncertainty. Comparing the different types of detectors
available with respect to this specific ion-beam application, the ionization chamber array
STARCHECK was found to offer the best trade-off between the desired properties. As the
uncertainty of the array and with that of the measured lateral dose distribution have signif-
icant impact on the determination of corresponding correction factors and thus the overall
measurement uncertainty of the resulting kQ-factor, the detector array has been investigated
in the well-defined 60Co irradiation field at PTB prior to its application in the carbon ion
beam at HIT. Via an extensive calibration procedure described in Sec. 6.3.2.4, a reduction of
the calibration uncertainty from ± 1 % as determined by the manufacturer to ± 0.3 % could
be achieved and a reproducibility of ≤ 0.1 % shown.
Although the irradiation parameters were carefully chosen to generate a preferably homoge-
nous irradiation field, the frequently repeated STARCHECK measurements revealed repro-
ducible maximal differences of 3 % between the central beam and the marginal regions
(±20mm) of the measured relative dose profiles already within the central area of the irradi-
ation field (cf Sec. 6.3.2.4). In this context it was intriguing to see that these large deviations
could not be explained by the spatial irradiation pattern as derived from the measurements
with the position-regulating MWPC1, nor by the number of particles delivered to each raster
spot as determined by the particle-number regulating IC1, which are recorded for each irradi-
ation within the machine beam records. Further measurements and theoretical investigations
strongly indicate that the discrepancy between measured and calculated dose profiles is most
likely due to slightly misplaced single wires within the MWPC1 resulting in defective raster
spot positions. However, this hypothesis has not been verified experimentally as the clear
separation of this effect from others is challenging. As the position of each irradiated raster
spot is, besides others, an essential experimental information for the determination of kc, the
experimental verification of this hypothesis is highly desirable for future measurements.
The long-term reproducibility of the beam delivery system in the QA-room at HIT has been
monitored over a time period of about 7 months covering the course of all calorimetric and
ionometric measurements performed for the determination of kQ. As a main result it could
be shown that the beam delivery system in combination with the irradiation plan used al-
low for very reproducible measurement conditions with a relative standard deviation of only
±0.3% (cf Sec. 6.3.2.6). As this result proves stable measurement conditions over time, kQ
could be determined with low measurement uncertainty although the corresponding calori-
metric/ionometric measurements had to be carried out over the course of three beamtimes
due to time constraints.
From the first part of this thesis dealing with the comparison of fluence- and ionization-
based dosimetry it was found that, even in the entrance channel of a high-energy carbon ion
beam, the primary particle beam is already significantly contaminated by fragments having
a non-negligible contribution to the total deposited dose. Therefore, in order to determine
the particle spectrum and the contribution of primary and secondary particles to the total
deposited dose at the measurement position of the water calorimeter and thus characterize
the particle spectrum corresponding to the experimentally determined kQ-factor, extensive
MC simulations have been performed. In order to reproduce the experimental set-up as
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TM30013 #7659 FC65-G #2978
Literature Calorimetry ∆/% Literature Calorimetry ∆/%
DIN 1.014±2.2% 1.026±0.8% -1.2 1.012±2.2% 1.021±0.8% -0.9
TRS 1.032±2.8% 1.036±0.8% -0.4 1.042±2.8% 1.030±0.8% +1.1
Table 6.8: Comparison of the calculated kQ-values for ion beams as stated in TRS-398 and DIN
6801-1 (draft) with the experimental kQ-factors determined by means of water calorimetry in the
clinical carbon ion beam at HIT.
accurate as possible, the inhomogeneous nature of styrofoam as well as appropriate phase-
space files provided by HIT have been carefully considered in the simulations. As shown
in Fig. 6.17 and discussed in the corresponding section, primary carbon ions with a median
LET of 11.3 keV/µm (corresponding to a kinetic energy of about 368 MeV/u) deposit 85 % of
the total dose, while their contribution to the total number of particles only amounts to 39 %
being dominated by protons, deuterons, and tritons with a fraction of 48 %. However, due to
their low-LET of about 0.4 keV/µm representing the lowest limit of the LET spectrum, their
contribution to the total deposited dose is only 8 %. The remaining 7 % of the deposited dose
is mainly from Helium ions, while the contribution of particles with Z = 3 to 5 is very small.
Strictly seen, the experimentally determined kQ-factor is only valid for this specific particle
spectrum. However, as both TRS-398 and DIN 6801-1 assume a constant kQ-factor for all
ions with 2 ≥ Z ≤ 18 (TRS-398) and 2 ≥ Z ≤ 10 (DIN 6801-1) and use similar conditions
within their calculations, it can be concluded that the experimentally determined kQ-factor is
comparable with the literature values stated in both protocols.
Table 6.8 compares the calculated kQ-values for ion beams as stated in TRS-398 and DIN
6801-1 (draft) with the corresponding experimental kQ-factors determined by means of wa-
ter calorimetry in the clinical carbon ion beam at HIT for both ionization chambers used.
With respect to kDINQ , the experimentally determined values for both chambers having a sim-
ilar design (cf Tab. 4.1) are about 1 % larger than the calculated ones. However, the same
tendency is not observable with respect to kT RSQ - while the experimentally determined k
T RS
Q -
value is about 1 % lower than the corresponding literature value stated in TRS-398 regarding
the FC65-G chamber, a deviation of 0.4 % in the opposite direction is shown in case of the
TM30013 chamber. At this point it should be noted that the kQ-factor of the FC65-G cham-
ber has been added retrospectively to version V.12 of TRS-398, which has been published
in June, 2006. In this version it is stated that the FC65-G chamber fails to meet some of
the minimum requirements given in Sec. 4.2.1 of TRS-398 and has only been added because
of its clinical use. While the kQ-values for both chambers given in DIN 6801-1 only differ
by 0.2 %, the corresponding kQ-factors stated in TRS-398 differ significantly by about 1 %
due to the usage of different values for (pwall)Co. However, as the kQ-factor has only been
determined for two ionization chambers within this thesis, a clear statement with respect to
the literature values is not possible at this time.
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Chapter 7
Conclusion and Outlook
Reference dosimetry with air-filled ionization chambers calibrated in terms of absorbed dose
to water in a 60Co gamma ray reference beam is the current gold standard for the dosimetry
of clinical carbon ion beams. However, although treatment with carbon ion radiotherapy al-
ready started more than 20 years ago with more than 15000 patients treated in one of the 10
facilities being in clinical operation up to now ([PTCOG, 2016], [Jermann, 2015]), no pri-
mary standard for absorbed dose to water for carbon ion beams exists so far. Consequently,
all values for the beam quality correction factor, kQ, given in TRS-398 [IAEA, 2000] and
DIN 6801-1 [DIN, 2016] for ion beams are derived by calculations being the main source
of uncertainties in the dosimetry of carbon ion beams with ionization chambers calibrated in
60Co radiation (cf Tab. 3.1).
Within this thesis, it could be shown for the first time that the experimental determination of
the kQ-factor for carbon ion beams by means of water calorimetry is achievable with a rela-
tive standard measurement uncertainty of 0.8 % via a thorough calibration procedure reduc-
ing the uncertainty of currently used calculated values by a factor of about three. Thus, this
result shows the potential of experimentally determined kQ-factors to significantly decrease
the overall standard measurement uncertainty in the dosimetry of clinical carbon ion beams.
In addition, the increased accuracy of the experimentally determined kQ-factor might open
the possibility to gain further insight and to potentially reduce the uncertainties of individual
components of the calculated kQ-factor for ion beams (cf Sec. 3.1), such as the (Wair)Q-value
or the stopping-power-ratio (sw,air)Q, which - up to now - dominate the overall uncertainty
of the calculated kQ-factor. Assuming recommended DIN 6801-1 values and correspond-
ing uncertainties of the water-to-air stopping power ratios, the perturbation factors, as well
as Wair,Co (cf Tab. 3.1), a mean Wair/e-value of (34.90 ± 0.64) J/C (±1.8 %) results for the
carbon ion beam used within this study using the experimentally determined kDINQ -factors
for both ionization chambers (cf Tab. 6.8). This value is about 1.2 % larger than the corre-
sponding value of (34.50 ± 0.52) J/C (±1.5 %) stated in both DIN 6801-1 and TRS-398. In
comparison, Sakama et al. [2009] found a mean value of (35.72 ± 0.54) J/C (±1.5 %) for
carbon ion beams having an initial energy between 135 MeV/u and 430 MeV/u by means of
graphite calorimetry, which is about 3.5 % larger than the literature value. Preliminary re-
sults obtained by Rossomme et al. [2014] in an 80 MeV/u carbon ion beam also by means of
graphite calorimetry indicate an Wair/e-value of (35.50 ± 0.90) J/C (± 2.5 %) and are thus
in good agreement with the mean value found by Sakama et al. [2009]. As a future project
it is contemplated to perform a direct comparison of water and graphite calorimetry in the
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scanned carbon ion beam at HIT. As graphite calorimetry is commonly used as a primary
standard for absorbed dose to water in many standard laboratories worldwide [Seuntjens and
Duane, 2009], the direct comparison of two independent primary standards is of fundamental
interest from a metrological point of view. Additionally, it would allow to gain further insight
into the conversion of dose to graphite as primarily measured by the graphite calorimeter into
dose to water as directly measured by the water calorimeter.
From the detailed investigation of uncertainties related to the experimentally determined kQ-
factor summarized in Tab. 6.7 it can be deduced that correction factors depending on the
lateral dose distribution of the irradiation field (kV , kl , kc) dominate the total measurement
uncertainty. Although the irradiation field used for the determination of kQ has been opti-
mized with respect to homogeneity, measurements revealed maximal dose differences of 3 %
already within the central area of the irradiation field. As a consequence from this finding
one can conclude that accurate knowledge of the lateral dose distribution is essential in order
to determine the corresponding calorimetric and ionometric correction factors with sufficient
accuracy as the simple assumption of a homogeneous dose distribution as predicted by the
irradiation plan would lead to severe mistakes. This result also allows to reason that the to-
tal standard measurement uncertainty of the experimentally determined kQ-factor for carbon
ion beams can potentially be further decreased by using a more advanced two-dimensional
dosimetry device in order to determine the lateral dose distribution with higher accuracy and
spatial resolution compared to STARCHECK. A second, more general conclusion from this
finding is that the volume effect of ionization chambers with respect to ion beams, which
is up to now not explicitly taken into account in TRS-398 and DIN 6801-1, should not be
neglected since especially scanned ion beams tend to exhibit intrinsic inhomogeneities with
partly significant dose gradients. This is for example shown for the ionometric measure-
ments performed for the determination of kQ, where the corresponding volume correction
factor kV , although determined by a simplified approach, already accounts for about 1.5 %.
If kV would have been assumed to be unity, the determined kQ-factors would have been mis-
taken by about 1.5 %. At the same time, one can deduce that - although the experimentally
determined kQ-factor enables a significant reduction of the overall standard measurement un-
certainty in the dosimetry of clinical carbon ion beams - one can still be mistaken by 1.5 % or
even more, if the lateral dose distribution is not sufficiently known or just assumed to be flat.
This could easily happen when applying the homogeneity criterion given in DIN 6801-1,
which classifies an ion field as sufficiently homogenous if the relative variance of the dose,
sD,rel , determined over the area of the irradiation field is below 3 % [DIN, 2016]. To put this
number in perspective, sD,rel amounts to less than 1 % for the irradiation field used within
this study for the experimental determination of kQ (cf Fig. 6.11), where kV has been found
to already account for 1.5 %. Thus, analogue to the recent developments in conventional
radiation therapy, high-accuracy determination of absorbed dose to water - being a point-like
quantity - in carbon ion beams requires to consider this effect by an appropriate volume ef-
fect correction factor, kV . Therefore, the investigation of spatial dose response functions of
ionization chambers with respect to carbon ion beams and with that a sound determination
of kV would be highly desirable in order to converge to the same level of dosimetric accuracy
as of conventional high-energy photon beams.
However, the experimentally determined kQ-factor for carbon ion beams does not explain
the discrepancy of 4.5 % between fluence-based dosimetry using FNTDs and ionization-
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based measurements of absorbed dose to water performed in the clinical carbon ion beam
at HIT within the first part of this thesis. Although the kQ-factor has not been determined
for the specific ionization chamber (TM30013 S/N 1714) used within the comparison study,
the same type of ionization chamber has been calibrated directly in the carbon ion beam
by means of water calorimetry. From kQ determinations in high-energy photon radiation
at PTB it is known that differences of the kQ-factor between ionization chambers of the
same type are generally below 0.3 % [Kapsch and Pychlau, 2008]. If it is assumed that this
value is also valid in the case of other types of radiation, the experimentally determined kQ-
factor of 1.036 ± 0.8% for the Farmer-type ionization chamber TM30013 S/N 7659 rather
points to an even larger discrepancy of about 4.9 % than explaining the 4.5 % discrepancy
seen in the measurements. However, conclusions drawn from the detailed irradiation field
characterization measurements performed during the experimental determination of kQ are
retrospectively seen of major relevance for the measurements performed within the first part
of this thesis and might explain parts of the discrepancy between fluence- and ionization-
based dosimetry: (I) As discussed before, significant inhomogeneities of the lateral dose
distribution of up to 3 % measured by means of STARCHECK over the course of all three
beamtimes could not be explained by the calculated dose distribution derived by the ma-
chine beam records (MBRs), which in contrast indicate an almost homogenous irradiation
field for all performed irradiations. This led to the conclusion that calculated dose distri-
butions derived by means of the MBRs do not, as assumed before, accurately reflect the
homogeneity of the irradiation field. As the assessment of the irradiation field homogeneity
within the comparison study of fluence- and ionization-base dosimetry mainly based upon
the information derived by the MBRs, the assumption of a homogenous irradiation field
can not be regarded reliable anymore. Taking into account the significant difference of the
FNTD and ionization chamber detection area, unrecognized inhomogeneities of the lateral
dose distribution could have had a major impact on the measurement results. (II) Further
it has been concluded that, especially in scanned ion beams, the volume effect of ioniza-
tion chambers can have a significant contribution and should therefore be accounted for. As
kV has not been considered during the comparison study, this effect might also contribute
to the observed overall discrepancy. However, retrospectively it is not possible anymore to
clearly prove these assumptions. Thus, in order to thoroughly investigate the discrepancy
determined between fluence- and ionization-based dosimetry, the performed measurement
should be repeated and accomplished with a detailed characterization of the irradiation field
in order to accurately consider the effects named above. In addition, as the FNTD fluorescent
track amplitude depends on the particle species and energy ([Sykora et al., 2008b], [Niklas
et al., 2013], [Greilich et al., 2013]), the effective stopping-power might be estimated di-
rectly from the intensity histogram of the particle tracks using improved read-out protocols
thus being independent of possible uncertainties related to MC transport simulations of the
particle spectrum.
As an outlook of this thesis, it would be highly desirable to extend the experimental de-
termination of the kQ-factor by means of water calorimetry to further ionization chambers,
energies, and different particle species (e.g. p, He, O being available at HIT) taking ad-
vantage of the unique measurement opportunities at HIT. Even more conclusive results with
respect to the comparison with calculated kQ-values stated in literature as well as the possi-
bility to investigate a potential energy/LET dependency of the kQ-factor are expected from
these additional measurements.
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